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Canadian Candidate 


C. A. BELL, B.A.Sc., O.B.E., M.C.' 


; the 200-odd years since its inception, the surgical procedure 
known as disarticulation of the hip has been fraught with danger and disap- 
pointment both medically and prosthetically. On few persons has the operation 
been performed, and fewer still have survived for any gratifying period. Be- 
cause hip disarticulation is so severe a measure, and because in recent years it 
has for the most part been carried out only in the attempt to forestall fatal 
disease, the level of medical success thus far attained has been disturbing. Be- 
cause the hip-disarticulation amputee presents such a difficult problem in 
anatomical deficiency, his successful rehabilitation prosthetically has proved 
particularly evasive. 

Although even in modern times postoperative mortality from residual sys- 
temic disease has remained alarmingly high, recent advances in surgical 
techniques and in medicine as a whole have done much to encourage hip 
disarticulation where it might not otherwise have been attempted. This cir- 
cumstance, together with a growing tendency toward the use of radical ampu- 
tation surgery as a curative measure in cases of malignancy, has been respon- 
sible for an increasing incidence of hip-disarticulation amputees. Meanwhile, 
the problem of providing a reasonably satisfactory substitute for a lower ex- 
tremity amputated at hip level has over a long period of years continued to be 
most difficult for the limbmaker and most exasperating for the patient. 

To satisfy functional requirements in amputations at or about the hip, the 
prosthetist has not only to furnish a limb with three simulated anatomical 
joints, all of which have to be stabilized in the stance phase of walking, but he 
must do so with only the torso and associated structures as a source of activa- 
tion and control. In the absence of an adequate thigh stump, reliable manage- 
ment of an articulated lower-extremity prosthesis calls for the use of various 
locks, or equivalent, and for the coordinated action of pelvis, trunk, and re- 
maining sound leg. The saving grace in this situation is that weight-bearing 
can still be provided on one of Nature’s chosen seats of election, the ischium. 

The hip-disarticulation prosthesis to which this issue of ARTIFICIAL LimBs 
is devoted is the culmination of many years of practical work, later combined 

1 Director of Prosthetic Services, Department of Veterans Affairs, Ottawa, Canada. 
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with present-day methods of organized research and the application of new 
materials. Canada has had much experience in the provision of orthopedic and 
prosthetic appliances in the aftercare of her veterans. Early in 1916, the govern- 
ment of the day was confronted with the matter of supply for members and 
ex-members of the Canadian Expeditionary Force. After thorough investiga- 
tion, it was found that existing facilities were extremely limited and unable to 
cope with the problem. Further, although standardization of appliances was 
deemed essential to provide ready maintenance or renewal accessible to the 
veteran’s place of residence over the breadth of the country, no such standardi- 
zation existed throughout the Dominion. Government proprietorship was con- 
sidered the best means for keeping in touch with latest developments in pros- 
thetics from other countries and also seemed to offer the most expeditious way 
of initiating a domestic program of experimental work that would be productive 
of results in keeping with the policy of standardization. 

The agency thus established, which today is known as the Prosthetic 
Services Branch of the Department of Veterans Affairs, now consists of some 
twelve operating centres and six visiting facilities situated in or adjacent to 
Departmental hospitals in the principal Canadian cities from coast to coast. 
The largest centre, located at Sunnybrook Hospital in Toronto, serves as the 
central manufacturing facility for the production of standard parts and stores 
for supply to all other centres. Here also is located a research section technically 
staffed for the investigation of new designs, materials, and techniques. Situated 
close to the medical and production facilities, and with patient personnel from 
the largest veteran area, this unit provides ample opportunity for field-testing 
and final approval for manufacture in other District facilities across the coun- 
try. It was here that Colin McLaurin and James Foort were inducted into 
the field of prosthetics research and here also that, early in 1954, McLaurin 
brought into production the hip-disarticulation leg now generally known as the 
“Canadian type.” 

To produce an improved prosthesis for the hip-disarticulation case was 
already one of the problems confronting the design section organized in 1916. 
At that time, the choice of willow setups, wood or leather sockets, and heavy 
joints did not provide for a light limb or for good control. Later, in 1926, the 
Department adopted the J. E. Hanger English metal limb, which included a 
design known as the “tilting-table leg.’”’ This limb, although of lightweight 
construction and representing a decided improvement over former designs, 
did not eliminate locks, and, moreover, the location of the hip joint directly 
under the ischial seat created, when the wearer sat, a pelvic tilt that was 
tiresome over any lengthy period. Further design work was carried out after 
World War II using a lateral hip joint and folding-latch mechanism. But this 
device, while solving the “tilt” problem, necessitated heavy construction and 
gave little improvement in control. Because of this discouraging state of affairs, 
many hip-disarticulation and short-stump above-knee amputees had long 

2 











preferred crutch ambulation rather than bother with the best prosthesis 
available. 

The current design of the Canadian-type hip-disarticulation prosthesis was 
evolved by McLaurin after some three years of work in which the scope of 
investigation was broadened to explore more features than the height of the 
joint under the seat. Included were a mechanical design of the hip joint to 
promote walking with a free hip, an alignment that provides stability through 
all phases of the walking cycle, and, finally, a new concept of a plastic socket- 
waistband. This all-plastic member embraces the pelvis and incorporates a 
rather rigid band which encircles the waist. When well fitted, it provides com- 
fortable weight-bearing, a suspension that requires only the tightening of the 
front restraining strap, and a degree of control which permits the amputee to 
move the limb freely and confidently. 

Performance on the new device by a test amputee exceeded all expectations, 
despite the fact that in addition to an amputation at the right hip he had 
suffered amputation of the right arm above the elbow. Shortly after trials, be 
reported his ability to walk forty city blocks with less effort than he had 
formerly expended in two blocks with the old-style metal limb. The ease of 
donning and removing the new leg with the simple yet secure suspension was 
impressive. Further field-testing on a larger number of hip-level amputees 
justified the acceptance of the design as a standard of production, and by 
September of 1954, through instruction and training of District fitters, it was 
made available on a Dominionwide basis. Some thirty-two cases have been 
fitted to date, and twenty-five of these have been classified as successful. 

Following the results attained at Sunnybrook, the Prosthetics Research 
Group at the University of California at Berkeley undertook to assess the new 
device and to work out improved procedures for construction and fitting, and 
in the spring of 1956 the Committee on Prosthetics Research and Development 
of the Prosthetics Research Board approved the issuance of the Canadian-type 
hip-disarticulation prosthesis to veteran beneficiaries throughout the United 
States. Here, then, is a Canadian candidate for utilization by clinic teams every- 
where in dealing successfully with one of the most troublesome prosthetic prob- 
lems of all. 








The Past and Present Medical Significance 


of Hip Disarticulation 


H. disarticulation, or amputation through 
the hip joint, is one of the most drastic surgical 
removals known to medicine. It is seldom 
justified as other than a last-resort, lifesaving 
measure and, as compared to other amputa- 
tions, is seldom performed. Because of its 
severity, and because it has been used only for 
patients already on the verge of medical dis- 
aster, it has been attended by discouragingly 
high mortality rates throughout its 200-year 
history. By the same token, however, the 
record of the changing need for hip disarticula- 
tion is a record of medical progress against 
fatal disease and trauma of the lower ex- 
tremity. Whereas hip disarticulation was first 
used extensively against gangrene or the ever- 
present threat of generalized infection, it is 
now most frequently one of the ultimate 
weapons against cancer. Moreover, the opera- 
tion has lost much of its fearsomeness as 
general medical knowledge and surgical skill 
have increased and as the hope for prosthetic 
rehabilitation of these patients has become 
brighter. 

By presenting the medical aspects of hip 
disarticulation in historical perspective, it is 
hoped to show here how the pathological con- 
ditions indicating hip disarticulation have 
changed as medical science has progressed, 
how the operative dangers of hip disarticula- 
tion have been largely overcome, and how the 





1 A contribution from the Biomechanics Laboratory, 
University of California, San Francisco and Berkeley, 
aided by U. S. Veterans Administration Contract 
VAm-23110 and U. S. Public Health Service Grant 


RG-4856(C). 

2 Research Orthopaedist, Biomechanics Laboratory, 
University of California Medical Center, San Fran- 
cisco. 
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surgical fashioning of the stump (within the 
limits imposed by injury or disease) has helped 
in the prosthetic rehabilitation of patients. 
Finally, there is appended a discussion of the 
recent interest paid to systemic effects that 
may accompany any major loss of limb. 


HIsToRICAL BEGINNINGS 


Until the mid-eighteenth century, surgeons 
considered themselves helpless to treat com- 
plicated fractures or suppurative diseases of 
the upper part of the femur, let alone malignant 
growths in this region. Death from septic com- 
plications, gangrene, or, in the case of cancer, 
metastases, was the almost inevitable outcome 
of these conditions. 

Surgical disarticulation of the hip was ap- 
parently first conceived by Sauveur Francois 
Morand, a leading French surgeon of the early 
eighteenth century, and was formally proposed 
in 1739 by two of his pupils (36). Long before 
the first true surgical disarticulation, however, 
the hip of a boy of 14 was nearly disarticulated 
by gangrene which resulted from his having 
eaten diseased rye. Observing the thigh to be 
connected to the trunk only by the round liga- 
ment, the sciatic nerve, and some shreds of 
tissue, the French surgeon Lacroix (44,65) cut 
these with scissors. The other leg, similarly 
affected, was cut from the hip in the same 
manner four days later, and the patient sur- 
vived another 11 days. This case gave a great 
impetus to discussion of the matter. In 1759, 
the Royal Academy of Surgery offered a 
“double prize”’ for the best essay on the follow- 
ing subject: “Dans le cas ot |’amputation de 
la cuisse dans l’article paroitroit |l’unique 
ressource pour sauver le vie 4 un malade, 
déterminer si |’on doit pratiquer cette opéra- 
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tion, et quelle seroit la méthode plus 
avantageuse de la faire.”* Of 44 essays sub- 
mitted, 30 were in favor of performing the 
operation (36). 

Not until 1774 was it proved that death on 
the operating table was not a necessary conse- 
quence of this formidable operation. In that 
year, the first true surgical disarticulation of 
the hip was performed by William Kerr (/), 
of Northampton, England, on an 11-year-old 
girl who had a tumor of the thigh and symp- 
toms of pulmonary tuberculosis.‘ The disarticu- 
lation had probably not greatly influenced 
the course of the disease, and Kerr concluded 
his presentation optimistically (p. 342) : “With 
regard to the expediency of the operation, I 
am so much convinced of it in certain cases, 
that in such I shall not, for the future, hesitate 
to perform it when they occur.” 

Another disarticulation said to have been 
performed at about the same time by Henry 
Thomson at the London Hospital apparently 
terminated fatally (58), and the operation was 
not reported again for nearly 20 years. The 
Wars of the French Revolution and the Na- 
poleonic Wars brought with them a new series 
of hip disarticulations. 


SHIFTS AND CHANGES IN INDICATION OVER 
Two CENTURIES 


Although the earliest hip disarticulations 
were performed for disease, in the following 
100 years many more were done for gunshot 
wounds than for any civilian cause. Up to the 
end of the American Civil War, nearly two 
and a half times as many military as civilian 
operations had been reported from Europe 
and America, as recorded by Otis in The 
Medical and Surgical History of the War of the 
Rebellion (63). Since that time, the situation 
appears to have been reversed again owing to 
the decreased necessity for the operation fol- 





3 “Tn a case in which amputation of the thigh at the 
articulation with the hip bone appears to be the last 
resort for saving the life of a sick man, to determine 
whether this operation should be performed, and what 
would be the most advantageous method of doing it.” 

4 Or possibly a metastatic cancer of the lungs. At her 
death, 18 days after operation, an autopsy showed them 
to be “almost totally reduced to matter.” 
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lowing battle injuries and its increased use to 
remove malignant growths. It would be in- 
structive to be able to compare hip disarticu- 
lations of military and of civilian origin—as to 
exact incidences and indications—throughout 
the history of the operation, but unfortunately 
information is incomplete and many difficulties 
of interpretation arise. Nevertheless, a com- 
parison of the indications given for each group 
points up the necessity of considering the two 
categories separately. 


INDICATIONS IN MILITARY SURGERY 


The military surgeon has always been 
concerned mainly with trauma and ensuing 
infection, although infection plays a progres- 
sively less important role than formerly. In 
1812, Dominique Jean Larrey (28), the famous 
French surgeon and personal physician of 
Napoleon, who himself (Larrey) performed 
seven of the early disarticulations, stated the 
indications for the operation in military 
surgery as follows: 


1. A torn-off limb, or great laceration of the limb so 
close to the upper articulation that amputation in 
continuity would not be possible. 

2. Fracture of the femur in the vicinity of the tro- 
chanters, accompanied by a rupture of the femoral 
artery or of the sciatic nerve. 

3. Massive gangrene of the lower extremity extend- 
ing to the vicinity of the upper articulation, as a result 
of extensive wounds of the soft tissues. 


At the time of the American Civil War, 
these indications were still considered valid, 
and Otis (63, p. 167) repeated the first two 
almost verbatim. Today, however, most severe 
fractures, and even many comminuted frac- 
tures, of the upper end of the femur, if not 
associated with irreparable vascular damage, 
can be treated conservatively. Most of the 
major amputations of extremities in World War 
II were the result of such extensive traumatic 
injury that no improvement in surgical tech- 
nique could hope to effect repair. According to 
DeBakey and Simeone (12), 69 percent of the 
3177 major amputations performed in the 
European and Mediterranean Theaters were 
due to extensive trauma (by which was meant 
complete or nearly complete severance of the 
limb or part of the limb), 12 percent to infec- 
tion, and 19 percent to major arterial injury. 
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The relatively small percentage of amputations 
due solely to major arterial injury could prob- 
ably now be reduced still more because of new 
techniques of repair and grafting of blood 
vessels. Some successful cases were reported 
from the Korean War, and knowledge is 
further advanced today (/0, p. 155). 

Statistics on the specific indications for the 
56 recorded cases of hip disarticulation from 
World War II (3) are at present not available. 
The implications of the records seen is that 
the majority were traumatic amputations. For 
instance, of the 154 wounds of the hip joint 
observed between D-Day and VE-Day at the 
802nd Hospital Center, none was treated by 
disarticulation. Regarding the incidence of 
infection, there was no report of rapidly spread- 
ing hemolytic streptococcic or staphylococcic 
infection, such as still occurred in World 
War I (J0, p. 239). At the 802nd Hospital 
Center, infection occurred in 9 of 29 injuries of 
the femoral head or neck. Although these were 
cases of persistent, long-lasting infection, 
leading in two cases to death, no hip dis- 
articulation was performed. Usually this tend- 
ency toward conservatism was justified, but 
in looking back, the Office of the Surgeon 
General has modified this attitude in the 
following statement (/0, p. 245): 


1. When there has been great mechanical destruc- 
tion of the bone and soft parts and when retained 
foreign bodies carrying fragments of clothing cannot be 
removed, foci of infection are maintained for indefinite 
periods of time. 

2. A prolonged delay before amputation merely 
results in exhaustion of the patient, so that, when the 
operation is eventually performed, it often poses a 
serious threat to life... .It must be assumed that pa- 
tients with large areas of mixed, penicillin-resistant 
infection deteriorate every day that they live and that 
their chances of survival after major surgery become 
progressively less as time passes. .. . 

4. Observation of numerous instances of pyoarthro- 
sis of the hip joint at United States Army amputation 
centers made it clear that when the sciatic nerve is 
lacerated the indication for early disarticulation of the 
hip is particularly strong. 


Fulminating gas gangrene is still an indica- 
tion for amputation, but its incidence has been 
tremendously reduced by the employment of 
prompt and thorough débridement and the 
administration of antibiotics. It is impossible 
to determine from 


the available statistics 





whether any hip disarticulations were per- 
formed because of this infection. 

To sum up, in military surgery hip dis- 
articulations—like other major amputations— 
appear to be performed today primarily when 
the limb is completely or almost completely 
severed from the trunk. To these traumatic 
amputations must be added those cases in 
which disarticulation is necessitated by major 
injury to the blood vessels or to the main 
nerve trunks (particularly the sciatic) and 
those in which multiple foci of antibiotic- 
resistant infection cannot otherwise be elimi- 
nated. That the number of hip disarticulations 
has not been greatly reduced in comparison 
with former wars is testimony to the increased 
destructiveness of modern weapons; the type 
of injury which used to necessitate hip dis- 
articulation can usually be treated conserva- 
tively today. 


INDICATIONS IN CIVIL SURGERY 


The civilian surgeon has also always been 
concerned with trauma, but disease, and 
especially malignant disease, has played an 
increasingly important role. In 1839, Velpeau 
(65, p. 639) stated the indications for hip 
disarticulation in peacetime as follows: 


A comminuted fracture, a necrosis, caries, osteo- 
sarcoma, spina ventosa, or any incurable degeneration 
whatever, of the femur, extended above its shaft, or 
gangrene, or any other disease in fact which has pro- 
gressed nearly as high up as the haunch, and which is 
of such serious character as to demand amputation, 
will claim disarticulation provided the cotyloid cavity 
and the bones of the pelvis are not affected. 


The major change in indications from the 
nineteenth to the twentieth century is best 
seen from a comparison of nonmilitary hip- 
disarticulation cases. It may be seen from 
Figure 1 that, although many of the conditions 
listed by Velpeau might today be considered 
indications for hip disarticulation, they do 
not in practice occur very often. Cancer is the 
indication now, whereas in the early period it 
was one among a number of causes. The indi- 
cations given by Smith (53) for his historical 
survey of cases fall into the following cate- 
gories: malignancy, 13; severe crushing in- 
juries, 8; suppurative diseases of the femur, 7; 
tuberculosis, 4 (tubercular lesions of the bones, 
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EARLY PERIOD (1774-/852)* 


CANCER 





OTHER 
DISEASE 








TRAUMA 








RECENT PER/OD (1935-1957)' 





CANCER 


OTHER fF 
DISEASE 


TRAUMA 








* TOTAL CASES 42 
t TOTAL CASES 146 


Fig. 1. Comparison of early and recent indications for hip disarticulation in peacetime. Data for the early 
period were taken from a compilation by Stephen Smith (53) of all known cases of hip disarticulation to 1852. 
Wartime operations and those for which the indication was not known were eliminated. Data for the recent period 
were derived from articles indexed under A mputations in the Quarterly Cumulative Index Medicus from 1935 through 
1951 and in the Current List of Medical Literature from January 1952 through August 1957. Again, wartime opera- 
tions and those for which the indication was not stated were eliminated. 


3; tuberculoma of the thigh, 1); gangrene, 3; 
miscellaneous causes (“‘diséases of the femur,” 
“coxalgia,” pain, exostoses), 7. 

Four of the tumors which Smith gave as 
indication were not classified by him as malig- 
nant. But from the description of the course of 
the disease they appear to have been, and they 
are therefore here grouped under malignancy. 
This is only one example of how difficult it is to 
determine with any certainty what the true 
indications for these early operations were. 
Another example is Kerr’s case (page 5). 
Smith, following Kerr’s own diagnosis, re- 
corded the indication as tuberculosis; yet from 
the description of the case it seems conceivable 
that the patient had a malignant growth in the 
upper end of the femur and the innominate 
bone with metastases to the lungs. 

Methods of diagnosis are greatly improved 
today, but it is no less difficult to obtain 


reliable statistics on recent hip disarticulations. 
Cases that do not present striking medical or 
surgical aspects are no longer reported in the 
literature. In this country, unfortunately, no 
survey of the total number of amputees has 
ever been made, but even in countries like 
Germany or Great Britain, where the govern- 
ment has made such surveys for the larger 
categories of amputations, no information on 
the incidence of hip disarticulations, let alone 
the indications for them, seems to be available. 

In a literature survey covering the period 
from January 1935 through August 1957, 
there were reported (Fig. 1) 146 civilian hip 
disarticulations for which the indications were 
given. Of these, 138 (94 percent) were done for 
malignancy (4,9,17,18,20,25,29,30,34,39,41,42, 
45,52,54,60). Two were done for tuberculosis 
(30) and one each for osteomyelitis following 
an injury (24), phlegmon of thigh and general 





septicemia following an injury (55), a suppura- 
tive process (etiology not stated) of the coxo- 
femoral articulation (7), actinomycosis (20), 
gangrene caused by thrombosis (34), and 
paralysis and contracture caused by an extra- 
dural abscess (34). It is a little surprising that, 
of all the reported civilian hip disarticulations, 
none was done primarily for trauma. I have 
myself seen one patient whose hip was dis- 
articulated because of injuries in peacetime, 
and I am certain that there must have been a 
few others. 

Fortunately, not all malignant growths, 
even in the upper part of the thigh, call for 
such drastic treatment as disarticulation of the 
hip. In some cases wide excision of the neo- 
plasm suffices to remove it entirely. The deci- 
sion as to whether or not to disarticulate 
depends upon the site and the type of the 
neoplasm. The indications upon which modern 
surgeons agree are well stated by Pack and 
Ehrlich (40, pp. 966-969), and the reader 
interested in these details is referred to that 
excellent paper. 


INCIDENCE RELATIVE TO ALL LEG 
AMPUTATIONS 


Comparison of the number of hip disarticu- 
lations with total numbers of lower-extremity 
amputations shows still more clearly how 
seldom hip disarticulation is performed. It 
has now become much rarer in military than 
in civilian practice. During the American 
Civil War (63, pp. 870-871) 86,413 wounds of 
the lower extremities were recorded. In 12,605 
of these cases (less than 15 percent), the 
wounds resulted in major lower-extremity 
amputations. Of these, 66, or 0.5 percent of 
the amputations, were hip disarticulations 
(Fig. 2). In World War II (3, pp. 193-194), 
248,000 wounds of the lower extremities were 
recorded. Of these, 12,612 (5 percent) are 
estimated to have resulted in major amputa- 
tion. Fifty-six, or 0.4 percent, of the amputa- 
tions are estimated to have been hip 
disarticulations. Thus the percentage of hip 
disarticulations in relation to total lower- 


extremity amputations has changed very little; 
it has remained small. Both the number of 
hip disarticulations and the number of lower- 
extremity amputations have, however, de- 








8 LOON 


creased greatly relative to the number of 
wounded. 
In civilian cases the ratio of the number of 


hip disarticulations to all major lower- 
extremity amputations is probably somewhat 
higher but still less than 2 percent. Thus, of 
70 lower-extremity amputees who underwent 
amputation or were treated at the University of 
California Medical Center from 1941 to 1955, 
only one had had a hip disarticulation (26). 
Of 663 patients with major lower-extremity 
amputations who have passed through the 
Veterans Administration Hospital in Oakland 
since the end of World War II, eight have had 
hip disarticulations (26). Even the records of 
an institution treating predominantly cancer 
patients show a very small number of hip 
disarticulations. The Bone Tumor Service of 
the Memorial Center for Cancer and Allied 
Diseases in New York City reported only 15 
hip disarticulations from 1930 to 1946 (11), a 
fact which suggests that even today this 
operation is done only to forestall certain 
death. 


THE LONG STRUGGLE TO REDUCE MorRTALITY 


There was good reason why hip disarticula- 
tion was not attempted, or even conceived, 
until the eighteenth century. The surgical 
skills which had been developed up to that 
time were still grossly inadequate for an 
operation attended by so much danger of 
hemorrhage and shock. 


OPERATIVE MORTALITY 


When we consider that the operation had to 
be done as fast as possible, without benefit of 
anesthesia or knowledge of asepsis, it is sur- 
prising how many of the earliest patients sur- 
vived even a few days or weeks. Larrey (28), 
who was probably one of the most skilled 
surgeons of his time, has recounted cases in 
which, after ligating the femoral vessels to- 
gether, he completed the procedure in 14 to 15 
seconds. To achieve this speed, he used only 
four knife strokes. He drove a blade perpen- 
dicularly between the base of the femoral neck 
and the tendinous attachments of the lesser 
trochanter until it emerged posteriorly and, 
with an oblique downward stroke, cut the 
medial flap; raised the flap proximally to expose 
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the articulation and with a stroke of the 
bistoury cut the articular capsule; abducted 
the thigh (nearly dislocating the head of the 
femur) and in a stroke cut the interarticular 
ligament; and with a downward and outward 
stroke of a small straight knife cut the lateral 
flap. The remaining arteries were then ligated. 
Larrey did not consider it necessary to suture 


the muscles. If there was no “irritation,” the 
subcutaneous tissues and the skin were ap- 
proximated with a few retention sutures. 
The edges of the wound were further drawn 
together by compresses dampened with red 
wine, and a large bandage was applied. 
Larrey reported that his first patient sur- 
vived the operation well but a few hours later 








Fig. 2. One of the few survivors of disarticulation of the hip during the American Civil War. Note the large 


amount of soft tissue in the stump. From Otis (62). 
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had to follow the army in a 24-hour forced 
march in winter, so that he died presumably of 
cold and exposure. His second patient also 
seemed well on the road to recovery when, six 
days postoperative, a soldier with the plague 
was bedded on the same straw mat with him. 
Larrey’s patient became infected and died 
within 24 hours. 

The fate of these patients, who died not as 
a result of the operation itself, shows how 
difficult it is to establish the date of the first 
“successful” hip disarticulation. These two, 
together with others in which death occurred 
within a year after operation, were in early 
mortality statistics classed as fatalities.’ On 
the other hand, there are no verifiable records 
of several of the early hip disarticulations 
claimed by later authors to have been success- 
ful. Otis on whose two works (62,63) the early 
figures given here are based, pointed to other 
frequent sources of fallacies in surgical 
statistics. He said (62, p. 6): 


The desire for distinction of ambitious operators 
sometimes tempts them to report successful results 
prematurely, and to fail to record unfortunate cases. 
Feverish partizans of particular operative procedures, 
in accumulating statistics, not unfrequently evince an 
unpardonable disregard for the fundamental rules of 
evidence, and admit testimony abounding in trans- 
parent fallacies. Some writers, in their zeal to gather 
together numerous observations, group those that are 
very dissimilar, and deduce inferences from the collec- 
tion that are pertinent only to particular cases. 


He stated that in his own report the authen- 
ticity of cases was scrutinized and that doubt- 
ful cases were rigidly excluded (62, p. 7). 
Insofar as the records of earlier operations 
Otis recorded have been checked, he was 
indeed conscientious; yet in evaluating his 
figures it is essential to bear in mind all the 
limitations of this early material. 

According to Otis (62, p. 18), 111 known 
civilian cases of hip disarticulation were re- 
ported from Europe and America to the end 
of the American Civil War. Of these, 46 were 
considered successful and 65, or 59 percent, 
terminated fatally. In military surgery (63, 
pp. 127, 163), 254 authenticated hip dis- 
articulations were reported, with 28 recoveries, 


5 Thus the figures that follow are not statistics of 
operative or even hospital deaths alone. 


225. deaths, and one result unknown—a mor- 
tality rate of 89 percent. Of the 187 patients 
who underwent hip disarticulation prior to the 
American Civil War, 17 survived, giving a 
mortality rate of 91 percent. In the 67 cases 
occurring during the Civil War, 11 of the pa- 
tients recovered—a mortality rate of 84 
percent. 

In spite of this extremely high mortality 
rate, disarticulation gave better results than 
did more conservative methods of treatment 
for complicated fractures of the upper end of 
the femur. Of 252 patients with intracapsular 
shot fractures who were treated conservatively 
during the American Civil War, three re- 
covered, giving a mortality rate of 99 percent 
(63). Fifty-five excisions of the femoral head 
resulted in a mortality rate of 91 percent (63). 

The mortality rate did not improve ma- 
terially until well after the general introduction 
of asepsis in the 1880’s. In 1878, Farabeuf 
(14), when presenting his method of disarticu- 
lation to the Société de Chirurgie in Paris, 
cited a still-persisting death rate of 75 percent. 
The American surgeon Wyeth (67), writing 
in 1890, mentioned “the terrible death-rate 
after hip-joint amputation.” 


Improvements in Surgical Technique 


After deaths from complications of infectious 
processes had been somewhat brought under 
control by the general introduction of aseptic 
surgical procedures, surgical shock still ac- 
counted for a large number of the operative 
deaths. A main contributing factor was 
hemorrhage. 

Reduction of Hemorrhagic Shock. The ar- 
teries to the upper part of the thigh and the 
gluteal region branch out from several main 
trunks (Fig. 3), so that it is much more diffi- 
cult to control the flow of blood for a hip 
disarticulation than for a thigh or leg amputa- 
tion. Methods attempted for control ranged 
from a high tourniquet placed about the upper 
end of the thigh to compression of the aorta. 

An ordinary touniquet is difficult to apply 
satisfactorily for a hip disarticulation. Placed 
about the thigh at the groin, it not only does 
not control bleeding from a number of the 
main vessels but it also slips out of place 
easily after enucleation of the promixal end of 























the femur. For this reason, 
there were developed various 
devices for holding a tourni- 
quet in place, the best known 
being Trendelenburg’s (6/) 
and Wyeth’s (67) systems of 
pins. In both procedures, 
long steel pins were driven 
through the soft tissues to 
prevent slippage of rubber 
tubing used to constrict the 
tissues. 

Of the more radical meth- 
ods for compression of the 
parent trunks, some, such as 
a Davy’s lever introduced 
through the rectum for the 
compression of the aorta, 
were dangerous, and they 
were not always reliable (49). 
Other authors recommended 
making an abdominal inci- 
sion and temporarily com- 
pressing (32) or lifting (/7) 
or even permanently ligating 
(6,22) the common iliac artery. The latter pro- 
cedure has been recommended as recently as 
1954 (18), but it is not commonly used today. 
Many surgeons hesitate to add to the system 
an additional shock by making an incision in- 
to the abdominal cavity. 

In general, more conservative measures are 
and have been advocated. Although initial 
ligation of the femoral vessels does not provide 
a completely bloodless field (because' of the 
many anastomoses from the obturator and 
gluteal arteries), it has usually been considered 
the most satisfactory method. As we have 
seen, Larrey in his early operations recom- 
mended preliminary ligation of the femoral 
artery and vein, and regardless of the type of 
incision this has been common practice to the 
present day. Farabeuf (/5), whose procedure 
is still widely used, especially in Latin 
American countries, recommended an anterior 
racquet incision. The stem of the inverted Y 
should be over the point at which the femoral 
vessels pass under the inguinal ligament, and 
the artery and vein are sectioned and ligated 
before proceeding with the operation. Farabeuf 
claimed that other arteries could satisfactorily 
be cut and compressed by assistants as they 
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Common iliac Abdominal aorta 


Fig. 3. Arterial system in the hip and upper part of the thigh. Re- 
drawn, by permission, from Gray’s Anatomy, 26th ed., Lea & Febiger, Phil- 
adelphia, 1954. The original appeared in Eycleshymer and Jones’ Hand 
Atlas of Clinical Anatomy, Lea & Febiger, Philadelphia, 1925. 


were encountered and then ligated before 
closing the wound. Marquardt (33) in a recent 
book stated that in Germany it is considered 
best to follow Angerer’s two-stage procedure 
(2), in which ligation of the femoral artery and 
vein is done through an incision in Scarpa’s 
triangle one or two days before the proposed 
hip disarticulation. This expedient allows the 
vessels to become thrombosed so that there is 
little loss of blood during the disarticulation 
itself. 

Finally, blood may be conserved if, after 
ligation of the artery, the leg is elevated for 
several minutes to allow maximal drainage to 
the trunk before ligation of the vein (11,19, 
25,27 ,40). 

In addition to careful hemostasis, it is helpful 
to section the muscles, wherever possible, in 
the avascular areas close to the tendinous 
origins or insertions rather than through the 
muscle bellies. This principle, proclaimed by 
Callander (8) in 1935 for his amputation just 
above the knee, has been applied to hip dis- 
articulations by Leriche (30), Boyd (5), Slocum 
(51), and Piquinela (42). In the days when 
speed of operation was the primary considera- 
tion, the principle was necessarily violated. 








If guillotine operations are excluded, it is hard 
to imagine a faster method than Larrey’s, 
but cutting each flap with a single stroke, as 
Larrey did, meant sectioning the muscles 
through the richly vascularized bellies, thus 
contributing greatly to hemorrhage and shock. 
He was, of course, caught on the horns of a 
dilemma for those times, because speed, too, 
was essential to lessen shock. 

Other Techniques for Avoiding Shock. Even 
in cases in which there has been no infection 
or excessive hemorrhage, shock often occurs. 
Bustos (7) gave this as reason for believing 
that conditions which could cause pain played 
the major role in causing shock. Gentle 
handling is considered essential by most 
modern surgeons. Layer-by-layer dissection, 
using a _ scalpel, was recommended by 
Petrovskii (4/). Caprio (9) recommended the 
use of an electric scalpel, with which he claimed 
that he could carry out the whole operation 
without even turning the patient over, as is 
usually done. 

Many surgeons have taken precautions to 
avoid shock that might result from overstimu- 
lation of the sciatic nerve. Since this large 
nerve trunk runs through the posterior portion 
of the thigh, it is ordinarily not sectioned until 
the latter part of the operation and is in the 
meantime subjected to a variety of tensions, 
particularly after the dislocation of the femoral 
head, when the half-severed limb hangs from 
the trunk, connected only by this nerve and 
associated soft tissue. Various methods for 
overcoming this problem have been suggested 
—proper support of the limb throughout 
surgery to avoid these tensions (54); injection 
of the nerve with procaine before sectioning it 
(5,7,9,11,20,30,34,37 ,40,41,51); and even, in a 
debilitated case, section of the sciatic nerve 
(after injection with procaine) almost at the 
start of the operation (7). In 1917, Morris (37), 
using spinal anesthesia, began his operation by 
injecting the sciatic nerve with procaine 
through a small posterior incision and then 
proceeded through anterior incision with what 
is usually the first part of the operation. He 
stated that no shock was observed during the 
ensuing disarticulation. 

Recently, the use of spinal anesthesia has 
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been questioned (40) on the grounds that hypo- 
tension results, which could be dangerous in 
view of the seriousness of hip disarticulation. 
However, hypotension does not occur routinely 
when the level of spinal anesthesia is so low 
that the splanchnic nerves are not anesthetized 
(43). Injecting the sciatic nerve may appear 
superfluous if spinal block has been performed 
prior to the operation. It seems to be done as 
an additional precaution and as a means of 
blocking any afferent fibers that, traveling via 
the sympathetic chain, may enter the cord 
above the level of spinal anesthesia. 

A two-stage operation is sometimes advisable 
for patients who are in very poor condition. 
We have already mentioned Angerer’s pro- 
cedure of ligating the femoral vessels one or 
two days before the disarticulation, a method 
which aids in avoiding shock by reducing blood 
loss. Even a three-stage procedure has been 
recommended (23). In most cases today, how- 
ever, the operation is performed in one stage 
only. 


Improvements in Adjunct Therapy 


In the first quarter of the twentieth century, 
great progress in several fields decreased the 
risks of serious operations such as hip disarticu- 
lation. More careful débridement of wounds 
was supplemented by chemotherapy and the 
use of tetanus antitoxin. By the end of World 
War I, shock occurring in American Army 
soldiers was treated by fluid replacement and 
whole-blood transfusion (64). 

Knowledge of the physiology and technique 
of blood transfusion was greatly advanced in 
the second quarter of the century. Methods of 
preserving whole blood and plasma were de- 
veloped, although such problems as the occur- 
rence of homologous-serum hepatitis virus in 
stored plasma remained unsolved and caused 
considerable damage. Surgical knowledge of 
the repair of fractures and of replacement of 
hopelessly damaged parts of bones by grafts of 
various types made conservative treatment 
possible in many more cases than before. The 
use of sulfa drugs and antibiotics greatly re- 
duced the incidence of infection after severe 
wounds. Finally, psychotherapeutic measures 
to prevent psychic trauma and to facilitate re- 
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covery became an important adjunct to 
surgical care. 

Operative death has become rare (39), but 
the extent of shock and the resulting damage 
to the system continue to deserve study. 


MORTALITY FROM CANCER 


Another mortality rate is, however, a matter 
of much greater concern today. As we have 
seen, most modern civilian hip disarticulations 
are performed for cancer. Since at the present 
time hip disarticulation is commonly not re- 
sorted to until other measures (radiation, wide 
excision) have failed, it often has only a pal- 
liative effect. The mortality, if studied for the 
5-year-cure rate, is extremely high. Of a series 
of 52 patients operated upon at the Memorial 
Cancer Center in New York from 1926 to 
1948, 44 (85 percent) died of cancer within 
five years (39). 

Pack (39) and others (11,25,29) have empha- 
sized that, if disarticulation is resorted to only 
at this late stage, the mortality rate in such 
cases will continue to be high. In a recent 
study of patients with malignant disease who 
underwent hemipelvectomy (an operation 
comparable to hip disarticulation for the pur- 
pose here), Lewis and Bickel (3/) observed: 


Twelve of the 18 patients who had had symptoms 
less than six months at the time of operation are still 
living (two with metastases), and 4 of the 6 who had 
had symptoms for six months to one year are still living 
(one with metastases), while only 8 of the 25 patients 
who had had symptoms for more than one year have 
survived the present follow-up periods, and one of 
these has evidence of metastases. 


Although there is sometimes justification for 
disarticulation as a palliative measure, it 
would be much more desirable to employ it as a 
cure. Disarticulation as a curative measure 
will, however, be possible only when surgeon 
and patient alike are willing to take this radical 
step at an early stage of the disease. 

To what extent will hip disarticulation be re- 
placed by the even more drastic operation of 
hemipelvectomy? Hemipelvectomy is indicated 
if malignancy (or, for that matter, a severe 
crushing injury or a suppurative process such 
as that mentioned on page 8) has involved the 
tissues proximal to the coxofemoral joint. 
Leriche (30) went beyond this in 1937 when he 


predicted that hemipelvectomy would one day 
be considered the operation of choice for 
malignant growths of the upper part of the 
thigh. Lee and Alt (29) in 1953 compared hip- 
joint disarticulation with hemipelvectomy 
from the point of view of anatomy and surgical 
technique, extent of postoperative disability 
and use of prosthesis, and therapeutic effective- 
ness. They found that under modern condi- 
tions there was no great difference between the 
two operations so far as surgery or postopera- 
tive disability are concerned, whereas hemi- 
pelvectomy definitely offered better hope of a 
cure. They therefore considered hemipel- 
vectomy the procedure of choice for high-grade 
soft-tissue or osteogenic malignant tumors of 
the upper thigh as well as of the pelvis. 

Not all modern surgeons go so far as this. 
Coley (11) has emphasized that it is essential 
to discriminate between cases, the decision 
depending upon the site and grade of malig- 
nancy of the tumor. Osteosarcomas and chon- 
drosarcomas of the lower fourth of the femur 
do not call for hip disarticulation and are 
better treated by high thigh amputation, since 
then considerably less disability results. 

In sum, allowing a wider margin between 
the tumor and the incision is now generally 
recognized to be necessary to ensure elimina- 
tion of all malignant cells. This means that the 
level of amputation has tended to move in a 
proximal direction. While some hip disarticula- 
tions have been replaced by hemipelvectomy, 
high thigh amputations have also been re- 
placed by hip disarticulation, so that no 
appreciable decrease in the number of hip 
disarticulations is to be expected as a result of 
this trend. 


SURGICAL FASHIONING OF STUMPS 


The surgical techniques of hip disarticula- 
tion practiced today have evolved as a result 
of this many-faceted experience. Throughout 
the history of the operation, the sequence of 
procedures has been dictated primarily by 
cumulative experience in combating hemor- 
rhage and shock. The shape of the resulting 
stump has been affected primarily by the 
change in indication for the operation from 
predominantly traumatic to predominantly 
malignant cases. To a lesser degree, the shape 
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has been affected by considerations of healing 
and subsequent fitting with a prosthesis. 


THE LARGE SOFT-TISSUE STUMP 


The large soft-tissue stump popular during 
the early history of hip disarticulation (Fig. 2) 
may originally have been developed through 
association with a high-thigh stump. Surgeons 
first experimenting with the dangerous oper- 
ation of hip disarticulation may well have been 
loath to cut away too much soft tissue. But 
many of the early operations were actually 
done by first performing a circular high thigh 
amputation and then disarticulating the head 
of the femur through a lateral incision 
(21,49,61). 

During the latter half of the nineteenth 
century, many experiments were carried out 
with various kinds of subperiosteal amputa- 
tions, in which a cuff of periosteum was left 
overlapping the end of the bone stump. Diffi- 
cult as it was to perform, a subperiosteal hip 
disarticulation was done several times. Origi- 
nally devised by Ollier of Lyons in 1859, it was 
carried out by James Shuter (50) of London in 
1881. A circular amputation was first per- 
formed at the junction of the middle and upper 
thirds of the thigh. The vessels were ligated, 
and through a longitudinal incision on the 
lateral aspect of the thigh the remaining por- 
tion of the femur was dissected out, leaving the 
periosteum (peeled off up to the intertro- 
chanteric line) in the flaps. 

The advantage of this method, according to 
Shuter and others who observed the patient 
over a year after operation, was that the 
residual periosteum provided a point of attach- 
ment for the muscles and caused a growth of 
what Shuter termed “new bone” but which 
other observers described as “a firm resisting 
cord” (50, p. 89), cartilaginous rather than 
bony in character. Observers testified that this 
“cord” provided such a good attachment for 
the muscles that they were “in a high state of 
nutrition” and that the patient not only could 
flex, extend, adduct, and abduct the stump 
powerfully but also could communicate all 
these movements to the artificial limb. Durand 
(13) of Lyons had a woman patient who, more 
than four years after a similar operation, had a 
regenerative process resembling a tough 


fibrous stalk, which also provided an excellent 
attachment for the muscles. She was able, he 
stated, to lift a weight of 15 kg. with her 
flexed stump. 

In a modern case (24) the patient, although 
apparently not operated upon subperiosteally, 
was said to have had a stump with many of the 
characteristics claimed for the subperiosteal 
stumps. Disarticulation was done for osteomye- 
litis of the femoral shaft, trochanter, and neck, 
a sequel to extensive injuries of the thigh. The 
femur was carefully dissected out from the 
surrounding tissues, leaving a soft-tissue stump 
measuring 6 in. when relaxed. It was reported 
that ““The muscles had become attached to 
each other by scar tissue, so that there was 
active flexion and extension of the stump if one 
grasped the muscles with his hands.” The 
patient was able to wear a suction-socket 
prosthesis, which he could flex and extend at 
the hip joint “because of the fixation of the 
skin and muscles to the side of the socket by 
the suction exerted upon the distal end of the 
stump.” This method of activating the 
prosthesis was compared to that used by 
crustaceans in activating their exoskeletons, 
and a point was made of the importance in this 
case of designing the socket so that, upon 
weight-bearing, the contracted muscle mass 
would be properly positioned on the ischial seat 
beneath the ischial tuberosity.® 

About the turn of the century, subperiosteal 
amputations were gradually abandoned, 
mainly because of the frequency of undesirable 
growths of new bone emanating from the 
periosteal cuff. Apparently only a few sub- 
periosteal hip disarticulations were performed. 
In addition to the uncontrollability of new bone 
growth, other, even more important, reasons 
prevented the operation from becoming popu- 
lar. One was the difficulty of stripping the 
periosteum from a healthy bone. Shuter’s sub- 
periosteal operation was done for a suppura- 
tive process of the femur, in the course of which 
the periosteum had already achieved a con- 
siderable degree of natural separation from the 
bone. Durand did not mention a similar con- 
dition in his patient, but his operation was done 





6 Cf. discussion of very short thigh stumps, page 
15. 
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for tuberculosis, and possibly a suppurative 
process was present. Another reason, much 
more significant today, was that the retention 
of the periosteum made the procedure unsuited 
for any disarticulation done because of a malig- 
nant neoplasm. 


THE COMPACT STUMP 


After disarticulation for malignancy, the 
hip stump commonly fashioned today is com- 
pact, with the soft tissues reduced to a mini- 
mum. When involvement of the inguinal nodes 
is proved, or, in certain disease, even suspected, 
a radical groin dissection is also done, thus re- 
moving even more tissue from the body. 

Most incisions today, whether of the anterior 
racquet or semioval type, start just below the 
inguinal ligament and thus provide immediate 
access to the femoral vessels and nerve in 
Scarpa’s triangle. These incisions create a long 
posterior flap and leave an anterior scar that 
is well removed from terminal and lateral pres- 
sure areas and from any. possibility of fecal 
contamination before wound-healing is com- 
plete. The semioval incision has the advantage 
of eliminating the “handle” of the racquet, 
which, if carried too far, may easily invade a 
pressure area under the pelvic corset of the 
prosthesis. For this reason, it would seem to be 
the incision of choice for the use of the Cana- 
dian-type hip-disarticulation prosthesis, as may 
be seen from Figure 11, page 37. This prosthe- 
sis is, however, very adaptable and can easily 
be modified ta accommodate a larger or smaller 
amount of soft tissues (even dog-ears). Bony 
prominences are not necessary to anchor it. 
If the wound has healed by first intention, it is 
no longer critical whether the scar lies under a 
pressure area. 

For further information on the modern 
technique of hip disarticulation, the reader is 
referred to Slocum’s procedure, which is de- 
tailed on pages 242-244 of his work, An Ailas 
of Amputations (51). The muscles are sectioned 
in the avascular areas close to their tendinous 
origins or insertions. Some additional pre- 
cautions against shock, as already discussed, 
may be found desirable in certain cases. For 
cases in which involvement or suspected in- 
volvement of the inguinal nodes necessitates 
radical groin dissection, Pack and Ehrlich’s 
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standard method (40) can be followed. A 
racquet incision, with the handle of the in- 
verted Y extending proximally, is recom- 
mended for this procedure, which is carried out 
before the hip disarticulation. The only prob- 
lem here is that the large skin flaps, denuded of 
all underlying subcutaneous fat, lymphatic 
tissue, and fascia, are susceptible to necrosis 
and sloughing along their edges. Not much can 
be done about this, since in order to be effective 
the procedure has to be thorough. Since the 
wound does not ordinarily heal by first in- 
tention, the scar, extending as it does well 
above the line of the inguinal ligament, may 
present problems in the fitting of the Ca- 
nadian-type hip-disarticulation prosthesis. 


POSSIBILITY OF SHORT THIGH STUMP 


Most cases of malignancy, as we have seen, 
require radical removal not only of the bone 
but also of as much soft tissue as possible. 
When the amputation follows trauma or dis- 
ease other than cancer, however, the question 
may arise as to whether to disarticulate or to 
leave a very short thigh stump. The improve- 
ment of artificial limbs, as well as of surgical 
techniques, has made it possible to fit above- 
knee amputees of higher and higher amputa- 
tion level with thigh prostheses rather than 
with hip-disarticulation prostheses. In 1930, 
Verrall (66) stated that any stump measuring 
less than 5 in. below the greater trochanter had 
to be fitted with a tilting-table (hip-disarticu- 
lation) prosthesis. In 1949, Slocum stated (5/, 
p. 402) that “When amputation approaches 
the level of the lesser trochanter, the function 
of this [hip] joint is nullified...” and that 
therefore a patient with an amputation at this 
level or higher had to be fitted with some type 
of hip-disarticulation prosthesis. The possi- 
bility of fitting a suction socket depends, how- 
ever, not only on the length of the residual 
bone but also on the volume of the soft tissues 
which provide the seal for holding suction. 
Indeed, in the case of the man with a com- 
pletely boneless stump (cf. p. 14), the soft tis- 
sues alone enabled him to wear a suction- 
socket prosthesis. 

The leverage provided by even a small 
segment of the femur is, of course, a great 
advantage in activating a prosthesis. Tikhonov 








(59) reported interesting experiments to 
lengthen a short residual femur by bone 
grafts. He said that it was not possible to give 
an absolute measurement for the shortest 
thigh stump which could activate a thigh 
prosthesis, since this length depended also on 
the volume of soft tissues, which varied from 
stump to stump. Instead, he gave a formula 
based on the relation of length to circum- 
ference. He also noted that: except for extreme 
cases a stump should measure somewhere be- 
tween 8.5 and 13.5 cm. (3.3 and 5.3 in.) from 
the perineum in order to allow for piston 
action of 2 to 3 cm. (about an inch) yet still 
permit the prosthesis to be moved in any 
direction. For the patient with other handicaps 
in addition to the very short thigh stump (such 
as amputation of the contralateral extremity 
or an upper-extremity amputation), Tikhonov 
and his co-workers recommended that surgical 
lengthening of the short stump be considered 
as a means of increasing the patient’s ability to 
get about. 

Tikhonov reported on the lengthening of 
three short thigh stumps by from 3 to 6 cm. 
(1.2 to 2.4 in.). A homoplastic graft, taken 
from the diaphysis of the fibula, was inserted 
into the medullary canal of the femur. After a 
maximum period of observation of 10 months, 
he reported that bony union had already been 
achieved in two of the lengthened stumps and 
that these were providing satisfactory addi- 
tional leverage for activating a prosthesis. 


POSSIBLE SYSTEMIC EFFECTS OF 
Major Loss or Limp 


As more patients have survived these drastic 
operations and have become subjects for re- 
habilitation, increasing attention has been paid 
to the possible medical consequences of the loss 
of so large a part of the body. The entire limb 
can now be removed without great risk of 
operative death, the patient can be fitted 
successfully with a prosthesis, and appropriate 
attention can be given to his psychological and 
vocational readjustment. Then this question 
arises: What is the medical outlook for such a 
patient? The same kind of question has been 
raised in regard to many diseases and dis- 
abilities to which corrective measures have 
been applied. Frequently, all of the medical 
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consequences of a selected course of therapy 
cannot be foreseen. The physician asks him- 
self: Am I doing the right thing? Will the 
radiation therapy that appears so beneficial 
now give rise to untold medical harm later? 

In the recent literature of several European 
countries, there have been raised questions 
about possible systemic aftereffects of major 
amputation which could hold much significance 
for the rehabilitation of amputees. The answers 
have proved difficult. Many of the opinions 
expressed have been supported only by clinical 
impressions or by studies lacking in desirable 
controls. Many have been accompanied by 
enthusiastic but untested hypotheses. It ap- 
pears that, before this mass of information can 
be evaluated properly and before definitive 
answers can be obtained, the questions may 
need to be rephrased and made the subject of 
carefully controlled studies. 

In their examinations of amputees, many 
physicians have observed signs and symptoms 
and have obtained in clinical tests results 
which have led them to suspect that amputa- 
tion is followed by an increased incidence of 
systemic disease. The review of published ob- 
servations made by Schulze in Germany in 
1942 shows that major limb amputations had 
at that time already been thought capable of 
leading to a rather startling list of disorders, 
including obesity, abnormally increased per- 
spiration, arteriosclerosis, enlargement of the 
heart, damage to the heart muscle, hyperten- 
sion, pulmonary tuberculosis, aggravation of 
bronchial asthma, various disturbances of the 
digestive system, kidney disease, deformities 
of the healthy leg and foot, joint deformities, 
and worsening of varicose veins (48, pp. 72-73). 
Some of these conditions are more likely to 
occur after major amputation than are others. 
Aside from further changes in the musculo- 
skeletal system, the most frequently claimed 
effects have been cardiovascular disease— 
especially hypertension—and changes in the 
regulation of body heat—in particular, exces- 
sive perspiration. German authors have ad- 
vanced hypotheses to explain the development 
of these clinically observed phenomena. 

Sturm appears to have been interested in 
these problems since 1940 and has published 
recently, with two colleagues (57), a report of 
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detailed clinical studies on 150 amputees. Of 
these patients, 130 were at Bad Nenndorf for 
a “cure.”” Medical histories were elicited from 
them by means of a questionnaire and were 
amended through interview and examination. 
In addition, various tests of cardiovascular 
function were made, with amputees appropri- 
ately grouped, in order to show that the inci- 
dence of cardiovascular abnormalities increases 
with the length of time since amputation. In 
an earlier paper, Sturm (56) described a syn- 
drome characteristic of a few patients with 
long-standing amputations of the thigh and 
with a history of severe suppuration of the 
stump. Examination of such a patient showed 
a pale angiospastic face, a definite lability of 
pulse rate and blood pressure, marked dermog- 
raphism, increased reflex activity, fine tremor 
of the hands, moist skin, and increased luster 
of the sclera. Most of Sturm’s observations 
were offered in support of his hypothesis that 
“vegetative regulatory disturbances” in am- 
putees result from chronic hypothalamic irrita- 
tion, which in turn arises (by a stated neuro- 
physiological mechanism) from prolonged 
infection, pain, and vasoconstriction of vessels 
of the stump. 

Schneider (46), who observed an increase of 
systolic pressure to over 140 mm. Hg in 20 per- 
cent, and of diastolic pressure to over 100 mm. 
Hg in 5 percent, of 67 amputees, developed 
Sturm’s thesis further. He hypothesized that 
pain (triggered by a neuroma, long-lasting 
suppuration, deep-tissue scars, or even the 
pressure of the prosthesis) could, in consti- 
tutionally predisposed patients, excite the 
central sympathetic area of the hypothalamus 
and eventually create a central! lesion with 
resulting hypertonia. Schneider also pointed 
out that the role of psychosomatic factors 
should not be underestimated. The frustration 
and resulting emotional conflicts experienced 
by amputees who were attempting to compete 
with normal individuals could contribute to an 
early development of essential hypertension. 

Another hypothesis concerns the heat-regu- 
lating mechanism of the body and the changes 
which result in it from the loss of a leg. Exces- 
sive perspiration in high-thigh and _ hip- 
disarticulation amputees has been frequently 
observed on a clinical basis. Schréder (47) com- 


mented on the role played by the extremities 
in the cooling system of the body in providing 
arteriovenous shunts to direct the flow of blood 
into deep or superficial vessels as needed and 
in providing a large surface area for evapora- 
tion. To him, the loss of a whole lower ex- 
tremity would appear to mean the loss of a 
valuable part of the cooling system at the same 
time that extra demands on energy are being 
made, with resulting excessive production of 
heat. Such phenomena would indicate an un- 
usual burden on the circulatory system. 

These views have excited interest and 
aroused controversy. Although clinicians may 
observe in amputees pathological conditions 
which strongly suggest themselves to be the 
aftereffects of amputation, analyses of govern- 
ment health records, and clinical studies based 
on them, have failed thus far to confirm these 
observations in amputees as compared with 
equivalent nonamputee populations. 

The difficulties of assessing the aftereffects 
of amputation are well reflected in the reports, 
annotated in Lancet (16,38), of the committee 
of the Ministry of Pensions in England which 
in 1950 was asked to find whether amputation 
of a limb, and subsequent wearing of a prosthe- 
sis, could initiate or aggravate cardiovascular 
disorder and whether such amputation re- 
duces the expectation of life. The interim re- 
port of this committee in 1951, termed “‘some- 
what inconclusive,” revealed in living amputee 
pensioners a slight elevation of the mean blood 
pressure but no abnormal incidence of cardio- 
vascular disease. A more detailed study of 
death certificates suggested, although not to 
the point of statistical significance, that pa- 
tients with leg amputations died earlier, and 
more commonly from cardiovascular disease, 
than comparable pensioners with leg wounds 
not requiring amputation. The majority report 
of the committee in 1953 introduced a new 
factor—calling for further committee investiga- 
tion—by suggesting that men who have 
suffered major sepsis, with or without amputa- 
tion, have a higher late incidence of cardio- 
vascular disease and an earlier average death. 
The committee then arranged for the medical 
examination of 5500 pensioners, of whom 4500 
were to be amputees and 1000 were to be con- 
trols, but unfortunately so many of this sample 
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“failed to attend” that no firm conclusions 
could be drawn. In 1955, however, the com- 
mittee, after reviewing all of its evidence, 
made the following statement (38): 


Limb amputations, and the subsequent wearing of a 
prosthesis do not, in time, produce effects on the body 
as a whole which may initiate, or aggravate, cardio- 
vascular disorders to any significant extent. There is no 
material difference between the mortality rates of 
amputees, by reason of amputation, and that of the 
corresponding rates for pensioners who have suffered 
wounds not leading to amputation. Such excess as 
there is in both classes over that in the general popula- 
tion is quite small. 


For the German regional government of 
Schleswig-Holstein, Meyeringh and Stefani 
(35) sought to determine the incidence of 
hypertension in 794 above-knee amputees. 
They found a resting systolic blood pressure of 
over 150 mm. Hg in 9 percent, which they 
compared with an incidence of over 10 percent 
in the “average German population.” 

In reviewing the articles pertinent to this 
controversy, one begins to suspect that a single 
careful distinction might do much to resolve it. 
This distinction would be between (a) asserting 
that systemic disease does occur in amputees 
and is due at least in part to the fact of ampu- 
tation and (b) asserting that systemic disease 
occurs more frequently in amputees than in 
other persons. Conceivably, the same person 
who develops high blood pressure owing to 
physiological stresses imposed by amputation 
could also have developed high blood pressure 
for different reasons of physiological stress had 
he retained his leg. Whereas this explanation 
would seem too simple, it is not too difficult 
to imagine a complex of factors at work that 
could mask from certain types of statistical 
examination a true relation between amputa- 
tion and subsequent disease. 

It would seem a pity should too much energy 
be expended in statistical quibble. The question 
of relative incidence of systemic disease in 
amputees and in normals is an important 
question for practical reasons—such as life 
insurance, pensions, and the allotment of re- 
search funds. Of more moment, however, to 
researcher, practitioner, and amputee alike, is 
the question of how and why systemic disease 
develops in amputees and whether it can be 


averted in rehabilitation. Furthermore, far 
from being dispensable, statistical analyses of 
data obtained from groups of amputees and 
from appropriate control groups would be a 
tool valuable to this elucidation. 

Many factors offering clues to the situation 
have been taken into consideration to a greater 
or lesser extent by individual authors—pre- 
disposition to hypertension, prolonged sup- 
puration associated with amputation, differ- 
ence in level of amputation or amount of body 
mass lost, age at amputation, and obesity. 
Owing to the differences—or obscurities—tre- 
garding the selection of subjects, the use of 
controls, and the criteria for systemic disease, 
the results of these authors cannot be compared 
satisfactorily or generalized. The possible im- 
portance of activity or inactivity, the wearing 
of a prosthesis, and the stresses attached to 
home and work environments has hardly be- 
gun to be considered from the medical view- 
point of systemic disease! Investigation into 
the systemic effects of amputation could lead 
to conclusions beneficial not only to amputees 
with hip disarticulations and high thigh am- 
putations but also to amputees with less serious 
disabilities and even to persons suffering from 
other disorders. 


SUMMARY 


Hip disarticulation is a drastic amputation 
used almost exclusively as a last-resort or life- 
saving measure. A review of the medical 
history of the operation during the last 200 
years shows a number of changes. The one 
with the most far-reaching implications has 
been the major shift from operations indicated 
by injury or by disease other than cancer to 
operations indicated by malignant growth. 
Better methods for controlling hemorrhage and 
shock, together with progress in adjunct 
therapy, have reduced operative deaths from 
as high as 91 percent in pre-Civil War military 
cases to none in a recent American series done 
for malignancies. But the postoperative mor- 
tality in cancer cases continues to be extremely 
high (in the aforementioned recent series, 85 
percent within five years of operation). For 
this reason some hip disarticulations, when 
indicated at all for cancer, may well be indi- 
cated much earlier in the course of the disease 
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if the operation is to be therapeutic rather than 
merely palliative. 

The shift in indication has also influenced 
the surgical shaping of the stump to the extent 
that today, in contrast to earlier methods, a 
maximal removal of soft tissues as well as bone 
is considered essential in cases of malignancy. 
In the rarer cases in which the indication for 
operation is trauma or some other type of dis- 
ease, it is advantageous to leave, whenever 
possible, a small segment of the femur and 
additional soft tissues in the stump, thus mak- 
ing possible the use of an above-knee rather 
than a hip-disarticulation prosthesis. With the 
Canadian-type hip-disarticulation prosthesis, 
the shape of the stump is not critical, because 
this device can readily accommodate any 
irregularities of body form. 

Whether disturbances of cardiovascular 
function, or of other functions such as thermo- 
regulation, occur as a result of the loss of so 
large a part of the body is today a controversial 
subject. Although systemic disease has been 
noted frequently in amputees with major loss 
of limb, no controlled studies have demon- 
strated convincingly that the incidence of 
systemic disease is greater in amputees than in 
comparable nonamputees. Similarly, hypothe- 
ses that have been advanced to explain how 
systemic disease develops as a result of ampu- 
tation are interesting but still without sub- 
stantial verification physiologically. This area 
should be an attractive one for further re- 
search. 
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The Evolution of the Canadian-Type 
Hip-Disarticulation Prosthesis 


Nor many people are amputees. Still fewer 
people are prosthetists. Not many amputees 
are hip-disarticulation cases. Hence, not many 
prosthetists are interested in hip-disarticula- 
tion prostheses except when occasion demands. 
That just about sums up the history of hip- 
disarticulation prosthetics. 

A more intensive look at the picture re- 
veals two more or less standard approaches 
to the problem, but usually there are as many 
variations as there are limbshops. The ac- 
companying illustrations (Figs. 1 through 6) 
indicate the practice, if not the principle, of 
conventional fitting, together with some of 
the variants. A study of the principles of 
conventional fitting is even more revealing. 
The guiding one seems to be this: Take one 
standard above-knee leg and build on to it 
until it can be strapped to the amputee. The 
practice certainly bears this out. Even the 
term “‘tilting-table prosthesis” suggests work- 
ing from the leg up to the stump, instead of 
beginning with the amputee, who properly 
should be the focal point in any attempt at 
rehabilitation. 

This back-handed approach to problems is 
not something unique among _limbfitters. 
The plumber is more interested in joining 
pipes than he is in the water requirements 
of a household. The airplane pilot is more 
concerned with the trim of the aircraft than 
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with the comfort of the passengers’ seats. 
The prosthetist’s main interest lies in making 
a leg he can fit on the customer, and in so 
doing he has shown a considerable amount 
of ingenuity. Perhaps had the variations 
not been local in nature, more progress could 
have been made. Many fitters have come 
surprisingly close to the Canadian-type pros- 
thesis, and no doubt others actually envisioned 
the basic principles without achieving the 
mechanical design. 

Generally speaking, the hip-disarticulation 
case has been considered very unfortunate 
when compared with other above-knee cases. 
Perhaps some of this attitude is owing to the 
fact that a great many cases are not of trau- 
matic origin and that therefore the life ex- 
pectancy is short. In any event, the result is 
that the amputee is not encouraged to expect 
much from his prosthesis. The usual complaints 
are mechanical in nature—rattling in the 
joints and the need for frequent repair. Ac- 
cordingly, most innovations in the prostheses 
have been directed toward solving these 
mechanical problems, and more by chance 
than by design functional advantages evolved. 

Conventional hip-disarticulation prostheses 
are usually classified into two main categories, 
the saucer type and the more common tilting- 
table type. 


THE SAUCER-TYPE PROSTHESIS 


The saucer type of prosthesis, shown in 
Figure 1, is essentially a standard above-knee 
leg with a saucer-shaped socket on top of the 
thigh. Suspension is by means of a single-axis 
joint and pelvic band and may include fore 
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and aft straps that pass 
over the shoulder. This type 
is most suitable for short- 
femur amputations because 
adequate stability is diffi- 
cult to achieve without the 
additional bone structure. In 
accord with common practice 
with above-knee legs, the hip 
joint is placed well forward, 
thus providing some measure 
of stability. A lock may or 
may not be used at the hip 
joint. If a lock is used, it is 
of the semiautomatic type. 
A lever is pressed to release 
the lock for sitting, and the 
lock engages automatically 
on full extension. The lock 
provides stability (at some 
loss of function), but it offers 
mechanical difficulties be- 
cause all the loads are fun- 





neled through the relatively Fig. 1. Saucer-type prosthesis for hip disarticulation. 
small joint. 
THE TILTING-TABLE PROSTHESIS support. Figure 2 shows a typical prosthesis. 


A socket, usually of leather, is made to fit the 
stump and attached by a belt around the 
pelvis and often with a strap over the shoulder. 
The socket is articulated on the thigh section 
with a metal joint lateral to 
the acetabulum. Again the 
joint may or may not have a 
semiautomatic lock. Without 
a lock, the wearer has little 
control over the limb, most 
of the stability during the 
stance phase being afforded 
by friction between the socket 
and the thigh section. 
Because it is extremely 
difficult to make a hip joint 
strong enough to bear the 
entire load, contact between 
the socket and the medial 
edge of the thigh section is 
essential in weight-bearing, 
and this expedient is of 
course equally important 
when a lock is used. Figures 
Fig. 2. Tilting-table prosthesis for hip disarticulation, basic design. 3 and 4 illustrate two meth- 


Although not so simple or as light as the 
saucer type, the tilting-table prosthesis is 
more generally used because of the additional 
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ods that have been tried. In Figure 3, a strap is 
fastened to the socket and passed under rollers 
attached near the medial brim of the thigh. 
These rollers also take the downward thrust 
of the socket, and a metal track may be 
attached to the socket for the rollers to bear 
upon. Figure 4 illustrates a dead-center latch 
mechanism. When the hip joint is fully ex- 
tended, the latch flips by dead center and 
secures the socket to the thigh. A hip lock is 
necessary with this arrangement. 














P 


Fig. 3. Variations in tilting-table prostheses: strap- 
and-roller medial support. Left, anterior view; right, 
medial view. ' 


Figure 5 illustrates a fairly common de- 
parture in design. The walking function is 
identical, but the hip joint has been lowered 
to a position beneath the socket where a 
full-width bearing may be made much lighter. 
Because of the position of the joint directly 
below the center of gravity, however, a lock 
must be used. Along with the usual incon- 
veniences and mechanical difficulties, this 
type also has distinct disadvantages in sitting. 
The thigh section is much shorter than normal, 
and the bulk of the joint raises the socket 
about an inch above chair height. 














Fig. 4. Variations in tilting-table prostheses: latch- 
type medial support, cross-sectional view. Above, 
standing; below, sitting. 














Fig. 5. 


Variations in tilting-table prostheses: hip 
joint below socket. Left, anterior view; right, medial 
view. 
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Fig. 6. Variations in tilting-table prostheses: track- 
and-roller joint. Left, anterior view; right, medial 
view. 


Figure 6 shows a rather interesting deviation. 
This design uses a track-and-roller mechanism 
in which the center of rotation is a few inches 
lower and anterior to the acetabulum. The 
actual model seen by the writer was heavy 
and crude in construction so that binding of 
the rollers on the tracks prevented free motion, 
but it is worth noting since in principle it is 
almost identical to the present Canadian 
type, and it seems to be designed with a view 
toward improving function. 


THe U. S. Navy HypraAvutic PROSTHESIS 


At the close of World War II, the U. S. 
Navy designed and fitted an hydraulic pros- 
thesis with the primary purpose of improving 
function. Figure 7 illustrates the main features 
of the device. The very large ball-bearing 
hip joint was made strong enough to bear all 
the weight, thus obtaining a free joint. An 
extension controlled the motion about the 
knee joint. The cylinder in turn was controlled 
by a valve which was either automatically 
or manually actuated. Normal motion about 
the hip joint allowed the piston to move 
slowly, as in an automobile shock absorber, 
and the knee joint was thus permitted to 
flex and extend with some damping. But fast 
rotation about the hip joint (as in stumbling) 
caused the valve to close and thus stabilized 
the knee. The manual control also closed the 


valve and locked the knee in any position. 
There were two disadvantages of this device— 
cost and weight. In addition, the application 
of hydraulics to prosthetics usually introduces 
problems of noise, leakage, and occasional 
erratic behavior. 


THE INFLUENCE OF MATERIALS 


A review of prosthetics practice in the hip- 
disarticulation case would be incomplete 
without reference to materials. The shank 
and thigh members are usually of wood 
covered with rawhide as in standard above- 
knee legs, but because of the saving in weight 
aluminum-alloy members are preferable when 
available. Steel is the almost exclusive medium 
for hip joints and locks, but in the Navy 
hydraulic prosthesis aluminum alloy was 
used to save weight. Sockets are usually made 
of two layers of leather, with Celastic core for 
stiffness. Aluminum alloy and monel (an 
alloy of copper and nickel) have been quite 
successful. They are usually lighter, more 
sanitary, and easier to attach to the joints. 
Plastic laminates are light, strong, sanitary, 
and easily molded to complex shapes, and it 
is not surprising to find them successfully used 
in hip-disarticulation sockets. It was the ease 
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Fig. 7. Navy hydraulic prosthesis for hip disarticu- 
lation, schematic. 
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of fabrication that made possible the plastic 
socket with the wrap-around pelvic band 
(page 33). 

Generally speaking, the materials and the 
mechanical designs were chosen with a view 
toward solving the mechanical problems, 
and it was with this thought in mind that 
design study was begun at Sunnybrook Hos- 
pital in Toronto. The highlights of this study 
are worth noting as an illustration of how an 
indirect approach to a problem can achieve 
results. 

CANADIAN DESIGN 


EVOLUTION OF THE 


The primary objective at Sunnybrook was to 
construct a hip-disarticulation prosthesis that 
would avoid the stress concentrations in 
conventional locks and to provide a simple 
method for releasing the locks. The first 
experimental prosthesis employed a four-link 
mechanism, as shown in Figure 8. The links 
were about 4 in. wide to provide adequate 
lateral strength. The socket was plastic and 
the thigh section aluminum alloy. It was 
intended that a posterior strap be used to lock 
the leg in full extension, but initial trials 
indicated adequate stability without a lock 
owing to the fact that at or near full extension 
the effective hip center was well forward of 
the center of gravity and because the posterior 
brim of the thigh prevented hyperextension. 
In order to achieve simplicity in assembly 
and to increase mechanical rigidity, the 
forward link was lengthened and made strong 
enough to support all the main loads (Fig. 9). 
The rear link thus acted only as a guide and 
could be made light and adjustable. 

One difficulty remained—there was a 
chopping action between the top of the thigh 
and the socket such that serious pinching 
could result. Owing to the geometry of the 
linkage system, the gap between the thigh 
and the socket was present whenever the 
thigh was neither fully flexed nor fully ex- 
tended. 

The next step in the evolution was to ex- 
tend the front link to include the knee joint 
and to replace the rear link with a simple 
rubber stop to prevent hyperextension. This 
final configuration, shown in Figure 10, per- 
mitted the use of a single broad joint without 





Fig. 8. Steps in the evolution of the Canadian-type 
hip-disarticulation prosthesis: four-link mechanism. 


locks. At first it was felt that the position of 
the stop would be critical, and accordingly 
the first unit included a stop that could easily 
be adjusted by the amputee. It was soon 
found that this feature was not critical and 





Fig. 9. Steps in the evolution of the Canadian-type 


hip-disarticulation modified _four-link 


mechanism. 


prosthesis: 
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Fig. 10. Steps in the evolution of the Canadian-type 
hip-disarticulation prosthesis: final design. 


that initial adjustment by shimming or 
grinding was adequate. The most apparent 
difficulty was the tendency for too long and 
too slow a stride, and thus the elastic webbing 
was added to restrain hip flexion. Cosmetic 
appearance was improved by a floating thigh 
cover (Fig. 11) made of horsehide and at- 
tached to the socket only. A foam-rubber 





Fig. 11. Steps in the evolution of the Canadian-type 
hip-disarticulation prosthesis: floating thigh cover for 
cosmesis. 


liner was glued to the horsehide to give it 
stiffness. 

Apart from the mechanical simplicity of the 
new prosthesis, functional advantages soon 
became apparent. Little effort was required 
in the swing phase, and a full stride was easily 
obtained. Previously, with a locked hip joint, 
hip flexion was simulated either by pelvic 
rotation or by motion of the socket on the 
stump. The resultant gait was usually jerky 
and tiring, although some amputees had 
learned to walk surprisingly well. Since the 
amputee is actually “sitting” in the socket, 
complaints of discomfort were not common, 
but obtaining adequate security in the socket 
was a different matter. 

Too seldom have the bony prominences of 
the ilium been used for secure fitting. Usually 
a broad, leather pelvic belt, as in Figure 2, 
was used for lateral support and a shoulder 
strap was added tc prevent the socket from 
dropping down during the swing phase. The 
excessive weight of many prostlieses necessi- 
tated the shoulder strap. The ischial seat is 
nearly always available for direct weight- 
bearing, and the areas for taking pressure 
elsewhere are large. If the socket is extended 
in the form of a band across the back of the 
pelvis and around to the opposite iliac crest, 
then three points of the innominate bones are 
firmly gripped, as shown in Figure 12. Since 





Fig. 12. Anterior view of socket-waistband showing 
three points where the skeletal structure is firmly 
gripped. 
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these three points are well spaced, excellent 
lateral stability is obtained. It is undesirable 
to have the socket extend above the iliac 
crests since doing so causes restriction and 
discomfort. Adequate vertical support can be 
obtained by ensuring a close fit in the area 
between the crests and the anterior-superior 
spine of each ilium. 


CONCLUSION 


The Canadian-type prosthesis has been 
fitted to many amputees at various centers 
and over a period of several years. Stability 
with the free hip and knee joints is adequate 
if correct alignment is attained and if some 
gait training is provided. In a fall, the pros- 
thesis is usually safer, since the joints collapse 
and prevent vaulting. One amputee has sus- 
tained several falls without injury to himself 
or the prosthesis. There are, however, several 


improvements possible in walking char- 
acteristics of the prosthesis. The elastic check- 
strap prevents excessive hip flexion, but 
some means should be provided for cadence 
control. Without restraining forces at the 
knee and hip, the leg tends to walk at its 
own pace as determined by its pendulum 
properties. Correctly applied friction or 
hydraulic devices could enhance the swing 
characteristics so that various speeds and 
strides could easily be attained. Furthermore, 
stability at the knee joint depends upon 
hyperextension. This means that knee flexion 
requires effort. A knee which would provide 
adequate stability at heel contact and yet 
flex easily when required would offer a big 
advantage. No doubt several years hence 
the present device will seem crude and clumsy; 
in the meantime it provides a light, strong, 
and relatively efficient prosthesis. 











The Biomechanics of the Canadian-Type 
Hip-Disarticulation Prosthesis 


| ae of a rational procedure for 
the proper fitting of a leg prosthesis to an 
amputee at amy level of amputation requires 
careful consideration of many factors. The 
process of evolution of a new and satisfactory 
method of fitting of prostheses has generally 
been a lengthy one involving trials on amputees 
by a number of experimenters over a period of 
many years. Recently, both in the United 
States and in foreign countries this process 
has been accelerated through the efforts of 
research teams, which through a combination 
of the skills of personnel from the fields of 
medicine, prosthetics, and engineering have 
attempted to solve problems in a more logical, 
scientific manner. The Canadian-type hip- 
disarticulation prosthesis is an_ excellent 
example of an improved device that has 
resulted from the efforts of organized re- 
search in limb prosthetics. 

In a technical discussion of the principles of 
fitting of any prosthesis, it is often convenient 
first to describe the biomechanics involved, 
the term “biomechanics” referring both to 
the residual functional anatomy and to the 
mechanical implications of wearing a pros- 
thesis applied to the stump. The biomechanical 
analysis establishes the pattern of force trans- 


1A contribution from the Biomechanics Labor- 
atory, University of California, San Francisco and 
Berkeley, aided by U. S. Veterans Administration 
Contract VAm-23110 and by U. S. Public Health 
Service Grant RG-4856(C). 

2 Associate Professor of Engineering Design, Uni- 
versity of California, Berkeley; member, Committee on 
Prosthetics Research and Development, PRB, NRC. 
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mission between the prosthesis and the stump. 
Once the force pattern is known, physiological 
and anatomical factors must be considered in 
determining whether or not the proposed 
areas of force transmission are pressure- 
sensitive or unsatisfactory for other reasons. 
If there are no physiological contraindications, 
it then becomes the responsibility of the pros- 
thetist to fit and align the prosthesis in a 
functional and comfortable manner as dictated 
by the biomechanical and physiological re- 
quirements. Comfort is generally achieved by a 
distribution of any individual contact force 
over an area of the socket large enough to 
reduce the pressure on the stump to a tolerable 
magnitude. 

The biomechanical analysis of the Canadian- 
type hip-disarticulation prosthesis can be 
divided conveniently into two parts: first, an 
evaluation of the stump-socket forces required 
to support the torso in the stance phase and, 
second, a review of the dynamic behavior of 
the combined amputee and his prosthesis in 
level walking. 


PRINCIPLES OF MECHANICS 
FORCE 


A “force” is the physical action of one body 
upon a second body which tends to change its 
position in space (Fig. 1). In interpreting the 
diagrams to follow, it will be necessary to 
consider the concept of force as a vector 
quantity. Force vectors, for example that 
shown in Figure 2, must be specified by mag- 
nitude (indicated by length of a particular 
force arrow), sense or direction (indicated by 
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Fig. 1. “Force” defined. A 
“force” is the physical action of 
one body upon a second body. It 
may be either a push (compres- 
sion) or a pull (tension). 





the arrow head), and the line of ac- 
tion (indicated by location of the 
shaft of the arrow). 


PRESSURE 


“Pressure” is a measure of the dis- 
tribution of force over an area. Since 
pressure is defined as force per unit 
area, it is calculated by dividing the 
force by the area over which it acts. 
This would give an “average” pressure. 
Pressure is seldom uniform, and its 
variation is often indicated by a series 
of pressure vectors such as shown by 
the smaller arrows in Figure 3. Where 
both force and pressure vectors are shown on 
the same diagram, the force vector indicates 
the “resultant,” that is, the sum of the 
effects of the distributed pressures in a par- 
ticular region. 


EQUILIBRIUM 


In force analyses, use is made of two fun- 
damental principles of analytical mechanics: 
the concept of “force equilibrium” and the 
concept of ‘‘moment equilibrium.” 


Force Equilibrium 


The principle of force equilibrium, first 
stated by Newton, can be interpreted in the 
following form: In order for a body to remain 
at rest (fixed, relative to a point in space) 
the vector sum of all forces acting upon it 
must be zero (Fig. 4). 





Fig. 2. The “force vector.” The one shown here represents a 
100-lb. force applied by a “‘second body.” The force acts to the 
right, through point A, along a line inclined 10 deg. from the 
horizontal line A B. The scale factor for this force vector is 100 lb. 
per inch of length. 





Fig. 3. “Pressure” defined. 
supported per unit area. A broad area of support results 
in lower values of average pressure. 


“Pressure” is force 
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Fig. 4. “Force equilibrium” defined. In force equilib- 
rium, the vector sum of all forces is equal to zero. 
The force diagram must form a closed polygon. 


Moment Equilibrium 


A “moment” is the product of a force 
acting through some perpendicular distance 
from a reference point or “moment center.” 
A moment tends to cause a physical body to 












Moment of force F 
about the point O is 


equal to Fxa 
Fxa-Pxb=0 
Fxa=Pxb 
on 
F at? 


Fig. 5. “Moment equilibrium” defined. For moment 
equilibrium, the moments acting about a center of ro- 
tation must be in balance. 


Fig. 6. Free-body diagrams of the individual, 
isolated bodies, with the action of the second body 
represented by a force vector. Note that “action” on 
one body results in a “reaction” on the second. 


rotate. In the simple lever shown in Figure 
5, the force F exerts a moment F X a about 
the point O. In order for the body to have no 
tendency to rotate, the sum of all moments 
acting upon it must be zero, such as when a 
force P on one end of the lever, acting through 
distance 6, balances a similar force F on the 
opposite end, acting through distance a, as in 
Figure 5. 


FREE-BODY DIAGRAMS 


Another useful concept is the “free-body 
diagram” used extensively in engineering 
mechanics. When a system or structure in- 
volves more than one distinct physical body, 
the parts are often shown separately, as in 
Figure 6, and the effect of each mating part is 
accounted for by a vector representing the 
force exerted by it on the part being considered 
as a free body. 


FUNCTIONAL DESCRIPTION OF THE CANADIAN- 
Type Hrp-DISARTICULATION PROSTHESIS 


The functional features of the original 
design of the Canadian-type hip-disarticula- 
tion prosthesis are shown in Figure 7, which is 
reproduced from the Canadian report of 
March 1954. Although there has since been 
minor modification of the methods for fitting 
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Fig. 7. Original! design of the Canadian-type hip-disarticulation prosthesis. From McLaurin (J). 


and alignment of the device, its functional 
features remain unchanged (Fig. 8). They 
include: 


A_ continuous, laminated-plastic socket-waistband. 
The socket-waistband is fitted so as to provide three 
reaction points (points of suspension), as shown in 
Figure 7. The weight-bearing area of the socket is 
constructed of rigid plastic laminate, while the waist- 
band is made flexible to permit easy donning of the 
prosthesis. 

Alignment stability. A unique arrangement of joint 
locations results in improved security against buckling 
of the knee in any normal walking situation, the hip 
joint being located below and forward of the normal 
axis of the hip (Fig. 7). With the hip joint so located, 
the effective length of the leg is the same in both 
standing and sitting. A reference line extended through 
the hip and knee joints passes a minimum of 1 in. be- 
hind the heel, so that as long as the prosthesis bears 


weight the load transmitted between the foot and the 
hip joint always passes ahead of the knee joint, thus 
ensuring knee security. When required, flexion of the 
knee is initiated by contact of the elastic hip bumper 
(attached to the bottom of the socket) with a stop on 
the upper posterior portion of the thigh. As long as the 
hip bumper is not in contact, the knee joint is always 
completely stable. 

Full-width hip joint. The full-width hip joint allows a 
much stronger connection between socket and thigh. 
The hip joint is similar to a prosthetic knee joint and is 
highly effective in resisting lateral bending at the con- 
nection between socket and thigh piece. 

Hip-joint motion. In level walking, the hip joint 
allows approximately 15 deg. of relative motion between 
socket and thigh. The amount of motion is limited by 
the hip-flexion control strap (shown as “elastic band” 
in Figure 7). This arrangement allows the leg to assume 
a natural inclination at heel contact without backward 
tilting of the pelvis. 
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FUNCTIONAL SEQUENCE IN USE OF THE 
PROSTHESIS 


The manner in which the amputee walks 
on the prosthesis can be described by dividing 
the stance phase of walking into three parts: 
heel -contact, mid-stance (roll-over), and 
push-off. 


Heel Contact 


As the leg swings forward preparatory to 
heel contact, the hip-flexion control strap 
limits the free hip-joint motion to approxi- 
mately 15 deg. This hip-joint motion, in 
combination with a slight pelvic motion, 
allows the leg to assume a natural backward 
inclination as the heel makes contact. The 
amputee moves forward over the prosthesis, 
and the heel is planted on the floor without 
hesitation. The weight-bearing prosthesis is 
extremely stable owing to the alignment of the 
hip, knee, and ankle joints, and the objective 
is to attain knee security by having an ap- 
preciable amount of force transmitted through 
the prosthesis at the instant of heel contact. 
Where additional security is desired, the 
amputee leans forward slightly at the time of 
heel contact. Doing so results in an increased 
tension in the hip-flexion control strap, which 
helps to hold the knee in full extension. 


Mid-Stance (Roll-Over) 


As the amputee rolls over the extended 
prosthesis during the mid-portion of the 
stance phase, knee security is increased as 
the weight-bearing line moves forward toward 
the ball of the foot. Hip-joint motion causes 
the hip-flexion control strap to relax, and the 
amputee rides forward with the socket balanced 
on the free hip joint. Pelvic stability is main- 
tained by the momentum of the torso. 


Push-Off (Start of Knee Flexion) 


At the end of the stance phase, the prosthesis 
must be propelled forward into the swing 
phase. The amputee using a tilting-table 
prosthesis does this by a lifting and internal 





5 The foot should not swing up and then snap back 
into contact with the floor. 


rotation of the pelvis 
on the side of the 
amputation. A nor- 
mal individual 
achieves knee flexion 
at the time of push- 
off by combined hip 
and ankle action. 
The amputee using 
the Canadian-type 
hip - disarticulation 
prosthesis initiates 
flexion by a method 
somewhat similar to 
that used by an 
above-knee amputee 
wearing a _ suction 
socket. As the pros- 
thesis inclines for- 
ward with the weight 
borne through the 
ball of the foot, the 
angle of hip flexion 
is reduced until con- 
tact is made be- 
tween the elastic 
bumper system at 
the rear of the hip 
joint. As the socket 
continues to pro- 
gress forward in a 
straight line (with- 
out pelvic rotation), 
continued forward 
inclination of the 
thigh causes an increase in the compression 
in the bumper system. The moment thus 
developed about the hip joint eventually 
disturbs the knee stability and causes the 
knee to flex forward into the swing phase. 
By proper adjustment of the stiffness and 
point of contact of the hip-bumper system, a 
very natural knee flexion at the time of push- 
off can be achieved. The amputee should 
never lift the pelvis and swing the leg forward 
by internal pelvic rotation. Rather, the 
recommended action is exactly the opposite. 
The amputee “sits hard” on the prosthesis in 
order to start the knee flexing. Where more 
rapid knee flexion is desired, a slight backward 








Fig. 8. The Canadian-type 
hip-disarticulation prosthe- 
sis as modified at the Univer- 
sity of California (Berkeley). 
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rotation of the socket to increase the compres- 
sion of the hip bumper will propel the pros- 
thesis forward forcibly. If weight is transferred 
to the natural leg simultaneously, there should 
be no feeling of insecurity at this time. 


ACTION OF THE SOCKET IN LATERAL SUPPORT 
OF THE TORSO 


Foot Position 

Figure 9, a series of free-body diagrams, 
shows, as viewed from the front, the rather 
simple force system which is acting when an 
amputee is walking on a Canadian-type hip- 
disarticulation prosthesis, the situation de- 
picted being the period of mid-stance on the 

















prosthesis when mediolateral dynamic effects 
are negligible. Figure 9A shows the system 
of externally applied forces acting on the 
prosthesis alone. Figure 9B shows the forces 
acting on the combination of the amputee 
and the prosthesis.‘ Figure 9C shows the 
external force system acting on the amputee 
considered as an isolated free body. 

Figure 9B involves the simplest force 
system and is therefore discussed first. Two 

‘In Figure 9B, contact forces between stump and 
socket are internal forces which cancel out when the 
combined system of amputee and prosthesis is con- 
sidered. 
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Fig. 9. Mediolateral force diagram of the Canadian-type hip-disarticulation prosthesis. A, Forces acting on 
the prosthesis (exerted by floor and stump); B, forces acting on combination of amputee and prosthesis (exerted 
by floor and gravity); C, forces acting on amputee (exerted by prosthesis and gravity). 
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forces are involved—the supporting floor 
reaction and the downward force of the body 
weight. The vertical component of the floor 
reaction is equal in magnitude to the downward 
force and hence just balances the body weight. 
The body can therefore be assumed to be in 
force equilibrium in the vertical direction. 
But the floor reaction, being inclined generally 
inward, has an inward component along the 
floor, which means that the entire body is 
being accelerated toward the sound side. 
This acceleration would result in a change 
in direction of motion of the torso, that is, 
in a movement toward the amputee’s normal 
side. Such mediolateral oscillating motion 
of the body as a whole is characteristic of 
normal subjects as well as of amputees. To 
maintain mediolateral motion within normal 
limits in the amputee, the inclination of the 
floor reaction to the plane of progression must 
be minimized, and the hip-disarticulation 
prosthesis is therefore aligned to give a narrow 
walking base. Experience has shown that the 
walking base should be less than 4 in. from 
heel center to heel center. 


Stump-Socket Forces as Viewed from the Front 


The consideration of forces acting on the 
stump, which result in part from the require- 
ment of a narrow walking base, is more com- 
plicated. As can be seen in Figure 9C, four 
forces act on the combined stump and torso 
of the hip-disarticulation amputee—the down- 
ward force of the body weight acting through 
the center of gravity, the distributed vertical 
support pressures acting upward on the ischial- 
gluteal region, and distributed socket pressure 
between stump and socket-waistband acting 
on both normal and amputated sides. A single 
force vector is used when necessary to ap- 
proximate the effects of the actual pressure 
distribution. 

Figure 9A shows the forces acting on the 
prosthesis considered as an isolated free body. 
It is to be noted that the body weight, that 
is, the effect of the downward pull of gravity, 
does not act on the socket per se. The effect 
of the body weight is made apparent by the 
opposite reaction (acting downward) of the 
vertically upward ischial-gluteal support seen 
acting on the stump-torso in Figure 9C. 


If the body weight and ischial-gluteal sup- 
port forces were the only two forces acting on 
the torso, the body would have a tendency to 
rotate about the point of support and to drop 
toward the unsupported normal side. This 
tendency is counteracted by the moment of 
the couple formed by the two mediolateral 
forces H and S. For moment equilibrium, 
taking the summation of moments about 
point 2 equal to zero, W X 6 = H X a. Or, 


H=_!wW. 
a 


Thus the magnitude of the reaction against 
the normal hip, or the tension in the waist- 
band, or both, can be reduced by increasing 
the distance a. Moving the concentration of 
lateral forces on the stump to a lower level by 
alteration of fit is practical only within cer- 
tain limits. Too low a position would result 
in shear forces along the bottom of the stump 
and in considerable relative motion between 
stump and socket. It is also apparent that, 
owing to the limitations on increasing dimen- 
sion a, the lateral forces H and S are of the 
same order of magnitude as the vertical forces 
W and J, since dimensions a and 6 would be 
approximately equal. 


Stump-Socket Forces as Viewed from the Side 


Figure 10 shows the pattern of forces acting 
on the amputee and/or his prosthesis as viewed 
from the side during level walking. Figure 
10A indicates the force system acting on the 
prosthesis isolated as a free body at heel 
contact. Figure 10B shows the forces exerted 
by the socket on the stump-torso, plus the 
action of the body weight, during the three 
major divisions of the stance phase in level 
walking—heel contact, mid-stance, and push- 
off. Figure 10C is a free-body diagram of the 
isolated prosthesis at push-off. Again the use 
of free-body diagrams allows a clear distinction 
between forces acting on the amputee and 
forces acting on the prosthesis. 

At the time of heel contact on the prosthesis, 
the normal leg is completing push-off. The 
force acting on the normal foot is then trans- 
mitted through the normal leg to the pelvis. 
This thrust of the normal leg is shown in 
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Fig. 10. Anteroposterior force diagram of the Canadian-type hip-disarticulation prosthesis. 





C 


A, Forces acting 


on prosthesis at heel contact; B, forces acting on stump at heel contact, mid-stance, and push-off; C, forces acting 


on prosthesis at push-off. 


Figure 10B acting on the normal side of the 
pelvis. Shown in addition to the force from 
the normal leg are the force of body weight 
and the distal, posterodistal, and anteroproxi- 
mal stump-socket forces. The floor-reaction 
force is not transmitted directly to the stump 
but results in the system of stump-socket 
forces shown acting on the socket in Figures 
10A and 10C. For example, the isolated pros- 
thesis must be in equilibrium under the action 
of stump contact forces plus the floor reaction. 
The same system of stump contact forces 
react to appear as forces applied in the opposite 
sense in the diagrams of Figure 10B. Because 
of the offset lever arm between body weight 
and the line of vertical support through the 
ischium, as shown in Figure 10B, a counter- 


acting stabilizing force is required in the 
anteroproximal region. The thrust of the 
normal leg tends to increase the unbalanced 
moment about the distal point of support and 
hence to increase the need for anteroproximal 
counterpressure in the inguinal region. 

In the mid-stance phase, the normal leg is 
off the floor, and the four forces shown in the 
middle diagram of Figure 10B are acting. 
The anteroproximal pressure on the stump is 
reduced as compared to that existing in the 
heel-contact phase. This circumstance indi- 
cates that errors in fitting would be more 
noticeable at the time of heel contact than 
in the succeeding mid-stance phase. If the 
dynamic effects of acceleration are ignored, 
two forces are acting on the combined amputee 
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and prosthesis during the mid-stance phase— 
the body weight and the upward floor-reaction 
force on the sole of the foot. This situation 
prevails until the normal foot again contacts 
the floor ahead of the prosthesis. 

At about the same time that the normal 
foot strikes the floor, the hip-bumper system 
in the prosthesis makes contact and tends to 
flex the knee forward. During this push-off 
phase, there is again a thrust on the pelvis 
from the normal leg, this time from the front, 
as shown in Figure 10B. The thrust of the 
normal leg counteracts the offset body weight 
and further reduces the need for anteroproxi- 
mal support from the socket. This feature 
gives the amputee a greater degree of per- 
ceptive control of the prosthetic knee, since 
the stump-socket forces are reduced and the 
effects of the hip-bumper force acting on the 
bottom of the socket are therefore more readily 
distinguishable. With a properly adjusted 
hip-bumper system, the amputee is able to 
exercise a more than adequate control and 
timing of knee flexion even though some of the 
body weight is still being carried by the pros- 
thesis at this time. 

Owing to the ever-changing nature of the 
stump-socket force system as viewed from 
the side, it is necessary to fit the distal portion 
of the socket snugly in the posterior region in 
order to prevent relative motion between 
stump and socket in the more highly stressed 
areas of vertical support under the ischial 
tuberosity. 


SURGICAL IMPLICATIONS 


Figures 11A and 11B show front and side 
views of a typical hip-disarticulation stump. 
Cross-hatching on the surface of the stump 
indicates those areas where biomechanical 
analysis shows a functional need for sup- 
porting or stabilizing contact pressure be- 
tween stump and socket. Clearly indicated are 
those areas where surgical incisions should be 
avoided, in particular the ischial-gluteal, 
inguinal, and lateral-distal areas. The in- 
cision and resultant scar should be located 
along the anterodistal portion of the stump, 
as shown in Figure 11A. This area is not re- 
quired to tolerate localized pressure and is 
generally relieved during the fitting process 


in order to avoid pressure-sensitive areas 
over bony prominences in the pubic region. 


IMPLICATIONS FOR FITTING 


Biomechanical force analysis shows certain 
regions over the stump where particular 
attention must be paid to socket fit. They 
include the ischial-gluteal, inguinal, and 
waistband contact areas. 

In the ischial-gluteal area, functional pres- 
sures must be developed on a bony promi- 
nence and a neighboring area of atrophied 
gluteal musculature. This requirement calls 
for careful location and fitting of the bony 
prominence of the tuberosity. In order to 
develop pressure on the soft tissues, con- 
siderable modification of the cast is required. 
This displaces the soft tissues upward in the 
socket, and the necessary functional contact 
pressure is achieved. The pressure in the gluteal 
area is an absolute necessity in order to stabilize 
the distal end of the stump on the bottom of 
the socket. Otherwise chafing due to shearing 
motions between stump and socket will result. 

The inguinal region must provide a major 
contribution to the anteroposterior stabili- 
zation of the torso. An inaccurate fit in this 
region will result in concentration of pressure 
at a lower level in the generally sensitive 
pubic areas. The soft tissues of the inguinal 
and abdominal areas must be displaced inward 
if the proper functional stump-socket pressure 
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Fig. 11.: Typical dynamic pressure distribution on 
the hip-disarticulation stump when wearing the 
Canadian-type hip-disarticulation prosthesis. 
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is to be achieved. This is most easily accom- 
plished by wrapping the cast in this region 
while the patient is supine. 

The mediolateral force which must be 
transmitted by the waistband extending 
around the normal hip approaches the body 
weight in magnitude. The waistband must be 
fitted very carefully to avoid local concen- 
tration of pressure on bony prominences. 


TRAINING IMPLICATIONS 


Training a hip-disarticulation amputee to 
walk on a properly fitted, aligned, and adjusted 
Canadian-type prosthesis is not a difficult or 
time-consuming process. If the therapist is 
thoroughly acquainted with the functional 
principles of the prosthesis and with the 
methods of fitting and adjustment, a well- 
coordinated amputee should walk unaided, 
without a cane, after less than 10 hours of 
training. Proper adjustment of the hip bumper, 
hip-flexion control strap, and ankle-foot 
characteristics is absolutely essential for 
efficient use of the prosthesis. For this reason, 
therapist and prosthetist should work to- 
gether during the initial training sessions. 

Particular points which should be stressed 
by the therapist in working with the amputee 
are: 


heel contact. phasize the necessity for a confident 
placing of the prosthetic heel and simultaneous weight- 
bearing. Show that the knee stability will increase in 
i rtion to the amount of force transmitted 
by the prgsthesis. 

2. Shéw the action of the three-point mediolateral 
support of the torso. Do not allow the amputee to bend 
his trunk over the prosthesis. If painful pressure de- 
velops over a bony prominence, have the prosthetist 
provide relief or padding. 

3. Place considerable emphasis on the timing and use 
of the pelvis to propel the prosthetic knee forward. 
Remember that the amputee “sits” to flex the knee 
while the prosthesis continues to bear a portion of the 
body weight. The amputee should not lift the prosthesis 
off the floor and then propel it forward by internal 
rotation of the pelvis. 


1.. Develop —— in the stability of the knee at 






SUMMARY 


A biomechanical analysis is presented for 
the forces involved when an amputee stands 
and walks with a Canadian-type hip-disarticu- 
lation prosthesis. The results of the analysis are 
applied to the specialized topics of stump 
surgery, socket fitting, and training of the 
amputee. 
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Construction and Fitting of the Canadian- 
Type Hip-Disarticulation Prosthesis 


‘a hip disarticulation connotes removal 
of the femur at the acetabulum. But loosely 
within the hip-disarticulation category a 
residual length of femur, too short to control 
a prosthesis effectively, may be left. A much 
more drastic operation, the hemipelvectomy, 
removes all of the ischium, all of the pubis, 
and most or all of the ilium on the side of the 
amputation. In this discussion, a classical 
and idealized hip-disarticulation amputee is 
considered in outlining a method for making 
the Canadian-type hip-disarticulation pros- 
thesis. Certain adaptations have been found 
suitable for the short-stump above-knee 
amputee and for the hemipelvectomy. 
Consider the remaining functions of the 
hip-disarticulation amputee. The gluteal mus- 
cles have been pulled anterior and fastened at 
the suture line to form a rugged pad which 
supports the body’s weight. Support forces are 
transmitted through this gluteal musculature 
and the ischial tuberosity to the stable pelvic 
base. Movement of the pelvis relative to the 
normal leg permits the amputee to position the 
artificial foot at the beginning of the stance 
phase of walking and aids in flexing the knee 
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at the end of the stance phase and in sitting 
down. Pelvic movement relative to the rest of 
the body enables him to secure balance on and 
to control the prosthesis. The tuberosity on 
the side of the amputation, the iliac crests, 
and the sacrum provide excellent keying 
points for securing the body in the socket. To 
minimize movement between the body and 
the socket for the most efficient transmission 
of forces, the socket must snugly enclose those 
areas providing support, suspension, and 
stabilization and must give relief for any 
sensitive areas or bony prominences. 

The socketmaking technique, as worked out 
by the Prosthetics Research Group at the 
University of California, Berkeley, is described 
in detail in the report by Foort and Radcliffe 
(2). The socket is made by taking a female 
impression of the pelvis with plaster bandage, 
forming it into a check socket and making the 
necessary modifications, making a male model 
from the check socket, and using the model as 
a mold for the plastic-laminate socket to which 
the rest of the prosthesis is attached. 


TAKING THE CAST 


To provide relief pockets for the anterior- 
superior spines, the posterior-superior spines, 
the spinous processes of the vertebral column, 
and any other sensitive areas, patches of 
14-in. skived felt are attached to the body with 
adhesive tape (Fig. 1). To protect the body 
from plaster, a covering of cotton stockinet is 
pulled up over the lower part of the torso and 
extended well beyond the area where the 
socket is to be shaped (Fig. 2). In order to 
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define accurately the 
areas which may re- 
quire modification, 
the iliac crests and 
those areas which 
have been covered 
with felt are marked 
on the stockinet cov- 
ering with indelible 
pencil. A mark 
around the waist, 
marks on the front 
and back mid-lines, 
and a mark extend- 
ing from mid-line to 
mid-line around the 
normal leg at the 
level of the inguinal 
crease will define the 
approximate trim 
lines of the plaster 
cast (Fig. 3). Metal strips may be placed over 
the mid-line marks to facilitate subsequent 
cutting of the wrap cast. 

One way to get a good, snug fit for the socket 
is to take the wrapping of the upper part of 
the pelvis with the subject lying on his back 
on a cast table (Fig. 4, A). This position causes 
the viscera to move upward and backward 
and flattens the abdomen, thus reducing the 
distance from the anterior to the posterior wall 
of the cast and more sharply defining the iliac 
crests (Fig. 4, B and C). The cast of the lower 





Fig. 1. Application of 
skived felt patches over 
pressure-sensitive areas of 
the stump and torso. 





Fig. 2. Stockinet pulled over lower part of the torso 
well above the waist, tied at waist and around proximal 
end of sound thigh. Waist, mid-line, and bony promi- 
nences marked with indelible pencil. 


pelvis is taken as a second step (Fig. 4, D). 
Snug fit is achieved by having the amputee 
bear weight on the stump as the cast hardens 
(Fig. 4, £). Three or four layers of plaster 
bandage are wrapped firmly around the upper 
part of the pelvis (i.e., from about 2 in. above 
the iliac crests to 


just above _ the 

pubic symphysis) i j ‘ 
and then, with ten- d 
sion, diagonally over } 


the iliac crest on the 
amputated side and 
under the crest on 
the normal side 
(Fig. 4, A and B). 
After the wrap is 
complete, a block of 
firm sponge rubber 
2 in. thick is placed 
under the patient’s 
lumbosacral region 
to force the back 
portion of the cast 
against the body 
(Fig. 4, C). By mold- 
ing over the iliac 
crests with the 
hands while the cast 
is setting, and by 
pressing in firmly while the cast hardens, the 
operator obtains good suspension hooks. 

When the upper portion of the cast has set, 
the amputee stands, and the stump area is 
wrapped with plaster bandage. To unite the 
two portions completely, the bandage is 
applied back and forth over the stump with 
several turns around the upper section of the 
cast (Fig. 4, D). While the cast is setting, the 
amputee bears full weight on the sponge- 
rubber pad now placed under the stump area 
(Fig. 4, Z). Weight-bearing at this time keys 
the body within the socket between the 
weight-bearing platform and the suspension 
hook over the iliac crest on the side of the 
amputation. Up-and-down motion of the body 
within the socket is thus minimized. There 
may be some gapping of the cast in the gluteal 
area and lateral to the pubic area, but such 
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Fig. 3. Waist, mid-line, 
and bony prominences 
marked in the rear. 
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Fig. 4. Taking the cast. A, Wrapping the waist- 
band area of the pelvis, patient supine on cast table, 
cast table set apart to facilitate wrapping; B, diagonal 
wrapping for distortion of the cast over the iliac crest 
on the side of the amputation; C, rubber pad under 
patient’s lumbosacral region to give firm fit in that 
area, cast table closed; D, wrapping the stump area, 
a separate operation, patient standing; Z, patient 
“sitting’’ on rubber pad to give weight-bearing im- 
C pression. 
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gapping will be closed with plaster when the 
cast is modified. 

When the cast has set, it is removed from 
the torso by cutting at the approximate mid- 
lines, front and back (Fig. 5). 


THE CHECK PROSTHESIS 


The cast is rejoined, reinforced, split again, 
hinged posteriorly, provided with a buckled 
closure anteriorly, and attached to a pylon 
base (Fig. 6). To rejoin the two sections, they 
are aligned in their original position, and 
plaster bandage is wrapped around the outside. 
Plastic laminate, consisting of polyester resin, 
stockinet, and glass cloth, is applied over the 
plaster cast to strengthen it. Two layers of 
glass cloth about 4 in. wide are laid over the 
outside on the posterior mid-line. One layer 
of 8- to 10-in. stockinet is then pulled over 
the cast and tied at the opening for the normal 
leg. Polyester resin is painted over the fabric 
and allowed to cure, after which excess ma- 
terial is trimmed away. 

The cast is now sawed along the posterior 
mid-line, and a hinge is fastened over the cut. 
When the hinge is secured, the cast is sawed 
along the front mid-line, and a buckle-and- 
strap arrangement is attached. A block of 
wood about 4 x 4 x 4 in., scooped out to fit the 
bottom of the cast roughly, is attached to the 
cast with “gunk,” a mixture of resin and saw- 
dust, to serve as the base for the pylon. 





Cutting and removing the cast. A, Cast 
marked on mid-line, front view; B, cast cut along 
anterior and posterior mid-lines, rear view. 


Fig. 5. 





The pylon must 
now be attached to 
the wood block in 
the proper align- 
ment and the socket 
tried on the amputee 
for any necessary 
modifications. With 
the plaster socket on 
the amputee, marks 
are made on the 
side and front of the 
block to indicate the 
inclination of the 
peg. It should be so 
set that it will make 
the same angle with 
the floor at the be- 
ginning and end of 
the stance phase of 
walking and so that 
it will clear the nor- 
mal leg in the swing 
phase. Typically, 
this will mean that 
the distal end of the 
pylon will be set 
somewhat forward 
as viewed from the 
side and somewhat 
lateral as viewed 
from the front. A 
hole is drilled in the 
middle of the block at the required angles, and 
a length of crutch-tipped dowelling is in- 
serted. 

To test for discomfort, excursion, and re- 
striction of body motion, the amputee now 
performs on the check prosthesis. He is asked 
to bend his body and normal leg in every 
direction, and the cast is cut down until there 
is complete freedom of motion. Taking care 
to leave the ischial seat intact, the medial side 
is cut away to relieve rubbing against the 
normal leg and the genitalia. The edges of the 
cast are then smoothed and flared with 
plaster, and gapping in the areas of the gluteus 
and pubis is similarly closed. 

If there is ramus contact, the amputee 
usually will complain of it. This detail can be 
checked by locating the ramus with a finger 











Fig. 6. The check pros- 
thesis. 
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and having the amputee put full weight on the 
socket while dropping his pelvis on the normal 
side. If there is contact, the ischial seat and 
other weight-bearing areas should be built up 
with 1-in. layers of plaster until the ramus is 
sufficiently cleared. Fore-and-aft excursion 
can be detected by placing a finger alongside 
the tuberosity while the amputee steps back 
and forth on the prosthesis. Any fore-aft 
excursion will be reduced if the prosthetist 
slips a hand between the torso and either the 
anterior or the posterior wall of the socket. If 
the amputee then feels more secure, the 
anterior and posterior walls should be built up 
appropriately with plaster so laid that the 
forces are evenly distributed. 

If the body has not been sufficiently sta- 
bilized in the socket in the up-and-down direc- 
tion, the prominences will move along and out 
of the relief pockets established for them, and 
chaffing and painful pressures will occur. As a 
final check on excursion, therefore, the amputee 
should be walked in the check socket. Two 
hours of walking is usually enough to prove 
any discomfort. Further refinements may 
then be necessary: 


1. If the musculature in the area of the iliac crest 
on the side of the amputation has atrophied, the ex- 
tent of the hook in this region may need to be increased. 
An increase is indicated if a hand placed inside the 
socket under the hook makes the socket seem more 
secure on the amputee. 

2. If, without causing discomfort, security is in- 
creased by inserting 4%-in. pads between the stump 
and the weight-bearing area of the socket, the weight- 
bearing area should be built up accordingly. 

3. If the body seems stabilized in the up-and-down 
direction but there is still pressure on the prominences, 
either the areas around the relief pockets must be 
built up with plaster, 4 in. at a time, or material 
must be sanded out of the pockets. 


THE MALE MOopEL 


A hollow model is now made in the check 
socket. After the inside of the cast has been 
coated with petroleum jelly, a section of 8-in. 
stockinet is pulled over the check socket and 
tied closed around the pylon base. Sufficient 
thin plaster is then poured into the cast 
through the waist opening to coat lightly both 
the check socket and the stockinet closing the 
end (Fig. 7). When the first layer of plaster 
has set, successive layers of somewhat thicker 





Fig. 7. Making the male model. 


plaster are added until the model is approxi- 
mately 1 in. to 144 in. thick. When the shell 
has hardened, a quart more of plaster is poured 
in, the stockinet is pulled across the opening, 
and the cast is inverted and placed on a table 
so that the plaster seals the end. The com- 
pleted male model is removed from the check 
socket and dried. 


THE PLAsTiIc SOCKET 


To prepare the model as a mold for con- 
struction of the plastic socket, a hole is cut in 
the top (the waist), and a mandrel of 1-in. 
pipe about 2 ft. long is inserted and fastened 
with “gunk.” The edges of the mold are 
trimmed so that the flares are not more than 
14 in., and the whole is smoothed with fine 
sandpaper. To the surfaces which will become 
the open ends of the completed socket wooden 
blocks approximately 1% to 1 in. are attached 
with “gunk” (Fig. 8). They will later be used 
to secure the layers of fabric to the mold. A 
14-in. pad of dense sponge rubber is placed 
over what will be the weight-bearing area of 
the socket. This pad will later be transferred 
to the corresponding area of the completed 
socket. A truncated cone of polyvinyl alcohol 
film is then pulled over the cast and tied to 
the mandrel at one end and to the leg-opening 
surface at the other (Fig. 9). 
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— To reinforce the and seamed to 
polyester resin, da- pocket the stump 
cron tricot (a very area (Fig. 10). Be- 
strong fabric with ginning at the verti- 
one-way _ stretch) cal line of thenormal 
and glass cloth are _ iliac crest, the end of 
used in construction the material is sta- 
of the socket. The pled to the wooden 
dacron waistband blocks at either end 
will be limber of the model. As it 
enough to allow the is brought across 
socket toopen, while the abdominal area, 
areas of force con- then around the 
centration, rein- back, continuing to 
forced with the glass its starting point, 
cloth, will be strong the dacron is sta- 
and rigid. pled to the blocks 
Six layers of da- (Fig. 11), the excess 
Fig. 8. Wooden blocks cron tricot are used, length of material 
bended to the model. each layer being being allowed to 
stapled into place hang free. Alternat- 

individually. The six ing with the dacron, 

layers of dacron are cut with enough mate- four layers of glass cloth are laid up over the 
rial to wrap around the cast horizontally stump area, extending upward to the crest 
and with an overlap great enough to span the (Fig. 12), and the lay-up is finished off with 
distance between the crests. These are fitted the final two layers of dacron tricot (Fig. 
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Fig. 10. Dacron tricot 
tailored to fit the model. 





Fig. 9. Truncated cone of polyvinyl alcohol film 
drawn over the model and fastened top and bottom. Fig. 11. Securing the fabric to the model. 
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13). When all the 
fabric has been 
applied in this way, 
the loose sections 
of dacron are 
brought across the 
front and stapled 
into position over a 
sheet of polyvinyl 
alcohol film (Figs. 14 
and 15). The film 
separator prevents 
the overlap from 
bonding to the un- 
derlying section. 

In order to get 
resin to the fabric 
under the film sepa- 
rator, it is helpful to 
place a_ polyvinyl 
alcohol funnel, approximately 2 to 3 in. wide 
and 2 ft. long, under the film separator before 
it is stapled into position (Fig. 14). The mouth 
of the funnel will be at the mandrel. After the 
film separator and the overlapping material 
have been stapled to the wooden blocks in 
final position, two similar funnels are placed 
over the front and back surfaces of the lay-up 
with the mouths at the mandrel (Fig. 16). A 
final truncated cone of polyvinyl alcohol film 





Fig. 12. Glass cloth ap- 
plied over the stump area. 





Fig. 13. Final lay-up of dacron fabric. 


is pulled over the 
entire mold and tied 
in the area of the 
wooden blocks at 
the stump end (Fig. 
17). 

The required 
quantity of resin is 
weighed, mixed with 
catalyst, promoter, 
and pigments, and 
introduced into the 
fabric through the 
funnels, after which 
the funnels are re- 
moved (Fig. 18). 
The polyvinyl al- 
cohol bag is tied 
closed at the man- 
drel, and the resin is 
squeezed through the fabric. When the fabric 
is completely saturated, excess resin and air 
bubbles are worked out toward both ends by 
“roping” (Fig. 19). Sponge-rubber pads are 
then bound over the undercut areas with Ace 
bandage in order to guarantee close adherence 
of the lay-up to the mold (Fig. 20). 

The socket is re- 
leased from the 
mold by cutting 
around the waist 
and around the 
opening for the nor- 
mal leg approxi- 
mately 14 in. from 
the final trim lines 
(Fig. 21). Care 
should be taken not 
to cut the hands on 
the sharp edges of 
the overlapping sec- 
tions (Fig. 22). After 
the socket has been 
removed from the 
mold, the edges are 
trimmed on a sand- 
ing drum. 





Fig. 14. Application of 
PVA funnel and film separa- 
tor under overlap of waist- 
band. 





Fig. 15. Film separator 


and_ overlapping _ fabric 


stapled into position. 
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Fig. 16. PVA funnels ap- 
plied to front and back of 
lay-up. 


base, hollowed out to fit 
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THE TRIAL LEG 


The fixtures are 
attached to the 
socket, the socket is 
attached to a thigh 
section through the 
hip-joint assembly, 
and the thigh sec- 
tion is attached to 
the adjustable leg 
and the foot (Figs. 
23, 24, 25, and 26). 
Attachments for the 
socket are the 
weight-bearing pad 
(Fig. 23), the belt- 
and-buckle arrange- 
ment, and the 
wooden base for the 
hip joint (Fig. 24). 


WOODEN BASE 


A block of wood 
4x 4x 4 in. for the 
the front-bottom 


corner of the socket, is bonded in place with 


Fig. 17. Truncated PVA 


cone placed entire 


lay-up. 


over 





“gunk.’’ When the 
resin has cured, the 
front-bottom corner 
of the block is cut 
off as close to the 
socket as possible to 
provide a surface to 
which to attach the 
hip- joint bearing. 
When the socket is 
in its normal posi- 
tion, this attach- 
ment surface will 
face downward and 
forward at a 45-deg. 
angle to the floor, 
so that when the 
hip-joint bearing is 
attached its axis will 
be approximately 
perpendicular to the 
line of progression 
and parallel to the 
floor (Fig. 25). 


HIP-JOINT ASSEMBLY 


The hip-joint as- 
sembly (Fig. 25) 
consists of a special 
bearing, a shaft, and 
two metal _ side- 
straps. The bearing, 
which is lined witha 
bronze bushing, is 
machined out of a 
block of aluminum 
and includes four 
tabs with screw holes 
for attachment to 
the base of the 
socket. The shaft 
and sidestraps of the 
hip-joint assembly 
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Fig. 18. Resin intro- 
duced through the funnels, 
funnels ready to be re- 
moved. 


are from a 314-in. standard prosthetic-knee 


assembly. 


THIGH SECTION 


The thigh section is made from a 6- x 6-in. 
block of wood 12 in. long, with a core drilled 
from the middle at the edge of one end through 
the center of the block at the other. This hole 
facilitates pulling out wood from the interior 


of the thigh section 
later. A line is 
marked off 2 in. from 
the cored edge at 
one end, and, start- 
ing at this line, a 
diagonal cut is made 
to the opposite cor- 
ner at the other end. 
The 6- x 6-in. face 
becomes the knee 
end, the 2- x 6-in. 
surface the hip end, 
and the vertical sur- 
face (6 x 12 in.) the 
front face of the 
thigh. 

The sidestraps of 
the assembled hip 
joint are traced on 
the front face of 
the block equidis- 
tant from the sides, 
and the block is 
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Fig. 19. Saturation of 
the fabric and removal of 
air bubbles by “roping.” 
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Fig. 20. Sponge-rubber 
pads applied to undercut 
areas to guarantee adher- 
ence to mold. 





cut along these lines 
to extend somewhat 
beyond the side- 
straps and to flare 
out toward the end. 
The straps are then 
attached to the cut 
sides flush with the 
front of the block at 
the bolt end and so 
that the axis of the 
bolt will be approx- 
imately 34 in. above 
the top surface of 
the thigh block. The 
portion of the block 
which extends be- 
hind the axis of the 
hip joint is sawed 
as necessary to pro- 
vide the platform for 


the hip-stop bumper (Fig. 24). 
To position the hip joint on the base, the 


amputee 


dons the socket 





and sits down. 


Fig. 21. Cutting the socket free of the mold. 
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Fig. 22. Removing the socket from the mold. 


Viewed from the front, the prosthetic thigh 
should be approximately parallel to the normal 
thigh and as close to the mid-line as possible, 
and the hip joint should be parallel to the 
floor and high enough on the base so that the 
back edge of the hip-stop platform is flush 
with the chair. The position of the bearing is 
traced on the block, and the free end of the 
thigh section is marked 2 in. back from the 
normal knee axis. 


TRIAL-LEG ASSEMBLY 


The socket is removed from the patient, 
the thigh section is cut where it was marked, 
and the components 
of the trial leg are 
assembled. The ad- 
justable leg is at- 
tached to the knee 
end of the thigh i 
piece, and the socket | 


is attached to the \ 





thigh with screws 
through the hip-joint 
bearing. To prepare 
the trial leg for 
alignment checks, a 
temporary hip-stop 
bumper, a tempo- 
rary hip-flexion con- 
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Fig. 23. Finished socket 
with weight-bearing pad 
installed. 
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trol strap, and a 
kick strap are at- 
tached to the leg, 
and the knee joint is 
located in a stable 
position (Fig. 26). 


TEMPORARY BUMPER 


A bumper of 
foam-crepe shoe-sole 
material is tacked 
temporarily to the 
hip-stop platform in 
such a manner that 
when the socket is 
against the bumper the vertebral spine will be 
in its natural position. 





with 
attached. 
lines indicate the 
saw lines. 


Fig. 24. Socket 


wood block 
Dotted 


HIP-FLEXION CONTROL STRAP 


One end of the hip-flexion control strap is 
attached laterally to the socket 2 in. behind 
the hip joint; the other is attached to the 
shank 3 in. below and 14 to 1 in. ahead of the 
knee joint. The distance between these 
attachments is adjusted to provide the correct 
stride length. 


KICK STRAP 


The temporary kick strap is attached to the 
front of the shank at the same level as the 
hip-flexion control strap, passes over the knee 
in front, and attaches to the front of the 
socket 3 in. above the hip joint. The length of 
the strap is adjusted to provide the correct 
balance between heel rise and knee extension. 
Knee stability will be satisfactory if, when 
the knee is in full extension, the knee joint 
falls behind the line projected from the hip 
joint to the back of the heel. 


’ Tf the amputee is well adjusted to using a pros- 
thesis and does not need the added stability offered by 
attaching the hip-flexion control strap below the knee, 
the distal end of the strap may be attached to the 
thigh section. 


ADJUSTMENTS 


The prosthesis is now ready for sitting, 
standing, and walking adjustments. When 
the amputee is sitting, the prosthetic shank 
should be vertical, the knee axis approximately 
level with the normal knee center and the toe- 
out equivalent to that on the normal side. In 
the standing position, with a 2- to 3-in. stand- 
ing base, the length of the leg should be such 
that the hips are level. The thickness of the 
hip bumper is adjusted to eliminate humping 
or arching of the spine. The patient now walks 
on the trial leg, and checks are made of knee 
stability, width of walking base, stride length, 
toe clearance, whip in the swing phase, and 
swing-phase control. 


KNEE STABILITY 


Although the knee has been stabilized on 
the bench, a number of factors may affect it 
in action. If the 
knee buckles, it may 
be that the hip 
bumper is contact- 
ing too soonand that 
its thickness needs 


to be reduced. A 
knee axis too far 
forward also will 


cause buckling. 


WALKING BASE 


With the toe-out 
of the prosthesis 
consistent with the 
natural toe-out, the 
medial distance be- 
tween the heels is 
the walking base. If 
this base is found to 
be over 2 to 3 in., it 
should be made nar- 
rower by moving the 
foot in. If the feet 
are not clearing each 
other sufficiently, 
the base should be Fig. 25. 
increased to 2 to3 in. sembly. 
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Fig. 26. Trial prosthesis set up on the UC adjust- 
able leg. 


STRIDE LENGTH 


The distance between toe-off and heel strike 
should be approximately the same for the two 
legs. Stride length is adjusted by shortening or 
lengthening the hip-flexion control strap. 

The thickness of the hip-stop bumper affects 
stride length. If the thickness of the bumper is 
increased, the angle at which the leg inclines 
forward at the end of the stance phase is 
reduced, and the stride is shortened. But 
bumper thickness should never be changed to 
improve control and stride length at the 
expense of comfort. 


TOE CLEARANCE 


A number of factors are involved in toe 
clearance—the length of the leg, the inclina- 
tion of the foot, the amount of knee flexion in 
the swing phase, and suspension. Leg length 
is first adjusted, but the limb should not be 
shortened more than an inch. If scuffing per- 
sists, it is due to other factors. If the knee is 
not bending sufficiently, the toe will drag, and 
kick-strap tension should be reduced. If 
drop-off is causing the toe to scuff, a hand 
placed between the socket and the crest of the 
illum on the side of the amputation should 


eliminate it. In this case, either the suspension 
hook over the crest should be enlarged or the 
weight-bearing area should be built up with 
pads and the length of the leg reduced equiva- 
lently. Correction of scuffing may make the 
clearance too great, in which case leg length 
must be readjusted. 


WHIP 

Whip in the Canadian-type hip-disarticula- 
tion prosthesis typically takes a form compa- 
rable to circumduction in the above-knee 
prosthesis. Circumduction can be reduced by 
rotating the knee bolt externally. The degree 
to which the knee axis can be rotated is limited 
by the extent the foot will move medially in 
the sitting position. It may thus be necessary 
to effect at least some external rotation at the 
hip joint by cutting a wedge (with the apex 
medially) from the hip-joint base. 


SWING-PHASE CONTROL 


With alignment established, refinements 
can be made in swing-phase control. Heel rise 
at the beginning of the swing phase should be 
limited through adjustment of the kick strap 
rather than of the knee-friction units. The 
compound-pendulum system of the prosthesis 
does not allow the hip-disarticulation amputee 
to walk as fast as he would like, and it has been 
found that tensing the kick strap increases his 
speed more effectively than does increasing 
knee friction. This may mean that there will 
be some impact at the end of the swing phase, 
but it usually is quite tolerable because the hip 
joint flexes as soon as the knee comes against 
the extension stop, and the energy which would 
otherwise lead to impact is thus absorbed. 
Stride length may require periodic adjustment 
as changes are made in swing-phase control. 


FINISHING THE PROSTHESIS 


The leg is now ready to be used either as a 
training leg, or, after sufficient attention has 
been given to fit and alignment, to be dupli- 
cated (3). The only difference between dupli- 
cating the Canadian-type hip-disarticulation 
prosthesis and a standard above-knee pros- 
thesis is that in the case of the former the 
thigh section rather than the socket is clamped 
in the jig. 
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off Fig. 27. Hip-flexion control strap. 


The thigh section, shank, and foot are shaped 
and reinforced according to standard tech- 
niques (/). Weight of the thigh section is 
reduced by pulling wood from the inside. The 
hip joint is faired to the wooden base on the 
socket with “‘gunk” and tied to the base with 
three layers of resin-impregnated glass cloth 
extending about an inch beyond the wooden 
block. This reinforcement is smoothed and 
finished with a light coat of lacquer. For 
ventilation, the socket is perforated with 
1¢-in. holes at 1-in. intervals, and padded 
areas are covered with nylon-coated leather or 
leather substitutes. The permanent kick strap 
and hip-flexion control strap are installed, 
their connections to the limb being such as to 
allow the straps to rotate about the points of 
attachment. The hip-flexion 
control strap (Fig. 27) is 
made of 1-in. vinyon or 
dacron webbing sewed on 
either end of a 4-in. section 
of heavy elastic webbing. 
For attachment to the pros- 
thesis, a piece of leather large 
enough to include a !4-in. 
metal grommet (such as is 
used in below-knee corsets) 
is sewed at each end of the 
hip-flexion control strap, and 
a clamping arrangement is 
installed on the webbing 





to permit length adjustment. The con- 
ventional kick strap is used, with the ex- 
ception that it is attached proximally to the 
socket instead of to the thigh. Final adjust- 
ments are made to socket edges and to the 
permanent swing-phase controls. 

The last step in the construction and fitting 
of the Canadian-type hip-disarticulation pros- 
thesis is to provide a cosmetic fairing for the 
thigh section. A truncated cone of sponge 
rubber is made to fit over the thigh section so 
that it extends from just above the knee to the 
socket. The rubber cone is in turn covered 
with leather or a leather substitute extending 
beyond the rubber fairing at both ends, so 
that the covering can be attached to the thigh 
at the bottom and to the front and side of the 
socket with snap fasteners (Fig. 28). In order 
to make the fairing neat in both the sitting 
and the standing positions, a triangle with a 
3-in. side and with the apex on the hip-joint 
axis may be cut from the lateral side of the 
covering and a piece of light elastic webbing 
substituted. 

The procedures outlined for checking the 
prosthesis during construction and fitting can 
be applied equally well to the evaluation of 
hip-disarticulation prostheses. 
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Fig. 28. Cosmetic fairing. 
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Some Experience with the Canadian-Type 
Hip-Disarticulation Prosthesis 


I, THE year 1953, the Prosthetics Research 
Group of the then Prosthetic Devices Research 
Project of the University of California, 
Berkeley, began a study of fitting and con- 
struction techniques for the Canadian-type 
hip-disarticulation prosthesis. At the time, 
the device was still undergoing evaluation at 
the Prosthetic Services Centre at Sunnybrook 
Hospital in Toronto and seemed to offer defi- 
nite promise. The group at Berkeley started 
with attempts to make a prosthesis for a rela- 
tively “ideal” case with this type of amputa- 
tion. As the study progressed, it became in- 
creasingly clear that the incidence of this and 
bordering disabilities was higher than at first 
had been suspected. As a result, the investiga- 
tion was expanded to include two more cases 
for close study, and a number of cases fitted 
by the limb industry were selected for obser- 
vation and follow-up. 

From this experience, nine cases have been 
selected for discussion here. Each one high- 
lights some special problem encountered 
during the study. Although each case is unique 
in its prosthetic problem, the principles and 
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procedures derived from the cases apply to all 
cases of similar kind. 


CasE DATA 
CASE 1 


The first case was a young female (age 16 at 
time of fitting) with a true hip disarticulation. 
She was strong, athletic, healthy, and willing 
to devote a considerable amount of time to 
the study. In addition, she had for a number 
of years following her amputation used a con- 
ventional type of hip-disarticulation pros- 
thesis with excellent results. 

Examination showed a stump and pelvis 
with prominent bony structure and light sub- 
cutaneous tissue (Fig. 1), and the weight- 
bearing area was found to tolerate full body 
weight without discomfort. The terminal scar 
extended from a point 3 in. directly below the 
anterior-superior spine, across the anterior 
surface of the stump, to a point slightly lateral 
to and above the perineum. The scar was 
pressure-sensitive, especially at its lateral end. 
X-ray showed retarded development of the 
pelvis on the amputated side and that the 
ramus sloped downward abnormally from the 
ischial tuberosity (Fig. 2). The sloping ramus, 
the sensitive scar tissue, and the rather promi- 
nent, lightly padded bony structure were po- 
tential sources of difficulty in fitting but served 
to accentuate the requirements of the fitting 
procedure for this type of amputation. 

From several plaster impressions taken, 
several plastic sockets were made. The earlier 
casts of the pelvis and stump were taken with 
the amputee standing, and the cast was 
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wrapped over the entire pelvis and stump in 
one operation. No pressure was applied over 
the weight-bearing area. But this method 
resulted in sockets so roomy that the bony 
prominences moved in and out of the recesses 





Fig. 1. Case 1, anterior view of the stump. Fig. 2. Case 1, anteroposterior x-ray of the pelvis. 





Fig. 3. Case 1, the prosthesis. 
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provided for them, and the tuberosity moved 
back and forth over the weight-bearing plat- 
form. Finally, the technique outlined in the 
preceding article (p. 39) was evolved. The 
cast of the waist area was taken with the 
amputee supine, the cast of the stump area 
being taken as a second step and allowed to 
set with the amputee bearing full weight on it 
against a hard surface. This procedure aided 
in keying the body to the socket closely so that 
relative motion between the body and the 
socket was minimized. 

In order to find the combination of materials 
that would yield a socket strong enough where 
stresses were concentrated, yet flexible enough 
to be put on and removed easily, experiments 
were made with various combinations of ma- 
terials. Earlier sockets, using cotton-stockinet 
reinforcement, were too rigid and bulky and 
had to be hinged at the back to permit the 
amputee to don them. As the result of an 
attempt to achieve flexibility, however, the 
first flexible socket turned out to be too flexible 
and sagged in stance phase, thus causing ramus 
discomfort. Subsequent sockets, made of six 
layers of dacron tricot and four or more layers 
of glass cloth to reinforce the general-purpose 
polyester resin in stressed areas, were success- 
ful. 

The bony prominences were a problem ini- 
tially. But through improvement in the cast- 
taking technique, the relative motion between 
the socket and the pelvis was reduced and this 
problem was solved. Once the upper portions 
of the pelvis were well stabilized in the socket, 
and once definite ischial-gluteal weight-bearing 
was established, discomfort of the ramus, dis- 
comfort in the area of the scar, and discomfort 
of the bony prominences were eliminated. 

The amputee used the final prosthesis 
(Fig. 3) only occasionally at first, preferring 
the greater freedom and mobility she had had 
with crutches. The tendency for the thigh to 
flex excessively when sitting in soft seats, as in 
an automobile, was one feature to which the 
amputee objected. Gradually, however, she 
accepted the leg and now uses it extensively. 


CASE 2 
While the work was in progress on the first 
amputee, the second, a 56-year-old woman 





who had recently undergone amputation for a 
malignancy, was brought into the study. Her 
general physical condition was satisfactory, 
but her balance was poor and her activity 
level low. The stump was extensively scarred 
in the crotch area and across the anterior 
surface (Fig. 4). In addition, there were re- 
dundant tissue knobs in the same areas. While 
the bony structure of the pelvis was light, 
subcutaneous tissue was heavy. X-ray showed 
an abducted femur which terminated just 
below the lesser trochanter, well above the 
perineal level (Fig. 5). 

As yet the technique for taking the plaster 
impression had not been defined satisfactorily, 
and the cast of the entire pelvis was, here again, 
wrapped in one operation with the amputee 
standing, and no pressure was applied to the 
weight-bearing area as the cast hardened. 
Although not as dramatically as in the pre- 
vious case (because of the heavier padding of 





Fig. 4. Case 2, anterior view of the stump. 





Fig. 5. Case 2, anteroposterior x-ray of the pelvis. 
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subcutaneous tissue over the 
pelvis), the same difficulties 
were experienced with bony 
prominences moving out of 
the relief pockets. Ramus dis- 
comfort was a problem im- 
mediately, there was discom- 
fort from stretching of scar 
tissue in the crotch, and pain- 
ful pressure was felt on the 
pubis. These difficulties were 
alleviated to some extent by 
building up the weight-bear- 
ing area of the socket, espe- 
cially under the ischial tu- 
berosity, and by trimming 
material from the edges of 
the socket. 

But this socket was never 
really successful. Four layers 
of dacron, and three layers of 
glass cloth in the weight- 
bearing areas, had _ been 
used to reinforce the poly- 
ester resin, and this combina- 
tion did not provide suffi- 
cient reinforcement to 
prevent the socket from 
sagging under load. As a re- 
sult, there was intermittent 
ramus discomfort anil 
stretching of the scar tissue 
in the crotch. While all the 
problems of fit were not resolved, the amputee 
was sufficiently well fitted to progress in the use 
of the limb to a remarkable degree considering 
her poor balance (Fig. 6). After three hours 
with the socket on the adjustable leg, she was 
able to walk using a crutch on one side and 
the walking rail on the other. After six hours of 
experience, she was able to walk using a cane, 
with some support from the trainer. Two more 
hours enabled her, though with considerable 
tension, to manage with one cane. With a total 
of 15 hours’ experience, obtained over a three- 
month period, the amputee could manage 
stairs and ramps as well as level walking using 
one cane. At this time the leg was delivered, 
although proficiency on it was not considered 
good. Use of the leg at home over the next four 
months resulted in some improvement, al- 
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Fig. 6. Case 2, the prosthesis. 


though the patient never became fully inde- 
pendent. About this time medical complica- 
tions terminated the study. 

Although the patient was tense and had 
poor balance, some of the difficulties she ex- 
perienced on the limb were due to other factors. 
Partly because of the socket construction, 
partly because of the scar tissue in the crotch, 
at no time was the socket really comfortable. 
In addition, because the shank was too light, 
and because the hip-flexion control strap re- 
stricted knee flexion, it was difficult for her to 
swing the shank through. 


CASE 3 


About the time that the technique for taking 
the plaster impression in two steps had been 
outlined, the Prosthetics Research Group, co- 
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operating with a local limbshop, helped to fit 
a 30-year-old housewife with a Canadian-type 
hip-disarticulation prosthesis. Originally, she 
was dissatisfied with the Canadian type of 
prosthesis. The motion at the hip, in addition 
to poor foot function, was a source of inse- 
curity. But she soon adapted and now much 
prefers this type of limb to the conventional 
hip-disarticulation prosthesis. She has worn 
the prosthesis successfully for three years. 
During this time she became pregnant. By 
loosening up the corset as the fetus grew, she 
was able to wear the prosthesis throughout her 
term. She wore it to the hospital for her de- 
livery and put it on again five days later to go 
home. In her daily routine, she cares for her 
growing family unaided. 

The first Canadian-type prosthesis for this 
patient was provided with a wooden foot with 
plantar-dorsiflexion ankle and with a 2-in. 
Cuban heel. But she experienced several falls 
until the foot was changed to a lower heel 
(Fig. 7). She has since been provided with a 
new Canadian-type limb with a high-heel 
SACH foot and has found the knee stable, 
even descending a 7- to 8-deg. incline (Fig. 8). 





Fig. 7. Case 3, first Canadian-type hip-disarticula- 
tion prosthesis provided (after change to low heel). 








Fig. 8. Case 3, second Canadian-type hip-disarticu- 
lation prosthesis provided (with high-heel SACH 
foot). 


This circumstance would indicate that the 
instability on the original limb was due to 
factors other than the height of the heel, 
probably to limited range of plantar flexion. 
One problem the patient reports is that, where 
an open or projecting type of stair construc- 
tion is encountered, the prosthetic toe catches 
under the step. Catching occurs because the 
leg swings forward from the hip joint when 
the leg is lifted toward the next step. To pre- 


vent catching, the patient restrains the 
prosthesis manually. 
CASE 4 

The next two cases were fitted with 


Canadian-type hip-disarticulation prostheses 
at about the same time. Case 4, a 15-year-old 
female, was fitted by the Prosthetics Research 
Group. Case 5, a 16-year-old male, was fitted 
by a local limbshop. 

Case 4 came to the Prosthetics Research 
Group three weeks after disarticulation at the 
right hip had been performed for bone tumor 
(Fig. 9). In order to enhance this amputee’s 
quick adjustment to the prosthesis and to 


























Fig. 9. Case 4, anterior view of the stump. 





Fig. 10. Case 4, anteroposterior x-ray of the pelvis. 


forestall atrophy of the back and abdominal 
muscles, it had been decided to put her on a 
prosthesis as soon as the stump would permit. 
At the time of the initial examination, there 
was no edema and only limited sensitivity. 
There was fairly heavy subcutaneous tissue, 
the bony structure of the pelvis was not 
prominent (Fig. 10), and muscle padding was 
substantial. The amputation scar extended 
from the anterior-superior spine diagonally 
downward to a point just lateral to and 2 in. 
below the perineum. 

Treatment started a week after examina- 
tion. The cast and socket were constructed as 
outlined in the foregoing article (p. 39), con- 
siderable tension being applied to the plaster 
bandage during cast-taking in anticipation of 
stump shrinkage. It was thought by the study 
group that performance on a limb of the 


SOME EXPERIENCE WITH THE CANADIAN PROSTHESIS 











Fig. 11. Case 4, finished prosthesis. 


Canadian type might be more a function of 
the prosthesis than of the wearer. Little train- 
ing was given in order to check that hypothesis. 
After 33 hours of fitting time over a month’s 
period, the prosthesis was finished (Fig. 11) 
and delivered in time for the summer vacation. 
During the summer the patient experienced 
few walking problems and adjusted very 
quickly (Fig. 12). After vacation, she attended 
high school fairly regularly throughout the 
first term and attended her usual social func- 
tions, including dancing. By the New Year, 
medical complications were in evidence, and 
the study ended a few months later. 











CASE 5 

Six months after he had undergone amputa- 
tion following an injury received in a motor- 
boat accident, Case 5 was observed by the 
Prosthetics Research Group in connection 
with the Industry Participation Program. The 
socket had already been made, and the un- 
finished components were ready for assembly. 
The stump, in good condition, tolerated full 
weight-bearing without discomfort (Fig. 13). 
The short residual femur, which did not ex- 
tend to the perineal level, was abducted 
(Fig. 14). Subcutaneous tissue was light, and 
the bony structure was not unduly prominent. 

The plaster cast (Figs. 15 and 16) had been 
wrapped with the amputee standing, and no 
pressure had been applied to the weight- 
bearing area while the cast hardened. The 
male model of the impression had been taken 
from the unmodified female cast. On the model, 
leather spots had been applied over bony 
prominences, including the iliac crests. The 
resulting socket, made of semiflexible polyester 
resin reinforced with glass cloth and cotton 
stockinet, was attached to the unfinished 
components of the leg for alignment and ad- 
justments to socket fit. 


. Case 4, performance on limb after 33 hours of fitting time. 





The residual femur was not a fitting problem 
and gave no trouble in orienting the hip joint. 
Up-and-down motion in the socket between 
weight-bearing and non-weight-bearing re- 
sulted in the bony prominences moving in 
and out of the relief spaces, so that there was 
discomfort. As the socket was built up over 
the weight-bearing area, this movement was 
reduced, and there was a corresponding in- 
crease in comfort. No training was given, but 
the amputee adapted readily. 

Because of stump shrinkage, the prosthesis 
became increasingly uncomfortable over the 
next six months, and a new leg was required. 
The new prosthesis (Fig. 17) has a leather- 
covered plastic socket, a friction-stabilized 
knee, and a SACH foot. The hip-flexion con- 
trol strap is attached at either end with 
machine screws through ball-bearing races. 
Screw holes at !4-in. intervals on the thigh 
piece allow adjustment of the length of the 
strap. Up-and-down movement in the socket 
between weight-bearing and non-weight-bear- 
ing is very small—under 14 in. 

It is of special interest that this prosthesis 
was suspended not by hooking over the iliac 
crests but by clamping the socket to the pelvis 

















Fig. 13. Case 5, anterior view of the stump. 


between the iliac crests and the greater 
trochanter. Since the pelvis of a true hip 
disarticulation narrows below the crest of the 
ilium, it is necessary to suspend the prosthesis 
from the iliac crest on the side of the amputa- 
tion. Where the greater trochanter is present, 
however, as it is in this case, it projects beyond 
the iliac crest. The resulting outward pelvic 
flare from the crest of the ilium to the tro- 
chanter makes it possible to suspend the 
prosthesis between the crests and trochanters. 
Besides offering effective suspension of the 
prosthesis, this method reduces confinement 
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Fig. 14. Case 5, anteroposterior x-ray of the pelvis. 










Fig. 15. Case 5, cast from plaster wrap. 








Fig. 16. Case 5, plaster trial socket. 


of the pelvic area. It may thus be suggested 
that wherever possible the surgeon should 
consider leaving some femur in the stump for 
purposes uf suspension. 














CASE 6 

The next case, observed in a local limbshop, 
was a young man 32 years of age whose 
amputation had left a residual femur extend- 
ing to just below the lesser trochanter, the 
distal end almost level with the perineum 
(Figs. 18 and 19). The femur was abducted 
20 to 30 deg. Near the end of the femur the 
stump was pressure-sensitive and had a super- 
ficial trigger point. The femur length and the 
trigger point presented fitting problems. With 
sufficient room allowed in the socket for the 
femur in a relaxed position, and with added 
space to ensure relief for the trigger point, 
there was difficulty in locating the joint so 
that the prosthetic knee would be even with 
the normal knee in the sitting position. Had 


Fig. 17. Case 5, the prosthesis. 





the femur been flexed, and the soft tissue in 
the area under the joint distorted upward, 
joint placement would have been less of a 
problem. 

The amputee had worn the conventional 
type of hip-disarticulation prosthesis success- 
fully for 10 years. His first reaction to the 
Canadian type was one of criticism. He ob- 
jected to the unyielding nature of the socket 
around his body and to having the prosthetic 
knee somewhat farther out and higher than 
-the normal knee in sitting. After a short time 
on the new prosthesis in the fitting stage, how- 
ever, he felt much more secure on the new 
limb than he had on the conventional one. He 
was impressed by the very positive suspension 
afforded by the molded plastic socket. 








SOME EXPERIENCE WITH THE CANADIAN PROSTHESIS 61 


Fig. 18. Case 6, anterior view of the stump. 


Fig. 19. Case 6, anteroposterior x-ray of the pelvis. 


CASE 7 


The longest residual femur that the Pros- 
thetics Research Group attempted to fit with 
the Canadian-type hip-disarticulation pros- 
thesis was in a 37-year-old male. It extended 
11% in. below the perineum (Fig. 20). Failure 
to fit this amputee successfully with an above- 
knee type of prosthesis led to his referral by 
the Veterans Administration. 


The stump was very short and powerful 
with a sensitive scar in the crotch area (Fig. 
21). A trigger point on the anterodistal aspect 
made weight-bearing intolerable on the end of 
the stump, and there was a considerable vol- 
ume change between flexion and contraction 
of the muscles. On the normal leg the knee 
was weak and buckled frequently, and a triple 
arthrodesis had been performed on the ankle 
joint. 


Fig. 20. Case 7, anteroposterior x-ray of the pelvis. 


Fig. 21. Case 7, 
views of the stump. 
A, anterior view, sitting; 
B, lateral view, sitting; 
C, posterior view, stand- 


ing. 
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Two possibilities for fitting this short stump 
were considered—suction-suspension above- 
knee prosthesis and Canadian-type hip- 
disarticulation prosthesis. Of the two, the 
suction-suspension method seemed to offer the 
greater challenge because on the medial side 
there were only 1/4 to 2 in. of stump available 
for effecting a suction seal. The scar tissue on 
the crotch was a potential source of discom- 
fort, and the large volume change between 
tense and relaxed states might make it difficult 
to maintain a suction seal. Were a Canadian- 
type prosthesis to be used, the amputee would 
lose the function of his hip on the side of the 
amputation. Furthermore, since the patient 
lived in a very warm summer climate, the 
enclosing socket of the hip-disarticulation 
prosthesis might be a trial to wear. 

The amputee was first fitted with a plaster 
socket for the Canadian-type prosthesis as in 
the method already outlined, the cast being 
molded with the stump in full flexion. The 
tissues under the stump, from the gluteal fold 
out to within about an inch of the end of the 
femur, were pushed up, thus immobilizing the 
femur to prevent any rubbing on the trigger 
point at the end of the stump,’ and the patient 
used the resulting check socket comfortably 
with a peg leg for about two hours. It was 
clear that this type of prosthesis had possi- 
bilities, but one objectionable feature would 
have been the unnatural appearance of the 
anterior protuberance for the flexed stump. 

Along with evaluation of the Canadian-type 
prosthesis, a suction-socket above-knee pros- 
thesis also was made and evaluated. Although 
because of previous disappointing experience 
with suction sockets the patient had been con- 
vinced that suction suspension would fail and 
had strongly favored the Canadian-type pros- 
thesis, the suction-socket prosthesis was 
immediately successful and proved a more 
satisfactory means of treating this case. Con- 
firmation was seen in the patient’s increasing 
activity on the leg over a period of a year. 


3’ This indentation in the bottom of the socket would 
have allowed convenient installation of the hip joint. 





CASE 8 P 

During 1957, two hemipelvectomy amputees 
have been observed in local limbshops. The 
first was a young woman, 22 years old, whose 
amputation for a sarcoma removed all of the 
left portion of the pelvis with the exception of 
part of the iliac crest (Figs. 22, 23, and 24). 
Nearly two years after amputation she was 
fitted with a prosthesis. It is made according 
to the Canadian design, but the socket is of 
molded leather with Celastic for reinforce- 
ment. The socket is high, embracing the lower 
portions of the thoracic cage, and laces anteri- 
orly (Fig. 25). The hip joint, 2 in. wide instead 
of the 31% in. reported here, is set 2 in. lateral 
to the medial edge of the socket, a feature 
which allows it to be positioned farther back 
toward the weight line, so that in walking 
over the leg the motion in the hip joint is con- 
tinuous and smooth. 

Weight is carried on the rib cage, the sacrum, 
and the compressed soft tissues of the ampu- 
tated side. Up-and-down movement in the 
socket, approximately 1% in. between weight- 
bearing and non-weight-bearing, gives the 





Fig. 22. Case 8, anteroposterior x-ray of the pelvis. 
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Fig. 24. Case 8, showing gross displacement of soft tissues of stump upon application of pressure. Lack of 
underlying bony structure prevents satisfactory weight-bearing in the stump area. 


amputee the impression that the leg is heavy. 
But sitting and turning can be accomplished 
without difficulty (Figs. 26 and 27). 

Before amputation this young woman was 
very active physically. Now she tires easily. 
Bearing weight on the rib cage greatly re- 


stricts her body motion and also limits the 
amount of food she can eat at any one time. 
Heat dissipation and perspiration are real 
problems, so that after only three months of 
use the leather socket, with its odor, is be- 
coming a hygienic nuisance. 





. Case 8, the prosthesis. 
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Fig. 27. Case 8, sitting and rising sequence. 


CASE 9 

The second hemipelvectomy was in a small, 
agile, and active man of 38, who underwent 
amputation in January 1957 for a malignancy 
(Fig. 28). In this amputation the pelvis was 
disarticulated at the sacroiliac joint (Fig. 29). 
A Canadian-type prosthesis was made for the 
patient in May 1957 by a local limbshop and 
the Prosthetics Research Group cooperatively. 

The wrapping for the cast was made with 


the amputee standing, and pressure was ap- 
plied by hand under the remaining ischial 
tuberosity. Although it was planned to put 
the weight-bearing on the tuberosity if pos- 
sible, there was no assurance that it could be 
done. Accordingly, the wrapping was con- 
tinued well up on to the rib cage. 

The wrap-cast was made into a check socket, 
and a peg leg was installed. When the amputee 
was checked on it, there was at least 11% in. 
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Fig. 27. Case 8, sitting and rising sequence, continued. 


of up-and-down excursion in the socket 
between full weight-bearing and non-weight- 
bearing. To reduce excursion of the torso in 
the socket, the ischial seat was built up until 
the iliac crest was against the suspension 
hook. As walking trials proceeded, the brim of 
the socket was cut down from the rib cage to 
slightly above the crest level. Cutting the 
socket down freed the upper torso and had no 
apparent effect on stabilization. 


A second check socket, this one of plastic 
laminate, was fabricated and installed on the 
adjustable leg. In checking the socket on the 
amputee, it was found that he was comfortable 
both in walking and in sitting, but adjust- 
ments to the weight-bearing platform had 
left other areas of the stump without support. 
To check clearance of the bony prominences, 
and to see just how closely the socket was 
contacting the stump, about a dozen )4-in. 
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Fig. 28. Case 9, lateral view of the stump. 


Fig. 29. Case 9, anteroposterior x-ray of the pelvis. 


holes were drilled through the socket in the 
sacral area and from the level of the iliac crest 
down. To check effectiveness of the suspension 
hook, holes were bored in the socket through 
the area over the normal crest. As much as 
1g in. of space was found between the socket 
and the body in the gluteal region. 

Then, with the subject standing in the socket 
but bent slightly forward, thin plaster was 
poured into the check socket at the depression 


of the spinal column. When enough plaster had 
been poured into the socket so that it began 
to ooze out of the holes, the holes were masked 
off, and the amputee stood upright until the 
plaster had hardened. His immediate reaction 
was that he felt considerably more stable in 
the socket and that he had better suspension. 
After an hour’s check for walking and sitting 
comfort, there were no further complaints. 
On the male mold made from this socket, the 
brim was undercut all around to increase the 
flare, which had been insufficient on the 
plastic check socket. 

The final socket was fabricated from five 
layers of dacron with ten layers of glass cloth 
for reinforcement, especially across the weight- 
bearing area. Three layers of glass cloth were 
extended up to the level of the iliac crest on 
the side of the amputation, and two layers 
were brought up around the crest on the sound 
side. The socket did not overlap in front, but 
the anterior section was cut out between the 
mid-line and the crest on the normal side and 
a leather lacer was substituted. The final 
prosthesis (Fig. 30) was very satisfactory, and 
after two hours of walking between the bars 
the amputee was able to walk on a flat surface 
without the aid of canes or crutches. 

This man reports that he has worn his 
prosthesis continuously every day for the past 
six weeks. An expediter for a manufacturing 
concern, he is required to do much sitting, and 


Fig. 30. Case 9, the prosthesis. 
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he finds that the balancing action of the pros- 
thesis in sitting greatly reduces fatigue. 

On the basis of their experience with the 
case, the prosthetists concerned felt that at 
another time they would begin the plaster 
wrapping from the bottom and sit the patient 
on a solid object shaped to give firm contact 
under the tuberosity, an expedient which would 
concentrate the forces there. With the amputee 
still sitting, the wrapping would be continued 
upward over the crest of the ilium and around 
the waist, thus keying the pelvis to the cast. 

Making the plastic check socket was con- 
sidered a very useful part of the procedure 
because it showed up a number of socket faults 
not easily found with the plaster-wrap socket 
and peg. Part of the reason was that using the 
check socket with the adjustable leg rather 
than with a peg allowed the socket to be 
checked under conditions closer to those of the 
finished prosthesis. 


SUMMARY 


The experience of the Prosthetics Research 
Group to date indicates that the Canadian- 
type hip-disarticulation prosthesis is highly 
satisfactory. Gait is fairly natural as a result of 
hip-joint action in the last part of the swing 
phase and in the first part of the stance phase. 
Elimination of a hip lock through arrangement 
of the joints allows the amputee to stoop, 
squat, and sit voluntarily without reference to 
manual controls (Fig. 31). The broad hip 
joint has proved very durable. No cases of 
hip-joint failure or wear have been seen thus 
far. The plastic-laminate type of socket has 
proved durable. Resistance to perspiration 
and ease of cleansing make the socket odor- 
free, and the relatively unyielding molded 
socket allows comfortable, efficient transfer of 
forces between the torso and the prosthesis. 

Disadvantages of the prosthesis include the 
tendency for the hip to flex excessively when 
the amputee sits in soft seats and for the pros- 
thetic toe to hook under overhanging steps. 
Another inherent disadvantage is that the 
speed with which the amputee can walk is 
limited by the characteristics of the compound- 
pendulum system of the leg. Available control 
mechanisms do not offer substantial improve- 
ment. In sitting, hip flexion can be restricted 


by a stop between the socket and the top of 
the thigh, although this expedient limits the 
amputee in such maneuvers as squatting, or 
the amputee can prevent excessive hip flexion 
by crossing the prosthetic shank with the 
normal shank so that the prosthetic forefoot 
is restrained by the back of the normal shank 
(Fig. 32). 


Fig. 31. Action of the Canadian-type hip joint in 
sitting and bending. 


Fig. 32. Method of preventing excessive hip flexion 
during sitting. Normal shank restrains artificial shank. 
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Amputees who are accustomed to using a 
conventional prosthesis with a hip lock find 
the sensation of the free hip joint disturbing at 
first. Adaptation is rather rapid, however, at 
least for well-coordinated amputees. New 
cases do not sense the hip joint as a source of 
insecurity. Adaptation has been very rapid 
even in cases where a training program has 
been omitted. 

For the hip-disarticulation amputee, the 
place of the Canadian-type prosthesis has been 
definitely established. Moreover, indications 
are that it can be applied successfully to bor- 
derline cases in the category “hip disarticula- 
tion.” The two hemipelvectomy amputees 
studied have exhibited a degree of insensitivity 
to socket pressure that would not have been 
thought possible and have shown an astonish- 
ing level of ability on the prosthesis consider- 
ing the extent of anatomical loss. In the case 
of the short-stump above-knee amputee, the 
aim must be to conserve all possible function 
compatible with making the amputee ambula- 
tory in a comfortable and effective manner. 
More than 114 in. of tissue below the perineum 
would suggest that suction suspension should 
be attempted. If the stump is flexed, the 
Canadian-type prosthesis may be used, 
although remaining function is then sacrificed 
and cosmetic problems are introduced. 


Components used with the Canadian-type 
hip-disarticulation prosthesis have included 
both standard and friction-stabilized knees 
and standard as well as SACH feet. The 
single-axis knee with friction for swing-phase 
control has been found satisfactory. Knee 
stability is adequate at heel contact if the leg 
is properly aligned, and there is the advantage 
that the knee can be flexed easily at the be- 
ginning of the swing phase. In the last analysis, 
consideration of biomechanical principles and 
of individual amputees’ requirements serves 
as the best guide to selection of components. 
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Technical Notes 
from the 
Artificial Limb Program 





This section of ArtriFIcIAL Lips is intended 
as an outlet for new developments in limb pros- 
thetics which, though not deserving of a long 
feature article, nevertheless ought to be brought 
to the attention of the readers of this journal. 
Notes may vary in length from a single para- 
graph to several pages of manuscript, as appro- 
priate. Illustrations also are acceptable. 


Color Stabilization of Polyester Laminates 


Laminated forms made from _ polyester 
resins and stockinet exhibit a darkening effect 
when exposed to sunlight or to ultraviolet 
light. Since in the construction of such forms 
for use in prostheses much effort is put forth 
in the attempt to produce a laminate with 
homogeneous color, subsequent changes in the 
color are undesirable. It is known that the 
addition of such antioxidants as salicylic acid 
and other phenolic-type compounds to poly- 
ester resins will prevent darkening. Accord- 
ingly, a commercially available phenolic-type 
antioxidant—“U V Absorber 9” (2-hydroxy- 
4-methoxybenzophenone), manufactured by 
American Cyanamid Company—was selected 
by the Army Prosthetics Research Labora- 
tory and evaluated thoroughly as a color 
stabilizer in polyester formulations.' 

In order to determine the minimum amount 
of “U V Absorber 9” necessary for maxi- 
mum protection, a series of experiments was 
undertaken. Various amounts of “U V Ab- 
sorber 9” were incorporated into the APRL 
standard polyester-laminate formulation.? In 
addition, laminates formulated with Laminac 





1APRL Technical Report 5733. 

2 APRL polyester-laminate recipe: 

Paraplex P-43 60 parts 
| a A alia, 

Luperco ATC - ies 

Naugatuck promoter........ 8 drops/100 g. resin 
Pigment 


polyester resins (manufactured by American 
Cyanamid Company) also were evaluated. 

The fabricated laminates containing various 
amounts of “U V Absorber 9” were exposed 
to ultraviolet light for 240 hours, color read- 
ings being taken with a Hunter Color Differ- 
ence Meter* both before and after exposure. 
Color difference (AE) was derived from the 
formula: 


AE = VAL? + Aa + AB?, 





where 
AL = 10V Ru. 


Ra, a, and 6 values were obtained directly 
from the color-difference meter, and the ex- 
posed laminates were compared visually with 
the corresponding unexposed laminates. The 
color-difference readings and the values of 
AE obtained therefrom for the Paraplex and 
Laminac polyester resins are recorded in 
Tables 1 and 2. 


TABLE 1* 





“yy 
Ab- 
sorber | Rg | Rq'| a 
9” 


Resin System 


(parts) 


|27.7|23.3|13.0|14.6]17.3/22.6|7.06 
26. 4|23.8)15.8|16.6 16.9|20.7)4.60 


26.9) 25. 1/13. 1/13.7]17.2/19.5|2.92 





Paraplex P-44 . 0 
Paraplex P-13 ’ | 0.5 
Paraplex P-13.... 1.0 

Paraplex P-13.... 1.5 |26.1 24.9)14.6)14.9]17.1 18.7|2.08 
Paraplex P-13 ; 2.0 |27.0/25.8 13.8)14.1/17.7/19.2)1.94 
Paraplex P-13... 4.0 (|27.1 35.0)06.5/06.7)17.2)88.01.99 


® Ra, a, and 5b, before ultraviolet exposure; Rq', a', and 5!, 
after 240 hours’ exposure. 








TABLE 2* 





‘UV 


Resin System 





} | 
28.5 21.0 11.8|13.6]15.3 20.6)9.45 
26. 2)21.3/14.8 15.9}16.2)21.1|7.15 
27.0/22.4)14.4 15.5)16.3|19.8|5.97 
26.3/23.1)14.5 14.7/16.9)19.7/4.34 


| | 
27. 1)25.0)12.5]13.5/16. 3]18.0)2. 88 
24.8|23.0|15.5|15.6|17.1/18.8|2.63 
' | } 


Laminac 4116.... |} 0 

Laminac 4134.... |} 0.5 
Laminac 4134 | 1.0 
Laminac 4134....... 1.5 
Laminac 4134...... 2.0 
Laminac 4134.... 4.0 





® Ra, a, and b, before ultraviolet exposure; Rq', a', and b', after 
240 hours’ exposure. 





3 Manufactured by Gardner Laboratories, Bethesda, 
Md. 





The results clearly indicate that in each 
series the laminates which contained no 
“U V Absorber 9” exhibited the greatest color 
change. A survey of the values of AE also 
showed that those formulations which con- 
tained 4 parts of ‘““U V Absorber 9” per 100 
parts of polyester resin imparted the greatest 
protection against ultraviolet exposure. Lami- 
nac-type laminates that contained “U V 
Absorber 9” exhibited less color stability than 
did the corresponding laminates fabricated 
with Paraplex polyester resins. 

Comparison by visual inspection of lami- 
nates both before and after ultraviolet expo- 
sure showed that those compositions which 
contained 2 to 4 parts of the antioxidant per 
100 parts of polyester resin were the most 
identical in color. 

To ensure a permanent homogeneous color 
in polyester laminates, it is recommended 
that 4 parts of ‘““U V Absorber 9” per 100 
parts of resin be incorporated in subsequent 
polyester formulations. 

—Joshua Nelson 


Nylon Elastic Tape 


One of the chief advantages of 
synthetic fabrics as harness mate- 
rials for upper-extremity prostheses 
(ArtiFicrAL Lips, Spring 1956, 
p. 36) is their ability to dry 
quickly at room temperature. Yet 
until recently where elastic web- 
bing has been required it has been 
necessary to employ cotton elas- 
tic webbing, thus negating the 
rapid-drying quality of the syn- 
thetic tapes. 

At the request of the Army 
Prosthetics Research Laboratory, 
the J. W. Wood Elastic Company, 
Stoughton, Mass., made a nylon 
elastic webbing available for test- 
ing. In tests both at APRL (APRL 
Technical Report No. 5654) and at 
New York University (NYU Re- 
port, APRL Nylon Elastic Tape, 
November 1956), the new material 
offered in 1-in. width as Style No. 
6990 proved to be as satisfactory 


in every way as the 1-in. cotton arms. 


elastic tape now in general use. The main 
advantages are the shorter drying time and 
the nonabsorbing qualities. Nylon elastic 
tape dries completely in four hours, whereas 
cotton elastic tape requires more than eight. 

The new tape is available through most of 
the prosthetics supply firms. 


Improved Cable-Transmission System 


An improved cable-transmission system for 
use in the control systems of upper-extremity 
prostheses is now available as a result of a 
cooperative effort by the American Chain & 
Cable Co. (ACCO) and the Army Prosthetics 
Research Laboratory (APRL). Advantages 
to be expected from use of the new system are 
increased efficiency, quieter operation, and 
longer cable life. The new ACCO-APRL sys- 
tem consists of a swaged steel cable 0.041 in. 
in diameter and a wrapped steel cable hous- 
ing with a nylon liner insert used in conjunc- 
tion with the ACCO swaged fittings which 
have previously been available. 


IMPROVED CABLE-TRANSMISSION SYSTEM—Anton Leins, Jr., formerly 
Orthopedic Technologist with the Veterans Administration Pros- 
thetics Center, New York City, demonstrates use of the hand swage 
supplied with the new ACCO-APRL prosthetics kit. Swaging cold- 
fuses the terminal connections to the cable to form an attachment 
as strong as the cable itself. Besides the swaging tool, the kit con- 
tains enough parts to provide control systems for about 30 complete 
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Tests carried out at APRL during develop- 
ment, and later tests by the Prosthetic 
Devices Study at New York University,demon- 
strated the advantages of the new transmis- 
sion system. The most recent tests cover a 
period of six months’ wear by above- and be- 
low-elbow amputees who are active prosthe- 
sis users and who have a history of cable- 
maintenance problems. In every case there 
was an increase in control-system efficiency, 
the average increase being 8 percent for below- 
elbow amputees and 8.2 percent for the above- 
elbow cases. Every test amputee reacted 


favorably to the new system and stated that 
operation of the prosthesis was either ‘‘quieter” 
or “smoother.” 

Application of the new control system poses 
no special problems if the prosthetist is pro- 
vided with the necessary components and with 
the “ACCO Precision Swaging Tool.” These 


are available from the manufacturer in kit 
form. Two points of technique need to be 
emphasized. First, the cable must be lubri- 
cated with the “lubrication stick” (provided 
in the kit) before it is inserted in the nylon 
liner. Second, the liner is best retained inside 
the housing by fitting ferrules to each cut 
end, and care must be exercised in applying 
them to assure that the liner does not pro- 
trude beyond the housing. 

Further information and all necessary mate- 
rials and equipment for application of the new 
system may be obtained from the Automotive 
and Aircraft Division, American Chain & 
Cable Co., Inc., 601 Stephenson Bldg., De- 
troit 2; 2216 So. Garfield Ave., Los Angeles 
22; or Bridgeport 2, Conn. A descriptive ad- 
vertisement appears on page 6 of the Ortho- 
pedic and Prosthetic Applicance Journal for 
June 1957. 








Abstracts 
of 
Current Literature 





This section of ArtirictaL Lips is intended 
to summarize the current literature of limb 
prosthetics, especially the less accessible reports 
literature arising from the several research groups 
participating in the Artificial Limb Program. 
Authors are invited to submit, for review, 
copies of any such material, including papers 
published in scientific journals. 


Manual of Above Knee Prosthetics [for Pros- 
thetists], Edited by Miles H. Anderson 
and Raymond E. Sollars, Prosthetics Edu- 
cation Program, School of Medicine, Uni- 
versity of California, Los Angeles, Janu- 
ary 1, 1957. iv plus 252 pp., illus. $4. 
This volume, bound in loose-leaf form with 

soft, accordian-fold cover, was prepared by the 

staff of the Prosthetics Education Project 
at the University of California at Los Angeles 
for use as a textbook by prosthetists taking 
the courses in Clinical Prosthetics: Above-Knee 

Amputations (page 83). Intended as a class- 

room and laboratory aid, it has since been 

adopted for use in similar courses offered at 

New York University. 

In a total of 19 chapters, the Manual out- 
lines the functional anatomy of the normal 
lower extremity, describes the process of hu- 
man locomotion, normal and amputee, and 
provides detailed, stepwise procedures for 
constructing, fitting, and aligning the uni- 
lateral above-knee prosthesis according to the 
principles evolved by workers at the Lower- 
Extremity Amputee Research Project at the 
University of California, Berkeley. Although 
the subject matter is aimed almost entirely 
at the suction-socket method of suspension, 
there is included a chapter on auxiliary sus- 
pensions and another describing some com- 
mercially available components (socket blocks, 
knee and ankle setups, various types of knees 
and ankles, and the several kinds of prosthetic 


feet) that can be purchased ready-made. 
Included also are detailed instructions for use 
of the UC adjustable leg in obtaining proper 
alignment and for use of the alignment- 
duplication jig in producing the established 
alignment in the finished prosthesis. Rather 
profuse illustrations support the text through- 
out. 

Produced under the sponsorship of the Pros- 
thetics Research Board, this publication was 
made possible by a training grant provided 
by the Office of Vocational Rehabilitation, 
U. S. Department of Health, Education, 
and Welfare. 


Manual of Above Knee Prosthetics for Phy- 
sicians and Therapists, Edited by Miles 
H. Anderson and Raymond E. Sollars, 
Prosthetics Education Program, School of 
Medicine, University of California, Los 


Angeles, April 1, 1957. v plus 211 pp., illus. 
$4 


This volume, a sort of companion piece to 
the Manual of Above Knee Prosthetics [for 
Prosthetists| (see above), was prepared by the 
staff of the Prosthetics Education Project 
at the University of California at Los Angeles 
for use as a textbook by physicians and thera- 
pists taking the courses in Clinical Prosthetics: 
Above-Knee Amputations (page 83). Like 
the Manual for prosthetists, it too has been 
adopted for use in courses in above-knee 
prosthetics at New York University. 

Although, as might have been expected, 
almost half of the material presented in this 
volume (locomotion, fabrication and fitting 
of above-knee prostheses, use of the adjust- 
able leg and the alignment-duplication jig, 
auxiliary suspensions, and commercially avail- 
able components) overlaps that given in the 
Manual for prosthetists, the remainder (am- 
putation surgery, preoperative and postopera- 
tive care, stump complications, stump hy- 
giene, pain, and a 40-page section on amputee 
training) is clearly in the professional areas 
of the physician and the therapist. 

Again like the Manual for prosthetists, this 
volume too was published under the auspices 
of the Prosthetics Research Board, was fi- 
nanced by a training grant from the Office of 
Vocational Rehabilitation, is devoted wholly 
to the unilateral case, and is bound loose- 
leaf to accommodate future revisions. 





A Manual for Occupational Therapists on the 
Rehabilitation of Upper Extremity Ampu- 
tees, Thelma L. Wellerson, College of 
Physicians and Surgeons, Columbia Univer- 
sity, [and] Institute for the Crippled and 
Disabled, New York City, April 1957. vi 
plus 144 pp., illus. Free. 

This manual, the result of a training grant 
by the Office of Vocational Rehabilitation, 
U. S. Department of Health, Education, and 
Welfare, is intended to augment the instruc- 
tion of undergraduate students in the treat- 
ment of arm amputees. In addition to a brief 
history of upper-extremity prosthetics, it 
includes an outline of the functions of the pros- 
thetics clinic team, a description of all recom- 
mended prostheses for the upper extremity 
from the wrist-disarticulation case to the fore- 
quarter, instructions for preprosthetic treat- 
ment, a detailed outline of prosthetics training 
for arm amputees (including suggested ways of 
accomplishing routine tasks of daily living), 
and specimen forms used by the Institute for 
the Crippled and Disabled in evaluating the 
performance of arm amputees. Presented in 
outline form, and classified by type of case 
(below-elbow, above-elbow, bilateral, and so 
on), the material covers all necessary treat- 
ment of the arm amputee from initial evalua- 
tion to final checkout. With the exception of 
one chart, fabrication of arm prostheses is 
omitted. But the text is profusely illustrated 
with drawings taken for the most part from 
established sources. Especially interesting, 
and unusual, are some of the “tricks’’ offered 
difficult cases for the performance of essential 
activities. 


The Canadian Type Syme Prosthesis, J. 
Foort, Series 11, Issue 30, Lower-Extremity 
Amputee Research Project, Institute of 
Engineering Research, University of Cali- 
fornia (Berkeley), [Report to the] Prosthet- 
ics Research Board, National Research 
Council, December 1956. 36 pp., illus. 
Free. 

The Syme amputation, which removes the 
foot at the ankle while retaining the tough 
heel pad for weight-bearing, provides one of the 
most satisfactory end-bearing stumps known. 
In general, a person with such an amputation 
is able to walk with all weight supported 
directly on the end of the stump. But because 








THE CANADIAN-TYPE SYME PROSTHESIS—A modification 
incorporating the features of the SACH foot. From the 
UC report. 


of the loss of some 2% to 314 in. of the length 
of the normal limb, gait without a prosthesis 
is lopsided. Moreover, absence of the fore- 
foot causes drop-off at the end of the stance 
phase, and loss of normal ankle function pro- 
duces knee extension during weight-bearing. A 
functional prosthesis for the Syme amputa- 
tion must therefore lengthen the limb so as to 
match the natural one in the standing posi- 
tion, supply a forefoot to increase effective leg 
length at toe-off, and provide the equivalent 
of plantar- and dorsiflexion. 

The conventional Syme prosthesis, with 
laced leather socket and metal sidebars, ful- 
fills all functional requirements satisfactorily, 
but it has a number of disadvantages. The 
sidebars are subject to frequent breakage. 
The leather socket deteriorates and loses 
shape. There is excessive bulkiness in the 
already broad area of the malleoli. Excessive 
weight often requires auxiliary suspension. 
And the shoe on the normal side often must be 
elevated to provide clearance for the ankle- 
joint assembly. 

Early in 1954 (ArtrricraL Liss, Septem- 
ber 1954, pp. 23-24), the Canadian Depart- 
ment of Veterans Affairs reported the develop- 
ment of an experimental Syme prosthesis, 
much lighter in weight and much better in 





appearance, consisting of a plastic-laminate 
socket attached to a solid foot (no ankle 
joint) made of foam-crepe shoe-sole material 
built around a molded keel of Fiberglas-rein- 
forced plastic. At the time, the device was 
under evaluation by 10 subjects, and the re- 
sults were considered good. Subsequent ex- 
perimental and design work at the University 
of California (Berkeley) toward application 
of the so-called “SACH foot” (Solid Ankle, 
Cushion Heel) to above-knee prostheses 
offered an improved method of construction 
of the Canadian-type Syme prosthesis, to- 
gether with the possibility of improved func- 
tion. Accordingly, the group at Berkeley 
undertook to develop improved techniques of 
assembly and fitting and to apply the SACH 
principle to the Canadian design. During 
1955, more than 40 cases were fitted with 
the modified device, all seemingly with good 
results. 

This report presents well-illustrated and 
detailed instructions for making and fitting 
the Canadian-type Syme prosthesis according 
to the latest methods. Included are the re- 
quirements of stump examination and meas- 
urement, details of cast-taking and construc- 
tion of a male model, the method of preparing 
the socket from polyester resins with Fiberglas 
reinforcement, the procedure for constructing 
the foot (with templates for the component 
parts for shoe sizes 6 through 12), the steps 
involved in assembly and adjustment of the 
finished prosthesis, and a list of the necessary 
materials together with the names and ad- 
dresses of suppliers. 

Besides being lighter and less bulky at the 
ankle than the conventional Syme prosthesis, 
the Canadian type is said to exhibit fewer 
structural failures, to require little or no auxili- 
ary suspension, to be free of noise, and to be 
completely resistant to weather and perspira- 
tion. Comfort is improved owing to better 
heat dissipation and to reduced shock at heel 
contact. Production time and material costs 
are lower, and the range of possible foot heights 
is adequate to fit the range of Syme stump 
lengths without elevating the shoe on the 
normal side. In addition, the technique may, 
it is claimed, be adapted for use with Boyd, 
Pirogoff, or Chopart amputations, in the lat- 
ter case when residual ankle action cannot be 
utilized for physiological reasons. 


A Survey of 48 Cineplasty Amputees, Pros- 
thetic Devices Study, Research Division, 
College of Engineering, New York Univer- 
sity, Report No. 115.25, Prepared for the 
Prosthetic and Sensory Aids Service, Veter- 
ans Administration, May 1957. vi plus 40 
pp., 5 inserts, 15 tables. Free. 

Since its invention late in the 19th century, 
and its more active pursuit in the early part 
of the 20th, the technique of cineplasty, the 
method of harnessing residual muscles in an 
arm stump for the operation of an upper- 
extremity prosthesis, has been the subject of 
much controversy and of waxing and waning 
interest both in the United States and abroad. 
One of the reasons for criticism related to the 
lack of suitable prosthetic components for 
use with cineplastic muscle tunnels. With the 
advent, after World War II, of enlarged re- 
search programs in the United States for the 
development of improved prosthetic devices, 
the Veterans Administration, the Army, and 
the Navy, all in cooperation with the Advisory 
Committee on Artificial Limbs (now the 
Prosthetics Research Board), established 
renewed studies of the surgical and prosthetic 
aspects of cineplastic treatment leading 
to improved surgical procedures and to better 
methods and materials for the construction 
of cineplastic prostheses. After the new 
methods had been employed for some time, 
the Prosthetic Devices Study of New York 
University undertook, by personal interview, 
a survey to obtain information on the utility 
and acceptability of cineplastic motors and 
prostheses in 48 male amputees who had been 
fitted through VA facilities. 

In the selection of subjects, three criteria 
were employed. The first required that the 
amputee be willing to and capable of provid- 
ing the necessary information; the second re- 
quired that the subject live within 50 miles 
of a VA clinic; and the third limited the 
subjects to those who had worn cineplastic 
prostheses for a year or more. The following 
information was sought: personal history, 
experience with amputation and prostheses, 
and description of prostheses used (personal 
interview); biomechanical data, including 
length of stump and of sound arm, description 
of the cineplastic tunnel, and characteristics 
of the prosthesis (recorded by interviewer); 
comments on appearance, fit, comfort, and 





function of the prostheses (recorded by am- 
putee): comparison of conventional and of 
cineplastic prostheses (by those subjects 
who had worn both); and condition of stump, 
tunnel, and general health of the subject 
(recorded by VA staff physician). 

Of the 48 amputees in the sample, 36 had 
below-elbow amputations, nine were above- 
elbow cases, and three were shoulder disarticu- 
lations. The below-elbow cases had undergone 
biceps cineplasty, while the above-elbow and 
shoulder-disarticulation cases had pectoral 
tunnels, of which seven were used to operate 
the elbow lock, five for terminal-device opera- 
tion. Ranging in age from 21 to 57 years, the 
below-elbow subjects had an average age of 30 
years. The three shoulder-disarticulation cases 
and the nine above-elbow cases (of which two 
with short stumps had been fitted as shoulder 
disarticulations) were from 23 to 36 years of 
age, and stump lengths in the above-elbow 
subjects ranged from 1}% to 9 in. As a whole, 
the group seemed representative of veteran 
upper-extremity amputees with respect to age, 
amputation type, educational achievement, 
and experience with prostheses. 

In general, the results indicated that biceps 
cineplasty was successful, as reflected by con- 
tinuous wear of the prostheses and by the 
usually favorable opinions expressed by the 
subjects. Most of the deficiencies appeared to 
be related either to substandard condition of 
the mechanical components or to poor fitting. 
Despite the bad features, largely avoidable, 
of many of the below-elbow limbs, almost all 
of the subjects believed their prostheses to be 
serviceable and satisfactory in most respects. 
A few medical problems existed, but none 
prevented wear and use of the prostheses. 

Pectoral cineplasty in the above-elbow and 
shoulder-disarticulation cases was, on the con- 
trary, found to be of only marginal value. 
Four of the 12 subjects had discarded their 
cineplastic prostheses, two in exchange for 
conventional arms and two for an empty 
sleeve. Although the remaining eight subjects 
wore their cineplastic arms regularly, they 
used them for relatively few activities and ex- 
pressed no preference for cineplasty over con- 
ventional limbs so far as usefulness, comfort, 
or ease of operation were concerned. Most of 
the subjects with pectoral cineplasty described 
their prostheses as offering only limited use. 
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Half of the subjects in this group had, or had 
had, medical difficulties with their muscle 
tunnels. Three pectoral tunnels had been 
closed, and of those remaining several ex- 
hibited bad features related to improper sur- 
gical construction. 

The over-all conclusion was that biceps 
cineplasty in the below-elbow case is generally 
satisfactory, even with comparatively short 
below-elbow stumps having limited forearm 
flexion. Pectoral cineplasty was in general 
not considered particularly useful. 


Upper Extremity Prosthetic Devices for Chil- 
dren, Michigan Crippled Children Commis- 
sion (Carleton Dean, M.D., Director), 
Lansing, Mich., [1957]. ii plus 69 pp., illus. 
Free. 

Early in 1946, the Michigan Crippled Chil- 
dren Commission, with the cooperation of 
the Mary Free Bed Guild Children’s Hospital 
and Orthopedic Clinic at Grand Rapids, initi- 
ated a program of rehabilitation devoted en- 
tirely to the problems of the child amputee. 
The purpose was not only to fit the juvenile 
amputee with the best prosthetic equipment 
available but also to train him in its use, to 
continue to supply modifications of equip- 
ment, as dictated by growth factors, up to the 
age of 21 years, and to study the influence of 
cause of amputation (congenital or traumatic), 
age at time of amputation if traumatic, paren- 
tal attitudes, and so on. Supported entirely 
by the Commission, the work up to 1955 
afforded services to Michigan children only. 
In that year, the Children’s Bureau of the 
U. S. Department of Health, Education, and 
Welfare, recognizing the success of the en- 
deavor, made a special grant in order that 
similar services might be made available to 
child amputees from other states. 

This report gives the frequency distribution 
of child amputees of all types (226 with upper- 
extremity amputations, 194 with amputations 
in the lower extremity) recorded in the Michi- 
gan State Register of Crippled Children as of 
June 30, 1956. Presented also—by drawings, 
photographs, and exploded views—are the 
types of arm prostheses found suitable for the 
various levels of amputation in the upper ex- 
tremity in children 244 years to adult (21 
years) and a statistical analysis of the devices 
fitted to 50 congenital and 46 traumatic cases 





of unilateral upper-extremity amputation 
among Michigan children as of April 1, 1957. 
Detailed information on equipment and serv- 
ices furnished, plus the cost of such equip- 
ment and services, is given for 40 of the 96 
cases cited. 

Evidence is presented to the effect that the 
best results are obtained when child amputees 
are fitted at the earliest possible date (as 
early as five months), but it is pointed out 
that the requirements of the young amputee 
are in general quite unlike those of the adult 
and that the number of available devices 
especially designed for children is still unduly 
limited. 


Evaluation of the Solid Ankle Cushion Heel 
Foot (SACH Foot), Prosthetic Devices 
Study, Research Division, College of En- 
gineering, New York University, Report 
No. 115.23, Prepared for the Prosthetic 
and Sensory Aids Service, Veterans Ad- 
ministration, May 1957. vii plus 83 pp., 
illus. Free. 

As early as 1955, the Prosthetic Devices 
Study of New York University undertook 
an evaluation of an experimental model of 
the so-called “SACH foot’ (Solid Ankle, 
Cushion Heel) and found the device to be a 
desirable prosthetic component both func- 
tionally and psychologically. Because of the 
shock-absorbing qualities at heel contact and 
the comparatively smooth transition of weight 
from heel to toe during the stance phase, a 
high degree of amputee acceptance was af- 
forded the device. But excessive maintenance 
requirements, owing largely to delamination 
of the heel components, constituted a serious 
deterrent to full acceptance. Subsequent re- 
finements in heel construction led to a recom- 
mendation that the SACH foot be placed in 
production. This report summarizes the results 
obtained with revised production models and 
makes recommendations as to the future appli- 
cation of the SACH foot. 

The investigation was divided into three 
parts. The first was concerned with an evalua- 
tion of the adequacy of existing instructions 
for fitting the production models. The second 
dealt with structural and functional compari- 
sons between the production models and the 
previously tested experimental models, both 
under static conditions and under the dy- 





THE SACH FOOT—Modification designed at the Uni- 
versity of California, Berkeley, shown in cross-section. 
From the NYU report. 


namic conditions of amputee use. And the 
third was aimed at an assessment of the rela- 
tive value of heels of “medium” or “firm” 
stiffness when applied according to the in- 
structions. 

As for the first part, the experience of the 
prosthetists involved in the study led to the 
recommendation that the instructions [/n- 
stallation and Adjustment of the Solid Ankle- 
Cushion Heel (SACH) Foot for Adult Male 
Amputees, March 1957, revised] be approved 
and distributed for general use. In the second 
part, the tests indicated that the improved 
SACH foot, both “firm” and “medium” 
heel, is an acceptable item and generally 
preferred over the conventional foot with 
articulated ankle. But in the third part (the 
evaluation of “firm” versus “medium” heels 
when applied according to the instructions), 
amputee reactions were so hopelessly confused 
as to prevent any clear interpretation. En- 
gineering tests indicated that the differences 
between “firm” and “medium” wedges were 
actually very slight, thus leading to an un- 
structured situation with consequent ambigu- 
ity. On the basis of the general results, it is 
recommended that consideration be given to 
fabrication of a heel wedge considerably stiffer 
than either of the two types tested. 

The objection to the SACH foot most fre- 
quently cited was the difficulty of donning 
and removing shoes and socks. Accordingly, 
it is recommended further that consideration 
be given to more optimal shaping, especially 
in the area of the heel. Some objectionable 
behavior in heel-to-toe transition is noted 
and proposed as an area for further investiga- 
tion. 








Digest of Major 
Activities of the 
Artificial Limb Program 





This section of ARTIFICIAL Liss is intended to 
present a summary of principal news events of 
interest in the Artificial Limb Program during 
the several months preceding issue. Stories of 
activities in the various laboratories and asso- 
ciated agencies, reports of meetings, photographs, 
and items about individuals all are acceptable. 


Annual Prosthetics Conference 


During the period May 21 through 25, all 
committees and subcommittees of the Pros- 
thetics Research Board met at the National 
Academy of Sciences in Washington for the 
1957 Annual Spring Conference of the Arti- 
ficial Limb Program. Tuesday and Wednesday, 
May 21 and 22, were given over to individual 
meetings of all committees and subcommittees 
except the Committee on Prosthetics Research 
and Development, which convened on Friday 
afternoon, May 24, to receive the reports of 
the three Phase Subcommittees and to discuss 
and act upon the recommendations. 

Thursday, May 23, was devoted to an all- 
day Scientific Session presented under the 
joint auspices of the Committee on Pros- 
thetics Research and Development, the Com- 
mittee on Prosthetics Education and Informa- 
tion, and the newly authorized Committee 
on Child Prosthetics Problems. Brig. Gen. F. 
S. Strong, Jr., Chairman of PRB, led off a 
series of six presentations covering topics 
currently of special interest in the Artificial 
Limb Program. He spoke on Planning and 
Organization of Research for Amputees. Dr. 
Verne T. Inman, of the University of Cali- 
fornia Medical Center, San Francisco, covered 
the present status of research in the medical 
problems of the amputee, and Drs. H. F. 
Albronda and G. Hamilton Crook discussed 
the purposes, procedures, and goals of the 
Psychology Study Group of the Lower-Ex- 
tremity Amputee Research Project, University 
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of California Medical Center, San Francisco. 
Dr. George T. Aitken, consulting orthopedist 
with the Michigan Crippled Children Com- 
mission, Grand Rapids, spoke on The Status of 
Child Prosthetics. 

During the afternoon of the 23rd, there was 
a panel discussion of Dissemination of Research 
Results to the Professions Involved in Rehabili- 
tation of Amputees. Serving as moderator for 
the panel was Dr. Charles O. Bechtol, Pro- 
fessor of Orthopedic Surgery at Yale Univer- 
sity. He was assisted by Dr. Miles H. Anderson, 
Director of the Prosthetics Education Project 
at UCLA; Jack L. Caldwell, certified pros- 
thetist with J. E. Hanger, Inc., of Tampa, 
Fla.; Dr. Sidney Fishman, Director of the 
Prosthetic Devices Study at NYU; Dr. Harriet 
E. Gillette, Director of the Physical Medicine 
and Rehabilitation Clinic, Atlanta; and Dr. 
Eugene F. Murphy, Chief of the Research and 
Development Division of the VA’s Prosthetic 
and Sensory Aids Service. Closing the program 
for the day was Gerald E. Gwynne, engineer 
with the Engineering Artificial Limbs Project 
at UCLA. He presented An Experimental 
Design Study of an Upper-Eatremity Pros- 
thesis. 

On Friday morning, May 24, various par- 
ticipants in the Artificial Limb Program and 
a group of volunteer amputee subjects joined 
forces in presenting a demonstration of progress 
before a special session of the U. S. Senate 
Committee on Labor and Public Welfare 
(page 80). The series of meetings was con- 
cluded Saturday morning, May 25, with the 
meeting of the Committee of the Whole. Dur- 
ing that session, Chairman Strong received on 
behalf of the Prosthetics Research Board the 
reports of the Committee on Prosthetics 
Research and Development, the Committee on 
New Devices, the Committee on Prosthetics 
Education and Information, and the Commit- 
tee on Child Prosthetics Problems. 

Before the meeting adjourned, it was agreed 
by all that annual conferences are highly 
desirable, that Washington is probably the 
best site, and that they are best held in late 
spring, preferably after the end of the aca- 
demic year. The next Annual Spring Con- 
ference of the Artificial Limb Program is 
scheduled to be held in Washington the week 
of June 16, 1958. 





PRB EXPOSITION OF PROGRESS—Some highlights. The Honorable Lister Hill (D., 
Ala.) chats with Brig. Gen. F. S. Strong, Jr. (left), Chairman of the Prosthetics 
Research Board, and Dr. Harriet E. Gillette, Director of the Physical Medicine 
and Rehabilitation Clinic, Atlanta, during the presentation before the Senate Com- 


mittee on Labor and Public Welfare May 24. 


PRB Exposition of Progress 


In Washington on May 24, at the request of 
the Committee on Labor and Public Welfare 
of the U. S. Senate, the Prosthetics Research 
Board, assisted by members of its committees, 
various other specialists, and almost a dozen 
volunteer amputee subjects, presented another 
demonstration (ARTIFICIAL Limps, May 1954, 
p. 41) aimed at illustrating some of the results 
of the Artificial Limb Program. Prepared 
under the supervision of Dr. Sidney Fishman, 
of New York University, the presentation was 
given in the historic old Supreme Court Cham- 
ber in the Senate wing of the United States 
Capitol before members of the Committee 
and more than 200 guests. Included for the 
first time were some of the results of work with 
child amputees. It was also the first time that 
accomplishments in the field of artificial limbs 
had been presented before a Senate committee. 

In opening the session, the Honorable Lister 
Hill (D., Ala.), Chairman of the Senate Com- 
mittee on Labor and Public Welfare, outlined 
the background leading to the development of 


the Artificial Limb 
Program. He cited 
Public Law 729, 80th 
Congress,' which au- 
thorizes and pro- 
vides funds for a 
continuing program 
of prosthetics re- 
search, and Pub- 
lic Law 565, 83rd 
Congress, which 
amended the Voca- 
tional Rehabilita- 
tion Act in such a 
way as to support 
the Prosthetics Ed- 
ucation Program. 
Speaking of the work 
conducted during 
the past 12 years, 
Senator Hill said 
that the Artificial 
Limb Program had 
accomplished “strik- 
ing results, the ben- 
efits of which accrue 
equally to civilian 
amputees and to vet- 
erans,” and he later made it clear that “out 
of these demonstrations must come the resolve 
and determination that this great program 
must and shall go forward.” 

Before presenting the several clinic teams 
and their respective amputee demonstrators, 
Brig. Gen. F. S. Strong, Jr., Chairman of 
the Prosthetics Research Board, expressed the 
appreciation of all the participants for the 
opportunity to show what, through systematic 
research, it has been possible to do for handi- 
capped people and called attention to the 
debt owing to Congresswoman Edith Nourse 
Rogers (R., Mass.), who, as the then Chairman 
of the House Committee on Veterans’ Affairs, 
was instrumental in the passage of the en- 
abling legislation for continuance of the Arti- 
ficial Limb Program. He said that “.. . with- 
out Mrs. Rogers’ wisdom at the critical time 
in providing for continuity, many of these 
research projects would have had to fold up.” 
As for the importance of continuity, General 


1 Public Law 729, 80th Congress, was superseded 
June 17, 1957, by Public Law 85-56, 85th Congress. 
—Ep. 





Strong pointed out that research workers can- 
not devote their time to such a specialized 
field as limb prosthetics unless they are as- 
sured of reasonable tenure. 

Presenting upper extremities was Dr. 
Charles O. Bechtol, Chief of the Division of 
Orthopedic Surgery at Yale University, as- 
sisted by Lt. Sheila McDonnell (USA, MSC), 
Physical Therapist at Walter Reed Army 
Hospital, and William E. Hitchcock, Pros- 
thetics Instructor in the Post Graduate Medi- 
cal School of New York University. Lower 
extremities were demonstrated by Dr. Cam- 
eron B. Hall, Clinical Professor of Orthopedic 
Surgery in the School of Medicine at UCLA. 
His clinic-team associates were Irene Waters, 
Physical Therapist at the Institute of Physical 
Medicine and Rehabilitation, NYU-Bellevue 
Medical Center, New York City, and Charles 
A. Hennessy, Prosthetics Instructor at the 
School of Medicine, UCLA. The novel presen- 
tation of child pros- 
thetics was under 
the direction of Dr. 
George T. Aitken, 
Consulting Orthope- 
dist with the Mich- 
igan Crippled Chil- 
dren Commission, 
assisted by Lt. Mc- 
Donnell. 

Amputee demon- 
strators included: 
from the Washing- 
ton, D. C., area, 
Daniel J. Dennehy, 
Jack R. Northrup, 
Lewis A. Rice, and 
Alonzo Spencer; 
from the New York 
area, Herbert 
Kramer and Leon- 
ard McCarthy. The 
child amputees were 


Heights, Md.; and Eugene Sanchez-Saavedra, 
10, of New York City. 

After the presentation and discussion of the 
amputees and their prosthetic appliances, Mary 
E. Switzer, Director of the Office of Vocational 
Rehabilitation of the U. S. Department of 
Health, Education, and Welfare, James J. 
Segars, Supervisor of Physical Restoration for 
the Georgia State Department of Education, 
and Dr. Harriet E. Gillette, Director of the 
Physical Medicine and Rehabilitation Clinic, 
Atlanta, outlined the current work of their 
respective organizations. 

In closing the demonstration, Senator Hill 
and General Strong acknowledged the valuable 
contributions of a number of the principals 
in the Artificial Limb Program and expressed 
appreciation to Robert S. Allen, well-known 
Washington newsman and consultant to the 
Prosthetics Research Board, for his efforts in 
arranging for the meeting. 


a 


PRB EXPOSITION OF PROGRESS—Some highlights. Distinguished members of the 
Congress observe the accomplishments of Donna DeYoung, 64-year-old bilateral 
knee-disarticulation amputee of Grand Haven, Mich., during the presentation on 
Capitol Hill May 24. Left to right beside Donna are Senator John S. Cooper (R., 
Ky.), Senator Pat McNamara (D., Mich.), Congresswoman Edith Nourse Rogers 
(R., Mass.), and Senator Lister Hill (D., Ala.), Chairman of the Senate Com- 
mittee on Labor and Public Welfare. In right background (head aside) is Dr. 
Craig L. Taylor, Director of the Engineering Artificial Limbs Project at the Uni- 
versity of California at Los Angeles. 
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Diana Beckett, 4%, 
of Beltsville, Md.; 
Donna DeYoung, 
644, of Grand 
Haven, Mich., 
David J. Dodge, 
644, of District 





















































A transcript of the hearing, entitled Progress 
of the Artificial Limb Program, has been pub- 
lished by the U. S. Government Printing 
Office. Copies may be obtained from Stewart 
E. McClure, Chief Clerk of the Senate Com- 
mittee on Labor and Public Welfare. 


Conference on Prosthetic Devices for Children 


Pursuant to the proposal made during the 
exploratory Conference on Child Prosthetics 
Problems at UCLA last October 26 (ArtTi- 
FICIAL Limps, Spring 1957, p. 110), more than 
a score of persons actively engaged in work 
with juvenile amputees met April 3 through 5 
at the Mary Free Bed Children’s Hospital, 
Grand Rapids, Mich., to assess the prosthetic 
devices currently available for use on children, 
to outline areas in need of development, and 
to determine directions for research toward 
the improvement of artificial-limb components 
for children. The three-day session covered 
the entire field of prosthetic components for 
the child amputee, both upper and lower ex- 
tremity, and included discussion of the present 
status of checkout procedures for this younger 
age group. 

Among the immediate accomplishments of 
the conference was the development of special 
checkout and training-observation forms to be 
used by the various participating agencies in 
gathering data on the suitability and efficiency 
of prostheses applied to children. It is antici- 
pated that the information thus collected will 
eventually offer valuable clues for the modifi- 
cation and improvement of children’s mechani- 
cal components. 

At the conclusion of the meeting on com- 
ponents, it was agreed by all present that a 
similar conference covering the nonmechanical, 
or psychosocial and medical, aspects of the 
child-amputee problem should be held in the 
near future. Accordingly, an ad hoc committee 
was appointed to recommend ways and means 
of organizing such a conference. 


Prosthetics Education Program 


During the spring of 1957, the nationwide 
Prosthetics Education Program was continued 
with additional courses in above-knee pros- 
thetics at New York University and at the 
University of California at Los Angeles and 
with one more course in upper-extremity 
amputations at UCLA. As in the case of the 
previous sessions (ARTIFICIAL Liwss, Spring 
1956, p. 39; Autumn 1956, p. 69 ff.; Spring 
1957, p. 111), the courses were open to physi- 
cians and surgeons, therapists, and prosthetists 
and were so designed that the three groups 
worked together for at least a portion of the 
course time. 

At New York University, the program for 
the 1956-57 academic year was completed 
with three courses in above-knee prosthetics, 
with the following attendance: 
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Students of these three classes were as 


follows: 


COURSE 741D (Above-Knee Prosthetics) 


Physicians, April 1 through 5—Dr. Richard D. 
Burk, Columbus, Ohio; Dr. William F. Enneking, 
Jackson, Miss.; Dr. William M. Ewing, Louisville, 
Ky.; Dr. Julius C. Felicetti, Hempstead, N. Y.; Dr. 
Maurice Gershman, Far Rockaway, N. Y.; Dr. Emily 
R. Hess, Fort Thomas, Ky.; Dr. C. Hugh Hickey, 
Milwaukee; Dr. Hla Pe, New York City; Dr. Otho C. 
Hudson, Hempstead, N. Y.; Dr. Saul N. Machover, 
Pittsburgh; Dr. Emilie Maxwell, Haverford, Pa.; Dr. 
Rex O. McMorris, Louisville, Ky.; Dr. Robert D. 
Mussey, Urbana, Ill.; Dr. Herbert Nogin, Brooklyn, 
N. Y.; Dr. William J. O’Rourke, Cincinnati; Dr. 
Kenneth S. Phillips, New Albany, Ind.; Dr. Thomas 
J. Radley, Cincinnati; Dr. Max A. Stoner, Philadel- 
phia; and Dr. Frederick Ziman, New York City. 





PROGRESS OF THE ARTIFICIAL LIMB PROGRAM—Dr. Charles O. Bechtol (with microphone), Dr. Cameron B. Hall 
(holding above-knee prosthesis); Dr. George T. Aitken (lower right, with the children), Charles A. Hennessy (kneel- 
ing to adjust trial leg), and Irene Waters (white uniform) demonstrate recent developments in limb prosthetics 
before a special session of the Senate Committee on Labor and Public Welfare May 24. Gentleman with the canes 
is Senator Charles E. Potter (R., Mich.), himself a bilateral leg amputee. Standing in background near center are 
Brig. Gen. F. S. Strong, Jr., and Dr. Harold W. Glattly, Chairman and Executive Director, respectively, of the 
Prosthetics Research Board. 
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PROSTHETICS EDUCATION AT NyU—Students of the courses in above- 
knee prosthetics offered by New York University engage in shop 
practice in the construction of the above-knee prosthesis according to 
the principles developed at the University of California at Berkeley. 


COURSE 742D (Above-Knee Prosthetics) 


Therapists, March 28 through April 5—Florence G. 
Bailey, Cincinnati; Elizabeth M. Carey, Hudson Falls, 
N. Y.; William B. Daugherty, Worthington, Ohio; 
W. Wilson Fulton, Jackson, Miss.; Richard H. Gold- 
stein, Hempstead, N. Y.; Richard A. Jessum, Jamaica, 
N. Y.; Kenneth F. Lonnborg, Milwaukee; Earl W. 
Mason, Louisville, Ky.; Richard V. McDougall, Pitts- 
burgh; John B. Murphy, Chillicothe, Ohio; Anne 
Pascasio, Philadelphia; Harold E. Potts, Montclair, 
N. J.; Alvin R. Rogerson, Bloomfield, N. J.; Dolores 
Shoulders, Urbana, Ill.; Joseph T. Strunk, Cincinnati; 
and Hazel A. Van Arnam, Troy, N. Y. 


COURSE 743D (Above-Knee Prosthetics) 


Prosthetists, March 25 through April 5—Wilfred J. 
Anair, Sr., New Britain, Conn.; Karl J. Barghausen, 
Venetia, Pa.; William R. Barnett, Peoria, Ill.; Herman 
J. Geisler, Fond Du Lac, Wis.; Carrol M. Gordon, 
North Little Rock, Ark.; Bernard G. Holland, Jr., 
Hattiesburg, Miss.; Bennie H. Huggins, Raleigh, N. C.; 
Ludwig F. Karsten, Milwaukee; Floyd J. Keeton, 


Cincinnati; George H. McKnight, Pitts- 
burgh; Milton G. Manwaring, Nobelsville, 
Ind.; Howard V. Mooney, Lowell, Mass.; 
Heinz P. Murka, Dayton, Ohio; Neil E. 
Resico, Charleston, W. Va.; Jack M. Tal- 
bert, Indianapolis; and Frank Zeman, 
Caparra Heights, Puerto Rico. 


COURSE 741E (Above-Knee Prosthetics) 


Physicians, May 6 through 10—Dr. 
Charles Borzilleri, Charlottesville, Va.; 
Dr. Robert S. Hoffman, Albany, N. Y.; 
Dr. Wayne W. Kotcamp, Louisville, Ky.; 
Dr. Roswell Lowry, Shaker Heights, 
Ohio; Dr. James E. Mazzacane, Hamden, 
Conn.; Dr. Harry D. Morris, New Orleans; 
Dr. Russell P. Rizzo, Cleveland; Dr. Gab- 
riel Rosenkranz, Brooklyn, N. Y.; Dr. 
Herman L. Rudolph, Reading, Pa.; Dr. 
William C. Schaefer, Detroit; and Dr. Wil- 
liam S. Smith, Columbus, Ohio. 


COURSE 742E (Above-Knee Prosthetics) 


Therapists, May 2 through 10—Paul E. 
Beck, Augusta, Ga.; Loretta R. Boger, 
Lakewood, Ohio; Barbara A. Cossoy, New 
York City; Walter G. Fitzsimmons, Fay- 
son Lakes, N. J.; Barbara A. Gwynn, 
Cleveland; Louise Hayward, Albany, N. Y.; 
Marion L. Holmes, Utica, N. Y.; Ethel 
Kahn, Bronx, N. Y.; Jean L. Lamb, Phil- 
adelphia; Joseph Lederman, Brooklyn, 
N. Y.; Lewis F. Mantovano, Rockville 
Centre, N. Y.; Floyd L. Milbank, Dayton, 
Ohio; Reba E. Samuels, Richmond, Va.; 
Harvey Schirrmacher, Elmira, N. Y.; Er- 
nest G. Sealo, New York City; and Frank 
R. Spohrer, Glen Ridge, N. J. 


- 


COURSE 743E (Above-Knee Prosthetics) 


Prosthetists, April 29 through May 10—Harold 
Caton, Detroit; Dale E. Clark, Minneapolis; John E. 
Dillard, Nashville; Ivan A. Dillee, Woodside, N. Y.; 
Arthur Finnieston, Coral Gables, Fla.; Dorsey P. 
Hildebrand, Mobile, Ala.; George I. Kinman, Toronto; 
Paul E. Leimkuehler, Cleveland; Dock M. Neal, 
Charleston, W. Va.; Lawrence Phillips, Jackson, Miss.; 
Elwood Pollock, Massapequa, N. Y.; Charles S. 
Schaeffer, Dearborn, Mich.; Daniel J. Seals, Mont- 
gomery, Ala.; Powell Simonton, Fort Wayne, Ind.; 
and James S. Wells, Merrifield, Va. 


COURSE 741F (Above-Knee Prosthetics) 


Physicians, June 10 through 14—Dr. John H. Allan, 
Charlottesville, Va.; Dr. Kenneth C. Archibald, White 
Plains, N. Y.; Dr. Joseph A. Baranowski, Fort Howard, 
Md.; Dr. Bedford F. Boylston, Houston; Dr. Richard 
A. Conlen, Haddonfield, N. J.; Dr. Nadene Coyne, 
Cleveland Heights, Ohio; Dr. William J. Erdman, 
Philadelphia; Dr. Joseph G. Furey, Cleveland; Dr. 
Otto G. Goldkamp, West Hartford, Conn.; Dr. Edward 





C. Holscher, St. Louis; Dr. James Hurt, Louisville, 
Ky.; Dr. Ernest W. Johnson, Columbus, Ohio; Dr. 
John M. Pendy, Wood, Mich.; Dr. John A. Powers, 
Charlotte, N. C.; Dr. Peter S. Sabatelle, San Juan, 
Puerto Rico; Dr. Joseph N. Vizzard, Bala-Cynwyd, 
Pa.; and Dr. Reich L. Watterson, Parma Heights, 
Ohio. 


COURSE 742F (Above-Knee Prosthetics) 


Therapists, June 6 through 14—Demetrius Babiak, 
Louisville, Ky.; Philomena Cardone, Newark, N. J.; 
Edith Cole, Pittsburgh; Joan Erback, Hillside, N. J.; 
Patricia Golden, McKownville, N. Y.; Mrs. John 
Hedrick, Miami; Marie Heghinian, Jersey City, N. J.; 
Grace Horton, Durham, N. C.; Donald Humberger, 
Charlotte, N. C.; Donald Hurry, Wood, Wis.; Wilma 
Krans, New York City; Mary Mashburn, Augusta, 
Ga.; Joan Pape, Toronto; Norman Schreck, Phila- 
delphia; Joan Stopielo, Albany, N. Y.; Evelyn Wash- 
burn, Watertown, N. Y.; and Thomas Wells, Malton, 
Ontario. 


COURSE 743F (Above-Knee Prosthetics) 


Prosthetists, June 3 through 14—Robert Bennington, 
Rockville Centre, N. Y.; James L. Brazelton, Detroit; 
Walter H. Caleson, New York City; Hung Tong Chun, 
Seoul, Korea; Helmuth H. Fliess, Chicago; Gunter H. 
Gehl, Chicago; Stanley E. Hedges, Indianapolis; 
Milton N. Hinnant, Charlotte, N. C.; Anton Leins, 
Yorktown Heights, N. Y.; Nick Pechota, Buffalo; 
Alfred R. Sulima, Levittown, Pa.; William L. Vansant, 
Pittsburgh; Richard A. Walker, Tampa, Fla.; George 
D. Ward, Huntington, W. Va.; and Robert M. Wil- 
liams, San Antonio. 


At UCLA, educational activities of the 
Prosthetics Education Project for the year 
1956-57 came to a close on the evening of 
June 28 at the graduation banquet for the 
June class (Section VII) in Clinical Pros- 
thetics: Upper-Exirem ty Amputations. Earlier 
in the year, PEP had offered three additional 
classes (Sections IV, V, and VI) in Clinical 
Prosthetics: Above-Knee Amputations. Total 
enrollment for the four courses included 52 
physicians, 39 therapists, and 45 prosthetists. 
Students were as follows: 


SECTION IV 


Prosthetists, February 25 through March 8—Ear] 
Beall, Fresno, Calif.; Hughbert H. DuBois, Casper, 
Wyo.; Richard Fadely, Santa Monica, Calif.; Everett 
F. Haines, Des Moines, Iowa; James M. McFarlen, 
Dallas; Pat W. McKendrick, Salt Lake City; Samuel 
W. Peiffer, Oklahoma City; John A. Pentland, Van- 
couver, B. C.; Alvin E. Rupley, Fort Worth; Walter 
L. Sandberg, Salt Lake City; and Edward C. Wright, 
Drayton Plains, Mich. 

Therapists, March 4 through 8—Elizabeth J. Ander- 
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son, Los Angeles; William R. Bird, Des Moines, Iowa; 
Jean M. Cummings, Los Angeles; Nerman E. Miller, 
Des Moines, Iowa; and Martha C. Wroe, Kansas 
City, Mo. 

Physicians, March 4 through 8—Dr. Donald W. 
Blair, Des Moines, Iowa; Dr. Felix L. Butte, Dallas; 
Dr. Robert H. Fitsgerald, Independence, Mo.; Dr. 
Richard H. Jones, Minneapolis; Dr. James S. Miles, 
Denver; Dr. M. H. Morris, San Antonio; Dr. James 
W. Rae, Jr., Ann Arbor, Mich.; and Dr. Carl B. 
Tryggvi, Seattle. 


SECTION V 


Prosthetists, March 18 through 29—William T. An- 
drews, San Antonio; Richard G. Bidwell, Milwaukee; 
Robert N. Bidwell, Madison, Wis.; David S. Burton, 
Omaha; Glenn Grant, Milwaukee; Charlie Kymes, San 
Antonio; Lorrin H. Madsen, Minneapolis; Carl S. 
McCluggage, Nashville, Tenn.; Junior Odom, Nash- 
ville, Tenn.; Edwin W. Powell, Louisville, Ky.; and 
Ralph R. Snell, Nashville, Tenn. 

Therapists, March 25 through 29—David Anderson, 
Van Nuys, Calif.; V.. Kenneth Boyum, Milwaukee; 
Joseph S. Chasin, Los Angeles; Frances L. Eckland, 
South Gate, Calif.; Vera R. Ford, Los Angeles; Annie 
M. Grdjan, Los Angeles; Ned R. Kennedy, Jr., Los 
Angeles; Beverly A. Kindig, Buena Park, Calif.; Ruth 
F. Rosenfelder, Los Angeles; Rudolph V. Sellers, Den- 
ver; Gus Valdemar, Santa Monica, Calif.; and Nancy 
B. Ward, Los Angeles. 

Physicians, March 25 through 29—Dr. Harry H. 
Bleecker, Pasadena, Calif.; Dr. Harold E. Elger, 
Vancouver, Wash.; Dr. David C. G. Monsen, Los 
Angeles; Dr. Richard W. Moore, Santa Monica, Calif.; 
Dr. Jacquelin Perry, La Mirada, Calif.; Dr. Thomas 
Roland, Los Angeles; Dr. Donald A. Smith, San 
Gabriel, Calif.; Dr. William L. Waldrop, Oklahoma 
City; and Dr. Edwin C. Welsh, Wauwatosa, Wis. 


SECTION VI 


Prosthetists, April 22 through May 3—Charles C. 
Buckner, Fort Worth, Texas; Jose S. Cross, Berkeley, 
Calif.; William E. Cummings, Sacramento, Calif.; 
Ivan A. Long, Denver; Fred C. Lucas, Lubbock, Texas; 
Leo P. Marcotte, New Orleans; James I. McFall, 
Dallas; Vance C. Meadows, Grand Rapids, Mich.; 
George E. Newton, Honolulu, T. H.; Walter H. Stauf- 
fer, Edmonton, Alta.; and Victor Tourluk, San Diego, 
Calif. 

Therapists, April 29 through May 3—Elizabeth M. 
Barnett, Los Angeles; Mary E. Bennett, Los Angeles; 
Ronald D. Brown, Los Angeles; Gail W. Burns, Los 
Angeles; Lois A. Conway, Santa Monica, Calif.; 
Mabel E. Hurni, Spokane, Wash.; Donald F. Kimble, 
Hollywood, Calif.; Patricia Krueger, San Mateo, 
Calif.; John C. Nygaard, Oklahoma City; Frances L. 
Patton, Los Angeles; and I. Lucille Walsh, Los Angeles. 

Physicians, April 29 through May 3—Dr. Howard 
R. Baker, Los Angeles; Dr. Karl E. Carlson, Palo 
Alto, Calif.; Dr. Thomas J. Cline, Los Angeles; Dr. 
John G. Davidson, Butte, Mont.; Dr. Fred E. Herzer, 
West Covina, Calif.; Dr. Ora L. Huddleston, Pacific 
Palisades, Calif.; Dr. John T. Jacobs, Denver; Dr. 





Herbert Kent, Oklahoma City; Dr. Earl J. Miller, shaw, Beverly Hills, Calif.; Dr. Francis J. Schiller, 
Norwalk, Calif.; Dr. William S. Mowrey, Los Angeles; Whittier, Calif.; Dr. Benedict W. Varco, Fargo, N. 
Dr. Stanley Olejniczak, Detroit; Dr. Wiley L. Ren- Dak.; and Dr. F. William Wagner, Arcadia, Calif. 


PROSTHETICS EDUCATION AT UCLA—Continuation of the series. Pictured are the students and instructors in the 
courses in Clinical Prosthetics: Above-Knee Amputations presented by the Prosthetics Education Project at the 
University of California Medical Center, Los Angeles, during the spring of 1957. Top, Section IV, February 25 
through March 8; middle, Section V, March 18 through 29; bottom, Section VI, April 22 through May 3. 
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PROSTHETICS EDUCATION AT UCLA—Continuation of the series. Pictured are the students and instructors in the 
course in Clinical Prosthetics: U pper-Extremity Amputations (Section VII) presented by the Prosthetics Education 
Project at the University of California Medical Center, Los Angeles, June 10 through 28. 


SECTION VII 

Prosthetists, June 10 through 28—Claude L. Brown, 
Jackson, Miss.; Jack E. Conry, Hondo, Calif.; Hugh- 
bert H. DuBois, Casper, Wyo.; Francis R. Jones, 
Warm Springs, Ga.; Walter M. Joslin, Glendale, 
Calif.; Ivan A. Long, Denver; George E. Newton, 
Honolulu, T. H.; Orlyn C. Ostereich, Sioux City, 
Iowa; Harold C. Prescott, San Antonio; Josef Rosen- 
berger, Hartford, Conn.; Floyd D. Simmons, Memphis; 
and Lee R. Snelson, Van Nuys, Calif. 

Therapists, June 17 through 28—Lois M. Barber, 
Los Angeles; Betty L. Chaffer, Los Angeles; Thomas 
B. Irwin, Seattle; Claire B. Kopp, Monterey Park, 
Calif.; Joe O. Luckman, Great Falls, Mont.; Hilde- 
garde Meyers, Chicago; Patricia J. Pechtl, Los Angeles; 
Betsy A. Rosselot, Los Angeles; Trude Seligman, San 
Diego, Calif.; Dolores M. Shoulders, Urbana, IIl.; and 
Julie Werner, Los Angeles. 

Physicians, June 24 through 28—Dr. Robert G. 
Addison, Chicago; Dr. Leonard F. Bender, Ann Arbor, 
Mich.; Dr. Russell S. Blanchard, Detroit; Dr. Harry 
H. Bleecker, Pasadena, Calif.; Dr. Bradley W. Carr, 
Evanston, Ill.; Dr. Robert W. Carson, Los Angeles; 
Dr. John G. Davidson, Butte, Mont.; Dr. Donald K. 
Hester, Santa Monica, Calif.; Dr. John T. Jacobs, 
Denver; Dr. Duane M. Kline, Cheyenne, Wyo.; Dr. 
Robert D. Kochsiek, Canoga Park, Calif.; Dr. Jack 
L. Lewis, Long Beach, Calif.; Dr. Jean E. Michels, 
Los Angeles; Dr. J. Garth Mooney, Seattle; Dr. 
Robert D. Mussey, Urbana, IIl.; Dr. Jacquelin Perry, 
La Mirada, Calif.; Dr. Robert L. Romano, Seattle; 
Dr. Donald H. Sitler, Santa Monica, Calif.; Dr. 
Donald A. Smith, San Gabriel, Calif.; and Dr. John 
E. Stewart, Seattle. 


During the 1957-58 academic year, the 
Prosthetics Education Program will be con- 
tinued at NYU and at UCLA on a somewhat 
broader base of subject matter. New York 


University is planning to offer four series of 
courses in above-knee prosthetics, several 
three-day courses in above-knee prosthetic 
diagnosis for prosthetists, two series of courses 
in upper-extremity prosthetics, and a number 
of courses for nonmedical rehabilitation 
personnel, including supervisors of physical 
restoration, vocational counselors,  social- 
service workers, directors of rehabilitation 
centers, and other administrative personnel 
concerned with the field of prosthetic rehabili- 
tation. Tentative plans at UCLA also include 
a new series of courses in prosthetics. The ac- 
companying schedules are subject to revision. 


TENTATIVE SCHEDULE OF COURSES IN PROSTHETICS 
NEw YorK UNIVERSITY 
Academic Year 1957-58 
COURSE 
DATE NO. 
Sept. 26-28 749A 


TITLE 


Prosthetic Diagnosis, 
Above-Knee, for Pros- 
thetists 
Upper-Extremity Pros- 
thetics, for Prosthetists 
Upper-Extremity Pros- 
thetics, for Therapists 
Upper-Extremity Pros- 
thetics, for Physicians 
and Surgeons 
Prosthetics for Rehabili- 
tation Personnel 
Above-Knee Prosthetics, 
for Prosthetists 


Oct. 7—Nov. 8 


Oct. 28-Nov. 8 


Nov. 4-8 


Nov. 11-22 


Dec. 2-20 





742A  Above-Knee Prosthetics, 
for Therapists 
Above-Knee Prosthetics, 
for Physicians and Sur- 
geons 

Above-Knee Prosthetics, 
for Prosthetists 
Above-Knee Prosthetics, 
for Therapists 
Above-Knee Prosthetics, 
for Physicians and Sur- 
geons 

Prosthetic Diagnosis, 
Above-Knee, for Pros- 
thetists 

Above-Knee Prosthetics, 
for Prosthetists 
Above-Knee Prosthetics, 
for Therapists 
Above-Knee Prosthetics, 
for Physicians and Sur- 
geons 

Prosthetics for Rehabili- 
tation Personnel 
Prosthetic Diagnosis, 
Above-Knee, for Pros- 
thetists 

Above-Knee Prosthetics, 
for Prosthetists 
Above-Knee Prosthetics, 
for Therapists 
Above-Knee Prosthetics, 
for Physicians and Sur- 
geons 
Upper-Extremity 
thetics, for Prosthetists 
Upper-Extremity Pros- 
thetics, for Therapists 
Upper-Extremity Pros- 
thetics, for Physicians 
and Surgeons 


741A 


Feb. 17—Mar. 7 


Feb. 24—Mar. 


Mar. 3-7 


Mar. 17—Apr. 


Apr. 17-19 


Apr. 21-May 


Apr. 28-May 


May 5-9 


May 19—June 20 Pros- 


June 9-20 


June 16-20 


TENTATIVE SCHEDULE OF COURSES IN PROSTHETICS 
UNIVERSITY OF CALIFORNIA AT Los ANGELES 
Academic Year 1957-58 

DATE 
Oct. 21—Nov. 1 


COURSE TITLE 

Clinical Prosthetics: Above-Knee 
Amputations, for Prosthetists 
Clinical Prosthetics: Above-Knee 
Amputations, for Physicians and 
Therapists 

Clinical Prosthetics: Above-Knee 
Amputations, for Prosthetists 
Clinical Prosthetics: Above-Knee 
Amputations, for Physicians and 
Therapists 


Oct. 28-Nov. 1 


Jan. 13-24 


Jan. 20-24 


Mar. Orthopedic and Prosthetic Re- 
habilitation 

Clinical Prosthetics: Above-Knee 
Amputations, for Prosthetists 
Clinical Prosthetics: Above-Knee 
Amputations, for Physicians and 
Therapists 

Orthopedic and Prosthetic Re- 
habilitation 

Orthopedic and Prosthetic Re- 
habilitation 

Orthopedic and Prosthetic Re- 
habilitation 

Clinical Prosthetics: Upper-Ex- 
tremity Amputations, for Pros- 
thetists 

Clinical Prosthetics: Upper-Ex- 
tremity Amputations, for Physi- 
cians and Therapists 


Mar 


Mar. 


Mar 
May 5-9 
May 19-23 


June 2-20 


June 16-20 


New Chicago Project 


The Prosthetics Research Center of North- 
western University, operating under a con- 
tract between the University and the Veterans 
Administration, is now located in temporary 
quarters in the Rehabilitation Institute of 
Chicago (401 E. Ohio St., Chicago 11) awaiting 
remodeling and preparation of permanent 
quarters in the base- 
ment of the same 


building. Basement 


construction is ex- 
pected to be com- 
plete about April 
1958. In the mean- 
time, research prob- 
lems are being form- 
ulated, and visits 
are being made to 
other centers. of 
prosthetics research. 

Under the direction of Dr. Clinton L. Com- 
pere, consultant to the VA’s Orthopedic and 
Prosthetic Appliance Clinic Team in Chicago, 
the project has as its assistant director Mr. 
Colin A. McLaurin, an engineer formerly with 
the Prosthetic Services Centre of the Canadian 
Department of Veterans Affairs and a figure 
well known as the inventor of the Canadian- 
type hip-disarticulation prosthesis (to which 
this issue of ArtTrFic1AL Lrps is devoted). 
Complete cooperation is received from the 
staff and personnel of the Rehabilitation 
Institute, which is a center for the treatment 
and prosthetic rehabilitation of amputees of 


DR. COMPERE 





all ages and with all kinds of medical complica- 
tions. A study is being made of the full records 
of 400 amputees who have been through the 
training program of the Institute. Special 
consideration is being 
given to classifying and 
studying the various 
medical complications 
with a view toward 
determining the most 
suitable prosthetic 
treatment for each 
specific problem type. 
Particular emphasis is 
being placed on geri- 
atric patients. 

Also under way is 
practical research on 
prosthetics for bizarre types of amputations 
and on certain components of upper- and lower- 
extremity prostheses not under active con- 
sideration at other projects. Complete photo- 
graphic and research records will be kept on 
the majority of patients processed through the 
Institute and on all those under direct study 
in the project. Cooperation is extended to 
the Michigan Crippled Children Commission 
in Grand Rapids by helping to solve engineer- 
ing problems which arise in the work with 
child amputees. 

The project is assisted by an abundance of 
consultants—medical, prosthetic, and physi- 
atric—and by the extensive clinical material 
so readily available at the Rehabilitation 
Institute. 


MR. McLAURIN 


New Biomechanics Laboratory 


On July 1, the studies of the medical prob- 
lems of amputees, of the fundamentals of 
human locomotion, and of lower-extremity 
prosthetics carried on at the San Francisco and 
Berkeley branches of the University of Cali- 
fornia were reconstituted under a new organi- 
zation known as the Biomechanics Laboratory. 
The new unit is governed by a Biomechanics 
Research Board, under the chairmanship of 
Dr. Verne T. Inman, and is administered from 
the Laboratory quarters at the University of 
California Medical Center in San Francisco. 
Additional research facilities are located in 
the Engineering Department at Berkeley and 
at the U. S. Naval Hospital in Oakland. 


The Biomechanics 
Laboratory is an out- 
growth of the Pros- 
thetic Devices Research 
Project, initiated on 
the Berkeley Campus 
in 1945, and of the 
Biomechanics Group 
which until 1953 met 
informally on the San 
Francisco Campus. 
Currently functioning 
under the joint auspices 
of the Department of 
Orthopaedic Surgery, School of Medicine, and 
of the College of Engineering, it is supported 
by government research grants obtained 
through the sponsorship of the Prosthetics 
Research Board, National Academy of Sci- 
ences—National Research Council. 


DR. INMAN 


Appointment for Bidwell 


Early last spring, Brig. Gen. F. S. Strong, 
Jr., Chairman of the Prosthetics Research 
Board, announced the appointment of Richard 
G. Bidwell, of Milwaukee, as a member of the 
Committee on New Devices, a group which 
currently reports to the Office of the Executive 
Director, PRB. This move brings into active 
participation in the Artificial Limb Program 
another man with extensive background in the 
field. 

Although still this side of forty, Bidwell 
dates his experience in prosthetic and ortho- 
pedic appliances from 
the year 1936, when he 
began an apprentice- 
ship in his father’s 
establishment, the 
House of Bidwell. 
During World War II, 
he served in the artifi- 
cial-limb shops of the 
England General Hos- 
pital, Atlantic City, 
and the Fletcher Gen- 
eral Hospital at Cam- 
bridge, Ohio. His spe- 
cial training includes 
the Orthopedic Appliance Symposium held at 
Mellon Institute in 1948, the course presented 
at the Warm Springs Foundation in Georgia 
and the Suction Socket School in New York 


MR. BIDWELL 





City, both in 1949, the lecture and laboratory 
course in upper-extremity prosthetics at UCLA 
in 1954, and the course in Clinical Prosthetics: 
Above-Knee Amputations at UCLA in the 
spring of this year. He is now head of the House 
of Bidwell, a Certified Facility, where, in 
1951, he conducted a suction-socket school of 
his own. 

Mr. Bidwell has been identified with Drs. 
Walter P. Blount and Albert C. Schmidt in 
the development of the “Milwaukee Brace” 
[J. Bone & Joint Surg., 39A:705 (June 1957)}. 
With Dr. Schmidt he presented a seminar on 
that device before the New Orleans Assembly 
of the Limb and Brace Profession in October 
of 1955, and he was cited by the American 
Academy of Orthopaedic Surgeons for his 
participation in the Scientific Exhibit of the 
brace shown at the 24th Annual Meeting of 
the Academy last January. 

Bidwell has long been a member of the 
Orthopedic Appliance and Limb Manufac- 
turers Association and was chosen by it as the 
first Regional Director for Region VI (Illinois, 
Indiana, Wisconsin, and Eastern Missouri). 


Appointment for Klopsteg 


Paul E. Klopsteg, formerly Professor of 
Applied Science and Director of Research at 


the Northwestern Technological Institute, 
Evanston, Ill., and professor emeritus at 
Northwestern University, has been appointed 
Associate Director for Research of the National 
Science Foundation, it was announced in July 
by Dr. Alan T. Water- 
man, Director of NSF. 
Having already served 
once before as an asso- 
ciate director of the 
Foundation, and more 
recently as one of its 
consultants, Dr. Klop- 
steg will now be re- 
sponsible for the 
Foundation’s activities 
in support of basic re- 
search in the sciences. 

Dr. Klopsteg has 
long been associated 
with the Artificial Limb Program, first (1945) 
as Chairman of the old Board for Prosthetic 
and Sensory Devices, later as Chairman of the 
Committee on Prosthetic Devices, and still 


DR. KLOPSTEG 


later as Chairman of its successor, the Ad- 
visory Committee on Artificial Limbs. Besides 
being the author of numerous publications in 
his own special fields of engineering and of 
science administration, he is the senior author 
of Klopsteg and Wilson’s Human Limbs and 
Their Substitutes (McGraw-Hill, New York, 
1954), the 840-page collaboration produced 
under the auspices of the Advisory Committee 
on Artificial Limbs. Currently, Dr. Klopsteg 
is a member of the Prosthetics Research Board. 


Appointment for Bechtol 


Dr. Charles O. Bechtol, formerly Associate 
Professor of Surgery and Chief of the Division 
of Orthopedic Surgery at Yale University 
Medical School, has been appointed Professor 
of Surgery (Orthopedics) and Chief of the 
Division of Orthopedic 
Surgery at the Univer- 
sity of California Med- 
ical School in Los 
Angeles. This new as- 
signment takes him 
back to the West Coast, 
an area with which he 
isnot unfamiliar. It also 
takes him back into 
more intimate associa- 
tionwith the Prosthetics 
Education Program, 
an activity to which he 
has beenanimportant party since its inception 
in 1953. Before going to Yale, Dr. Bechtol had 
been Assistant Clinical Professor of Ortho- 
pedic Surgery at the University of California 
Medical Center in San Francisco, and he thus 
has had experience with prosthetics research in 
the Bay Area as well. He has already taught 20 
courses in prosthetics at UCLA, and in his new 
position he plans to continue active partici- 
pation in prosthetics research and education. 

Dr. Bechtol has been a well-known princi- 
pal in the Artificial Limb Program for more 
than a decade and has held many committee 
posts, including chairmanship of the old 
Technical Committee on Prosthetics (1955). 
Currently, he is a member of the Committee 
on Prosthetics Research and Development 
and Chairman of the Subcommittee on Pro- 
duction-Model Development and Testing of 
the Prosthetics Research Board. In addition, 
Dr. Bechtol has long served the Veterans 
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Administration as a consultant for Orthopedic 
and Prosthetic Appliance Clinic Teams, both in 
California and at the VA hospital at West 
Haven, Conn. 

Member of numerous medical societies, Dr. 
Bechtol is the author of more than a score of 
journal articles and has contributed to a num- 
ber of the Instructional Course Lectures given 
by the American Academy of Orthopaedic 
Surgeons. 


Job for Jackson 


Glenn E. Jackson, Executive Director of the 
Orthopedic Appliance and Limb Manufac- 
turers Association, was in charge of the ar- 
rangements for discussion at the 1957 meeting 
of the President’s Committee on Employment 
of the Physically Handicapped held in the 
Interdepartmental Auditorium in Washing- 
ton May 23 and 24. After hearing a message 
from President Eisenhower, the delegates to 
the President’s Committee were divided into 
three groups for the discussion system planned 


RECOGNITION FOR VA PERSONNEL—Pictured are some of the employees of 
the New York Regional Office of the Prosthetic and Sensory Aids Service to 
whom the Veterans Administration recently presented certificates and cash 
awards for superior performance. Seated, left to right, are William M. Bern- 
stock, Robert J. Pollock, Sidney Garbarsky, Werner Greenbaum, and 
Domenick B. Bonarrigo. Standing, left to right, are William J. Romahn, Jr., 
Frank D’Alessandro, George J. Kuehnlein, Stanley J. Kordasz, and Steven 
L. Purka. Four others receiving awards were not present when this picture 


was taken. 


by Mr. Jackson, and each group was assigned 
an experienced moderator specially picked and 
trained by Jackson for 
the occasion. The topic 
for discussion by each 
group was Ways and 
Means to Make Local 
and State Groups More 
Effective in Promoting 
the Employment of the 
Physically Handi- 
capped. 

Each group was or- 
ganized and began its 
discussions the after- 
noon of May 23. The 
following morning they reduced their discus- 
sions to written form. These summaries were 
reported at a mass meeting of all three groups 
and are now under further study by the staff 
of the National Committee. 

For more than 30 years Mr. Jackson has 
specialized in the study of this group-discus- 

sion method of group leader- 
ship. Since pioneering the 
method with labor-manage- 
ment groups in 1926, he has 
been the author of two arti- 
cles on the subject: The Dis- 
cussion Method in Trade As- 
sociation Work: A Critique 
and When Group Thinking 
is Most Rewarding. The first 
appeared in the American 
Trade Association Executives 
Journal for July 1952. The 
second isto be found in the 
July 1957 issue of the Journal 
of the American Society of 
Association Executives. 


MR. JACKSON 


Awards for PSAS Personnel 
Certificates afd cash 
awards for superj 
ance were recenffy presented 
to a group of F 
ministration efnployees en- 
gaged in prostetic and sen- 
sory-aids actipities in New 
York City. Reipients of the 
awards are og the staffs of 
the Veterans fAdministration 





Prosthetics Center and of the 
Research and Development 
Division of the Prosthetic 
and Sensory Aids Service. 
They included William M. 
Bernstock, Assistant Chief of 
the Research and Develop- 
ment Division, PSAS; Dom- 
enick B. Bonarrigo, ortho- 
pedic technician with the 
Orthopedic Shoe Section, 
VAPC; Harry T. Cavanaugh, 
orthopedic technician with 
the Limb and Brace Section, 
VAPC; Frank D’Alessandro, 


administrative assistant in et : ” 
the Office of the Chil of AWARD FOR BERNSTOCK—William M. Bernstock (left), Assistant Chief 
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VAPC; Ralph A. DeGaetano, ss tuaiiey Ati Gavin, sation tes Recetien Wlernoase Moca 
orthopedic technician with from Dr. Eugene F. Murphy, Chief of the Division, at a special 
the Limb and Brace Section, ceremony in New York. 
VAPC; Sidney Garbarsky, 
clerk-typist in the Limb and 
Brace Shop, VAPC; Werner Greenbaum, ortho- VAPC; George J. Kuehnlein, laboratory 
pedic technician with the Limb and Brace machinist with the Testing and Development 
Shop, VAPC; Stanley J. Kordasz, orthopedic Laboratory, VAPC; Benjamin Orlowski, or- 
technician with the Limb and Brace Section, thopedic technician with the Orthopedic Shoe 
Section, VAPC; Robert J. 
Pollock, orthopedic techni- 
cian with the Testing and De- 
velopment Laboratory, 
VAPC; Steven L. Purka, 
exhibit assistant for the Re- 
search and Development 
Division, PSAS; William J. 
Romahn, Jr., photographer 
with the Testing and De- 
velopment Laboratory, 
VAPC; and Candido Suarez, 
clerk-stenographer with the 
Orthopedic Shoe Section, 
VAPC. 
At a separate ceremony, 
Dr. Eugene F. Murphy, 
Chief of the Research and 
Development Division, 
PSAS, presented a certificate 
of superior performance to 
his assistant, Mr. Bernstock. 
AWARD FOR PURKA—Steven L. Purka (center), in charge of exhibits Mr. Purka, who oversees 
and the Prosthetics Reference Collection for the VA's cg the Prosthetics Reference 
‘ ; » Aids Service in New York, J is Superior Per- . ee _ smi 
sneisstan Read dane Wiiees cae Saaen Chief of the ( ollection, received a similar 
certificate from Dr. Murphy 


Research and Development Division. Dr. Eugene F. Murphy, Chief of 
the Division, looks on. and Mr. Bernstock. 
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PSAS Exhibit 


The Prosthetic and Sensory Aids Service of 
the Veterans Administration, through the 
Orthopedic Shoe Section of the VA Prosthetics 
Center in New York City, operates a nation- 
wide mail-order system of providing custom- 
built orthopedic shoes to veteran beneficiaries 
requiring them. A group of strategically lo- 
cated VA Last Clinics serves to furnish initial 
lasts, casts, patterns, and so on, and the 
Orthopedic Shoe Section, formerly known as 
the VA Shoe Last Depository, provides safe 
storage for all the materials needed to fill future 
orders from Central Office contractors. A 
system of mailing in double containers fur- 
nishes a ready means of returning (in the inner 
container) shoes in need of repair or replace- 
ment. 

At the June meetings of the American 
Medical Association in New York, PSAS pre- 
sented an exhibit, entitled Better Prescription 
for Orthopedic Shoes, in which it outlined 
graphically the modern methods of prescrib- 
ing, fabricating, and fitting orthopedic shoes. 
In charge were Dr. C. F. Mueller, Chief of the 
Prosthetic Appliances and Accessories Section 
of PSAS, Washington; Dr. Herman Gladstone, 
Orthopedic Consultant to VAPC and to the 


Research and Development Division of PSAS, 


New York; and Frank Schenck, Chief of the 
Orthopedic Shoe Section of VAPC. Numerous 
expressions of interest and praise were voiced 
by the doctors visiting the exhibit. 

It is planned to show the exhibit again 
during the February 1958 meetings of the 
American Academy of Orthopaedic Surgeons in 
New York. 


Seventh World Congress, ISWC 


More than 1000 delegates from 45 nations 
gathered in London’s Church House, West- 
minster, July 22 through 26 for the Seventh 
World Congress and Exhibition of the Inter- 
national Society for the Welfare of Cripples. 
Largest conference of its kind ever assembled, 
the Congress was organized and staged by the 
Society’s affiliated member in Great Britian, 
the Central Council for the Care of Cripples, 
under the royal patronage of Queen Elizabeth 
II. Its theme was Planning for Victory over 
Disablement—The Advance, Integration, and 
A pplication of Knowledge. 

Participating in the activities were a number 
of persons well known in the Artificial Limb 
Program, and the Prosthetics Research Board 
provided an exhibit (see cut) designed to show 
the organization, functions, and results of the 
prosthetics program in the United States. The 


PSAS EXHIBIT AT AMA MEETING—This display, entitled Better Prescription for Orthopedic Shoes, was presented by 
the VA’s Prosthetic and Sensory Aids Service at the 106th Annual Meeting of the American Medical Association 
in New York City June 3 through 7. It was received enthusiastically by visiting physicians. 
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relationship between the physician and the 
prosthetist was the subject of a paper delivered 
by William A. Tosberg, Technical Director of 
Prosthetic Service at the Institute of Physical 
Medicine and Rehabilitation, NYU-Bellevue 
Medical Center, and a member of the teaching 
staff of the Prosthetics Education Program at 
New York University. Dr. Carleton Dean, 
Director of the Michigan Crippled Children 
Commission, Grand Rapids, presented the 
problems involved in providing adequate 
services for child amputees, and Col. Maurice 
J. Fletcher, Director of the Army Prosthetics 
Research Laboratory, covered the status of 
research and development in prosthetic de- 
vices for children. Others in attendance in- 
cluded Capt. Thomas J. Canty, Director of the 
Navy Prosthetics Research Laboratory, U. S. 
Naval Hospital, Oakland, Calif.; Dr. Verne T. 
Inman, of the University of California Medical 
Center, San Francisco; Dr. Eugene F. Murphy, 
Chief of the Research and Development 
Division, Prosthetic and Sensory Aids Service, 
Veterans Administration, New York City; and 


THE ARTIF! 


A. Bennett Wilson, Jr., Staff Engineer for the 
Prosthetics Research Board. 

Retiring as President of ISWC was Dr. 
Howard A. Rusk, Director of the Institute of 
Physical Medicine and Rehabilitation and 
member of PRB. He was succeeded by Sir 
Kenneth F. Coles, Director of the Royal 
Alexandra Hospital for Children in Sydney, 
Australia, and President of the New South 
Wales Society for Crippled Children. Sir 
Kenneth is also a past-president of the Aus- 
tralian Advisory Council for the Physically 
Handicapped. 

The next World Congress (the Eighth) of 
ISWC is scheduled to be held in New York 
City beginning August 24, 1960. It will be the 
first Congress to be held outside Europe. 


First International Prosthetics Course 


As a part of its endeavor to disseminate on 
an international basis useful information in the 
field of braces and limb prostheses, the Com- 
mittee on Prostheses, Braces, and Technical 





2 RAM_ IN THE UNITED STATES 


PRB EXHIBIT AT SEVENTH WORLD CONGRESS—This presentation, entitled The Artificial Limb Program in the United 
States, was offered by the Prosthetics Research Board at the Seventh World Congress of the International Society 
for the Welfare of Cripples in London July 22 through 26. It was subsequently shown in Copenhagen during the 
First International Prosthetics Course August 1 through 10 and will be shown again at the Clinical Meeting of 
the American Medical Association in Philadelphia, December 3 through 6, and before the American Academy of 
Orthopaedic Surgeons in New York City February 1 through 6, 1958. 
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FIRST INTERNATIONAL PROSTHETICS COURSE—Pictured are most of the students and instructors of the First Inter- 
national Prosthetics Course given at the Orthopaedic Hospital in Copenhagen August 1 through 10 under the 
sponsorship of the Committee on Prostheses, Braces, and Technical Aids of the International Society for the Wel- 
fare of Cripples. Some of the instructors were absent when the photograph was taken. 





FIRST INTERNATIONAL PROSTHETICS COURSE—The faculty. Seated, left to right, are Arne Bertelsen, Denmark; D. 
S. McKenzie, Great Britain; G. G. Kuhn, Germany; Eugene F. Murphy, United States; Knud Jansen, Chairman 
of the Committee on Prostheses, Braces, and Technical Aids of the International Society for the Welfare of Cripples, 
Denmark; A. Bennett Wilson, Jr., United States; Verne T. Inman, United States; Ole Remvig, Denmark; and E. 
Lind Mossin, Denmark. Standing, left to right, Anna Conrau Thomsen, Denmark; Erik Lyquist, Denmark; O. 
Hepp, Germany; John Craft, Great Britain; Thomas J. Canty, United States; William A. Tosberg, United States; 
Masatora Hiyeda, Japan; Ilija Corkovic, Yugoslavia; and J. Saugmann-Jensen, Denmark. Absent when this 
photograph was taken were Svend Brandt, Denmark; Ellen Buttrup, Denmark; Maurice J. Fletcher, United States; 
Ulla Harpgth, Denmark; Henry H. Kessler, United States; S. William Levy, United States; Esther Lunning, 
Denmark; E. Marquardt, Germany; Karl Montan, Sweden; and Johnna Thomsen, Denmark. The scene is the 
Orthopaedic Hospital in Copenhagen. 


Aids of the International Society for the Wel- the Orthopaedic Hospital in Copenhagen 
fare of Cripples, under the chairmanship of August 1 through 10. Sponsored by the ISWC 
Knud Jansen, initiated and organized the national affiliate in Denmark, the Society and 
First International Prosthetics Course held at Home for Cripples, the course was attended by 
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some 60 physicians, therapists, and prosthetists 
from more than a score of countries. In addi- 
tion to the extensive series of lectures offered 
during the ten days, tours were conducted 
through some of the centers of rehabilitation 
in the vicinity of Copenhagen. 

Participating in the course as instructors 
were a number of people active in the Arti- 
ficial Limb Program (see cuts). Total enroll- 
ment was as follows: 


STUDENTS 


From Argentina: Adolfo and Mrs. Mogilevsky, and 
Juan O. Tesone. 

From Australia: G. G. Burniston. 

From Belgium: Maurice Morlet. 

From Denmark: Henriette Andersen, William An- 
thonsen, Else Arns¢, Sven Bjerre, Hans Bohr, Jonna 
Bonnevie, Birger Eriksen, Bodil Eskesen, Niels Ditlev, 
J¢rgen Ditlev, Otto Gottlieb, Bodil Hansen, K. P. Ho, 
H. Nordentoft Jensen, Birgitte Holst Jérgensen, W. 
Kragstrup, Eskilde Larsen, Inge Larsen, Hugo Larsson, 
Ingeborg Lou, Anna Margrethe Mohr, Lise Nybo, 
Birthe Petersen, Emmy Petersen, Johnna Saltoft, 
Agnethe Strange-Hansen, Karen Teilmann, Ruth 
Teisner, Kirstine Thorlund, Gudrun Thrane, Hanne 
Trier, and M. Wind. 

From Finland: Helmer Jernstrém, Erik Malmelin, 
Kanko Nicklén, and Pauli Pylkkianen. 

From France: Nicoline Rossano. 

From Germany: Fritz Blohmke. 

From Holland: C. de Boer, J. J. Miedema, and H. 
Vlijn. 

From India: Francoise Lamote. 

From Israel: Zeew Neuthal. 

From Korea: Kan Mo Chung. 

From Norway: Martin Goplen, Hj. Lystad, Bjgrn 
Rogan, Alf Syversen, Else Tréstheim, and Liv Tusberg. 

From the Philippines: Benjamin Tamesis. 

From Poland: Wieslaw Miedzyblocki. 

From Switzerland: Jules Rippstein, E. Riitschi, and 
Rosemary Sperry. 

From Sweden: Anders Arkeryd, Helge Een, and 
Ulla Nilsson. 

From South Africa: Emilia Krause. 

From the United States: Margaret Pope Hovey and 
Rosa Muller. 

From Yugoslavia: llija Corkovic, Zivorad Nikolic, 
and Zivojin Zec. 


INSTRUCTORS 


From Denmark: Arne Bertelsen, Svend Brandt, 
Ellen Buttrup, Ulla Harpgth, Knud Jansen, Esther 
Lunning, Erik Lyquist, E. Lind Mossin, Carl Helwiig 
Nielsen, Ole Remvig, E. Conrau Thomsen, and Johnna 
Thomsen. 

From Great Britain: John Craft and D. S. McKenzie. 

From Germany: O. Hepp, G. G. Kuhn, and E. 
Marquardt. 

From Japan: Masatora Hiyeda. 

From Sweden: Karl Montan. 


From the United States: Thomas J. Canty, Maurice 
J. Fletcher, Verne T. Inman, Henry H. Kessler, S. 
William Levy, Eugene F. Murphy, William A. Tosberg, 
A. Bennett Wilson, Jr., and Donald W. Wilson. 


GUESTS 


From Germany: U. Mathias. 
From the United States: Viadimir K. Volk. 


Because only ten days could be devoted to 
the course, it was not possible to cover all 
aspects of prosthetics in detail, and conse- 
quently every effort was made to emphasize 
the principles involved. The Prosthetics 


Research Board has assumed responsibility for 
publication of the Proceedings. 


OALMA National Assembly 


Key figures in prosthetics research played a 
prominent role in the program of the 1957 
National Assembly (the 40th Anniversary) of 
the Limb and Brace Profession when it con- 
vened at the Statler Hotel in Washington, 
D. C., September 29 through October 2. 
Sponsored by the Orthopedic Appliance and 
Limb Manufacturers Association, the meeting 
had as its theme Education for Better Service to 
the Handicapped. Robert C. Gruman, certified 
prosthetist with the Winkley Artificial Limb 
Co., Minneapolis, was Program Chairman. 

Among the technical sessions on prosthetics 
were Upper-Extremity Prosthetics, by Col. 
Maurice J. Fletcher, Director of the Army 
Prosthetics Research Laboratory, with the 
assistance of Howard R. Thranhardt, of 
Atlanta, and Carlton E. Fillauer, of Chat- 
tanooga; The SACH Foot, by Charles W. 
Radcliffe, of the University of California, 
Berkeley; Below-Knee Prosthetics, by Charles 
A. Hennessy and Carlton E. Fillauer; The 
Canadian Hip-Disarticulation Prosthesis, by 
Charles W. Radcliffe and James Foort, both of 
the University of California, Berkeley; The 
Canadian Syme Prosthesis, by James Foort; 
and Functional Anatomy Related to Orthotics 
and Prosthetics, by John J. Bray, certified 
prosthetist and orthotist with the Prosthetics 
Education Project at the University of Cali- 
fornia at Los Angeles. 

Among the presentations related specif- 
ically to orthotics was The Newington Brace 
for Cerebral Palsy, by Dr. Russell V. Fuldner 
and Josef Rosenberger, certified prosthetist 
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evening of October 2 at the close of the 1957 National Assembly of the Limb and Brace Profession. Left to right are Glenn E. Jackson, Executive Director of OALMA; 


Fillauer, President of the American Board for Certification for 1956-57; Mrs. Fillauer; John A. McCann, 


newly elected President of OALMA for 1957-58; Mrs. Charles A. Hennessy; the Honorable Edward Foss Wilson, Assistant Secretary of the U. S. Department of Health, 
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W. Frank Harmon, Past-President; Mrs. Jackson; Carlton E 


© 
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ducation, and Welfare; President Hennessy (1956-57); Karl W. Buschenfeldt, 1st Vice-President (1956-58); Mrs. Buschenfeldt; Mrs. M. P. Cestaro and Mr. Cestaro, 
Secretary-Treasurer; Mrs. H. Hoover Hanger, daughter-in-law of the founder of the J. E. Hanger Company; 2nd Vice-President Paul E. Leimkuehler; and Mrs. Leim- 


kuehler. Mr. Wilson received on behalf of the Eisenhower Administration the citation paying tribute “to the leadership in human rehabilitation which has been given 


the country by President Eisenhower and his associates in the Federal Government. 
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and orthotist, both of New Haven 
Conn. Other sessions concerned with 
brace design included Balance in Brace 
Construction with Special Reference to 
Forefoot Drop and External Tibial Tor- 
sion, presented by Alfons R. Glaubitz, 
certified prosthetist and orthotist, and 
Superintendent of the Brace Shop of 
the Pennsylvania State Hospital for 
Crippled Children at Elizabethtown, 
Dr. Tom Outland, Chief Surgeon, and 
Dr. Joseph C. Flynn, Chief Resident, at 
the hospital; Bracing the Paralyzed 
Patient—Trunk and Lower Extremities, 
a panel discussion led by Dr. Charles 
S. Wise, Professor of Physical Medicine 
and Rehabilitation at The George 
Washington University Medical School, 
assisted by Herbert J. Hart, certified 
prosthetist and orthotist with the C. 
H. Hittenberger Co., Oakland, Calif., 
H. H. Maddox, chief orthotist with the 
Georgia Warm Springs Foundation, 
and Karl W. Buschenfeldt, certified 
orthotist of Stoughton, Mass.; and New 
Developments in Functional Arm Brac- 
ing Correlated with Reconstructive Sur- 
gery, by Dr. Vernon Nickel, chief of 
orthopedic surgery, Dr. Jacquelin 
Perry, resident in orthopedic surgery, 
and Lee Roy Snelson, certified orthotist, 
all of Rancho Los Amigos Hospital, 
Hondo, Calif. 

The problems of management in the 
limb and brace field were considered at 
four “workshops” organized around 
the group-discussion method which was 
used so successfully earlier this year at 
various Regional Meetings of OALMA 
(page 99). Among the problems covered 
were those of personnel, finance, shop 
efficiency, and the rehabilitation of 
veterans and civilians. Then, on the 
evening of September 30, there was a 
round-table conference of manufactur- 
ers in the field of orthopedic and pros- 
thetic appliances. Glenn E. Jackson, 
Executive Director of OALMA, served 
as moderator. 

For the first time, students and fac- 
ulty of the NYU and UCLA courses in 





prosthetics (page 83) had an opportunity to get 
together for discussion of mutual interests and 
to review the newer developments which the 
two schools are introducing. On the evening of 
September 30, the two groups staged alumni 
reunions, and on the following day President 
Hennessy served as moderator at a session 
devoted to a report on the Prosthetics Edu- 
cation Program as seen by the faculty and the 
alumni. Reporting for NYU were Dr. Sidney 
Fishman and William E. Hitchcock. Dr. 
Miles H. Anderson and John J. Bray covered 
activities at UCLA. 

Besides the technical meetings and those 
devoted to matters of business administration, 
a number of interesting social functions were 
scheduled. At the OALMA President’s Break- 
fast on the morning of September 30, Glenn B. 
Sanberg, Executive Vice-President of the 
American Society of Association Executives, 
spoke on his familiar topic, A Giant Wakes, of 
which the theme is that the common people of 
any trade or profession, when banded together 
mutually for any good purpose, become, like 
Bunyan, a giant in the earth capable of other- 
wise unexpected feats of accomplishment— 
that the giant may either sleep or come 
awake—and that, once aroused, the giant is 
invulnerable so long as he does not divert his 


purposes to evil. Sanberg pointed to the growth 
of the limb and brace profession during the 


past decade and pursued the allegory by des- 
cribing the contributions this “giant” had still 
to make. 

On the evening of the same day, delegates 
and their ladies were guests at a reception 
given at the Chancery of the Germany 
Embassy. At that time, Charles A. Hennessy, 
President of OALMA, presented a message of 
greetings to the German Artificial Limb and 
Brace Profession. 

As in the past, the American Board for 
Certification held its annual meeting in con- 
junction with the OALMA Assembly, and 
examination of candidates for certification was 
offered under the supervision of the Board of 
Examiners, with Edward W. Snygg, of San 
Francisco, as Examiner-in-Chief and Dr. Miles 
H. Anderson, of UCLA, as advisor to the 
Board. At the annual Certification Luncheon 
on October 1, a panel discussion of Are We 
Becoming Professional?: The Role of Certi- 


fication was led by Dr. Edward C. Holscher, of 


St. Louis, with the assistance of Charles A. 
Hennessy, W. Frank Harmon, of Atlanta, 
John Buckley, of Providence, R. I., and Ivan 
Dillee, of New York City. The new officers of 
ABC elected for the year 1957-58 are Dr. Roy 
M. Hoover, of Roanoke, Va., President; 
McCarthy Hanger, Jr., of St. Louis, Vice- 
President; and M. P. Cestaro, of Washington, 
D. C., Secretary-Treasurer. 


—Capitol Photo, Washington 


CERTIFICATION EXAMINATIONS—Start of a session. Flanked by some of the members of the Board of Examiners, 
Glenn E. Jackson, Executive Director of the American Board for Certification, welcomes the class of candidates 
for the written examination given by ABC in Washington September 27 during the 1957 National Assembly of the 
Limb and Brace Profession. Left to right are Dr. Miles H. Anderson, advisor to the Board; Lee Roy Snelson; 
John J. Bray; Dr. Roy M. Hoover, new President of ABC; George A. Scoville; McCarthy Hanger, Jr.; Mr. Jack- 
son; Erich Hanicke; Charles A. Hennessy; Carlton E. Fillauer; Bert R. Titus; and Alfons R. Glaubitz. 





The annual OALMA Banquet, concluding 
event of the Assembly, was held on the evening 
of October 2, with the Honorable Edward Foss 
Wilson, Assistant Secretary of the Depart- 
ment of Health, Education, and Welfare in 
President Eisenhower’s Cabinet, as guest of 
honor. Secretary Wilson received, on behalf of 
the President of the 
United States, a scroll 
of appreciation from 
OALMA in recognition 
of the Administration’s 
development of an en- 
larged _rehabilitation 
program. The U. S. 

Army Chorus enter- 

tained, and the officers 

of the Association for 

1957-58 were formally 

installed. They are 

John A. McCann, of 

Burlington, N. J., Pres- 

ident; Karl W. Busch- 

enfeldt, of Stoughton, Mass., 1st Vice-Presi- 
dent; Paul E. Leimkuehler, of Cleveland, 2nd 
Vice-President; and M. P. Cestaro, of Wash- 
ington, D. C., Secretary-Treasurer. 

The next National Assem- 
bly is scheduled to meet at 
the Eden Roc Hotel in Miami 
Beach October 26 through 
31, 1958. 


OALMA Regional Meetings 


Those who have been ac- 
tive in the Artificial Limb 
Program have from the very 
beginning felt a strong obliga- 
tion to make the results of re- 
search known to the limb and 
brace profession on a broad 
basis. In the early days of 
the program, this educational 
activity had necessarily to be 
carried out largely through 
the medium of the printed 


ent, for it was realized fully that only a 
limited number of technicians were reached at 
national conventions. 

The development, in 1950, of a regional 
organization of OALMA provided the means 
by which the results of research—new ap- 
pliances and new techniques—could be re- 
ported throughout the United States without 
the necessity for individual shop appoint- 
ments and conferences. At that time, OALMA 
divided the country into 11 geographical 
Regions. Each Region elects one member of the 
OALMA Board of Directors, and each holds at 
least one local conference a year, usually in the 
spring. Some, like the New England Regional 
Council, hold several throughout the year. For 
quite some time now, key research personnel 
have appeared on the programs of these 
regional meetings. 

This year a majority of the Regions experi- 
mented successfully with a new type of pro- 
gram, and research personnel were active in its 
implementation. There had been a feeling 
that the formal type of program, with speakers 
delivering the usual technical papers, was not 
well adapted to the informal nature of these 
regional conferences—that somehow the formal 


page and through the national 
meetings of the Orthopedic 
Appliance and Limb Manu- 
facturers Association. But 
the need to get at the “grass 
roots” has always been pres- 


OALMA REGIONAL MEETINGS, NEW STYLE—A group of specialists consider a 
veteran’s problem during the meeting of OALMA Region VII in Minneapolis 
April 26 and 27. Left to right are Voigt W. Baker, Area Chief for the VA’s 
Prosthetic and Sensory Aids Service; Dr. Einer C. Andreassen, VA Area 
Medical Director; Charles A. Hennessy, Prosthetics Instructor at the Pros- 
thetics Education Project, UCLA, and President of OALMA; and William 
H. Talley, Chief of the Plans and Policies Division, PSAS, Washington. 
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OALMA REGIONAL MEETINGS, NEW STYLE—Panelists engage in 
sessions during the meeting of OALMA Region V in Cleveland May 18 and 
19. Top, left to right, Dr. Russell P. Rizzo, Assistant Clinic Chief for the VA 
at Cleveland; Paul E. Leimkuehler, certified prosthetist and Regional Di- 
rector for Region V; Dr. Sidney Fishman, Director of the Prosthetic De- 
vices Study, New York University; and L. B. Barghausen, certified pros- 
thetist and President of Region V. Bottom, left to right, Ralph Storrs, 
Regional Director for Region VI; Charles W. Rosenquist, certified orthotist 
and Secretary of Region V; Roy A. Wing, Chief of the Prosthetic and Sen- 
sory Aids Unit in the VA Regional Office at Cleveland; and Dr. Miles H. 
Anderson, Director of the Prosthetics Education Project at UCLA. 


presentation fell short of its maximum poten- 
tial. Accordingly, a new kind of program 
session was scheduled, beginning this year in 


February with the Southeastern Regional 
Meeting (Region IV) at Tampa. In this 
method, the entire time is devoted to free 
discussion. Although noted authorities are 
present by invitation, their function is not to 


deliver formal papers or 
lengthy addresses but rather 
to take part in discussion 
with the others. They are 
encouraged to contribute, 
from their wisdom and ex- 
perience, to the solution of 
common problems, and the 
results of research are thus 
described as the various 
topics are taken up. 

The meeting room is spe- 
cially arranged for the con- 
venience of those present. 
Instead of being isolated at 
a speakers’ table, research 
personnel are seated with 
limb and brace technicians 
and visiting officials—experi- 
enced men and beginners—all 
at tables heading into an area 
containing large blackboards 
and a place for the moderator 
to stand. To start the meet- 
ing, the moderator turns to 
the tables and asks for a re- 
port from each one on current 
topics on which light is 
needed. These questions, as 
reported from the tables, are 
quickly summarized, _re- 
stated, “sharpened” when 
necessary, and written on 
one or more of the black 
boards. The moderator se- 
lects the questions from the 
blackboards and assigns them 
to one or more of the 
authorities. Discussion then 
flows back and forth, from 
“resource person,” to the 
table originally asking the 
question, then to another 
table where additional points may be raised, 
and so on. 

The entire basis of this type of program lies 
in the proposition that a group when brought 
together can be trusted to identify the most 
important questions that are bothering them. 
Such informal give-and-take meetings produce 
better solutions than does the formal “paper,” 


“buzz” 





which often leaves unanswered some problem 
that is bothering the audience or, indeed, may 
miss its audience completely. A further ad- 
vantage lies in the fact that the “experts,” 
instead of being restricted to one set speech, 
are encouraged to put in their say at any time. 
In the course of a morning, a single individual 
may find himself speaking first as an expert, 
then as a seeker of information from some other 
expert, and later as an expert again. 

So profitable was this new approach at the 
Southeastern Regional Meeting that it was 
adopted by other Regions holding meetings 
during the spring—in Houston March 16 and 
17 (Region VIII), in Minneapolis April 26 and 
27 (Region VII), in New York City May 3 and 
4 (MOALMA), in Cleveland May 18 and 19 
(Region V), and in Chicago May 25 and 26 
(Region VI). Among the important figures who 
served as experts at some of these meetings 
were Col. Maurice J. Fletcher, Director of the 
Army Prosthetics Research Laboratory; Dr. 
Robert E. Stewart, Director of the Prosthetic 
and Sensory Aids Service of the Veterans Ad- 
ministration; William H. Talley, Chief of the 
Plans and Policies Division of PSAS; and A. 
Bennett Wilson, Jr., Staff Engineer for the 
Prosthetics Research Board. 

The prosthetics courses at New York Uni- 
versity and at the University of California at 
Los Angeles have attracted considerable in- 
terest in the limb and brace field, and many 
questions concerning arrangements and scope 
were raised at the several regional meetings. 
Fortunately, it was possible for several mem- 
bers of the two faculties to be present. Dr. 
Sidney Fishman and Dr. Miles H. Anderson, 
Directors of Prosthetics Education at NYU 
and at UCLA respectively, attended the meet- 
ing at Tampa and that at Cleveland. Charles 
A. Hennessy, President of OALMA and pros- 
thetics instructor at UCLA, attended the 
Cleveland and Minneapolis meetings. William 
E. Hitchcock, prosthetics instructor at NYU, 
was one of the “resource persons” at the 
meeting in Chicago. 

Similar regional meetings have been planned 
for the West Coast later in the year. 


MOALMA C 


In addition to its regular monthly meetings, 
the Metropolitan (New York) Orthopedic 
Appliance and Limb Manufacturers Associa- 
tion holds annually a Prosthetic and Ortho- 
pedic Conference. To it are invited limb and 
brace technicians and other interested persons 
from the entire Atlantic Seaboard. At the 1957 
Conference, held at the Biltmore Hotel in New 
York City May 3 and 4, a principal feature 
was a panel discussion of the new develop- 
ments in lower-extremity socket techniques 
that have come out of the Prosthetics Edu- 
cation Program. Headed by Fred J. Eschen as 
moderator, the panel included Martin Durec, 
Jerome S. Kessler, and William Spiro, all 
certified prosthetists. Lester A. Smith, editor 
of the Orthopedic and Prosthetic Appliance 
Journal, presented a report on Reference Aids 
in the Field of Orthopedic Appliances. 

Among the guests of honor was Dr. Harold 
W. Glattly, Executive Director of the Pros- 
thetics Research Board. Also in attendance 
were A. Bennett Wilson, Jr., Staff Engineer for 
PRB, and Glenn E. Jackson, Executive Di- 

sctor of OALMA. 


NERC Meeting 


The New England States, organized as the 
New England Regional Council, comprise 
Region I of OALMA. Customarily their 
monthly meetings are held at the facility of the 
Liberty Mutual Rehabilitation Center in 
Boston. For their concluding session of the last 
fiscal year, May 27, however, they met at the 
Medical Library in Boston. Appearing on the 
program were three staff members of the Pros- 
thetic Devices Study at New York University. 
Edward R. Ford presented Experimenial 
Devices Still in the Research Phase; William E. 
Hitchcock spoke on Biomechanical Considera- 
tions in Lower-Extremity Prostheses; and War- 
ren P. Springer covered Checkout Procedures and 
Gait Abnormalities. The event was a home- 
coming for Mr. Hitchcock, who was formerly 
head of the Boston Artificial Limb Company. 














NATIONAL ACADEMY OF SCIENCES—NATIONAL RESEARCH COUNCIL 


The National Academy of Sciences—National Research Council is a 
private, nonprofit organization of scientists, dedicated to the furtherance 
of science and to its use for the general welfare. 

The Academy was established in 1863 under a Congressional char- 
ter signed by President Lincoln. Empowered to provide for all activi- 
ties appropriate to academies of science, it was also required by its 
charter to act as an adviser to the Federal Government in scientific 
matters. This provision accounts for the close ties that have always 
existed between the Academy and the Government, although the Acad- 
emy is not a governmental agency. 

The National Research Council was established by the Academy in 
1916, at the request of President Wilson, to enable scientists generally to 
associate their efforts with those of the limited membership of the Acad- 
emy in service to the nation, to society, and to science at home and 
abroad. Members of the National Research Council receive their appoint- 
ments from the President of the Academy. They include representatives 
nominated by the major scientific and technical societies, representatives 
of the Federal Government, and a number of members-at-large. In addi- 
tion, several thousand scientists and engineers take part in the activities 
of the Research Council through membership on its various boards and 
committees. 

Receiving funds from both public and private sources, by contribution, 
grant, or contract, the Academy and its Research Council thus work to 
stimulate research and its applications, to survey the broad possibilities 
of science, to promote effective utilization of the scientific and technical 
resources of the country, to serve the Government, and to further the 
general interests of science. 








